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1. 4ŀƭƤǒƳŀ 9ƪƛōƛ 
 

DǀǊŜǾƛ !ŘƤ {ƻȅŀŘƤ E-posta Telefon TƳȊŀ 

Program 
YƻƻǊŘƛƴŀǘǀǊǸ 

Iŀƪŀƴ TōǊŀƘƛƳ 
SOYSAL 
YƛƳȅŀ aǸƘŜƴŘƛǎƛ 

hisoysal@dsi.gov.tr 0312  
454 54 54 
/3858 

 

LAK/YT 
Sorumlusu 

!ȅŘƤƴ {!F[LY 
Beton 
[ŀōƻǊŀǘǳǾŀǊƤ  ǳōŜ 
aǸŘǸǊǸ 

aydinsaglik@dsi.gov.tr 0312  
454 54 54 
/3850 

 

5ŜƐŜǊƭŜƴŘƛǊƳŜ 
Raporu 
IŀȊƤǊƭŀƳŀ 

Iŀƪŀƴ TōǊŀƘƛƳ 
SOYSAL 
YƛƳȅŀ aǸƘŜƴŘƛǎƛ 

hisoysal@dsi.gov.tr 0312  
454 54 54 
/3858 

 

5ŜƐŜǊƭŜƴŘirme 
Raporu 
Onaylama 

5ǊΦ ±ŜƘōƛ m½!¸5Lb 
5ŀƛǊŜ .ǒƪΦ ¸ǊŘΦ 

ozaydinv@dsi.gov.tr 0312  
454 54 54 
/3800 

 

 

 

 

 

 

 

 

 

2. TƭŜǘƛǒƛƳ 
 

Adres 5{T ¢!YY 5ŀƛǊŜǎƛ .ŀǒƪŀƴƭƤƐƤ  {ŀǊŀȅ hǎƳŀƴƎŀȊƛ aŀƘŀƭƭŜǎƛ !ƭǇŀǊǎƭŀƴ ¢ǸǊƪŜǒ /ŀŘΦ bƻΥс 
tǳǊǎŀƪƭŀǊκ!ƴƪŀǊŀ ¢ǸǊƪƛȅŜ 

Telefon               
Faks 
E-posta  
Web   

  

+(90) 312 454 38 00 
+(90) 312 454 38 05 
takk@dsi.gov.tr   
www.dsi.gov.tr 
takk.dsi.gov.tr 

 
 

  

mailto:takk@dsi.gov.tr
http://www.dsi.gov.tr/
http://takk.dsi.gov.tr/
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3. DƛȊƭƛƭƛƪ ǾŜ ¢ŀǊŀŦǎƤȊƭƤƪ 
 

5{T [ŀōƻǊŀǘǳǾŀǊƭŀǊƤ ǇŜǊǎƻƴŜƭƛ ƻƭŀǊŀƪ [ŀōƻǊŀǘǳǾŀǊƭŀǊ !ǊŀǎƤ YŀǊǒƤƭŀǒǘƤǊƳŀκ¸ŜǘŜǊƭƛƭƛƪ ¢Ŝǎǘƛ (LAK/YT) 

tǊƻƎǊŀƳƤ ƪŀǇǎŀƳƤƴŘŀ ȅŀǇƤƭŀƴ œŀƭƤǒƳŀƭŀǊƤƴΣ ƘƛœōƛǊ ōŀǎƪƤ ŀƭǘƤƴŘŀ ƪŀƭƳŀŘŀƴ ǘŀǊŀŦǎƤȊ ǾŜ ƎƛȊƭƛƭƛƪ ƛœŜǊƛǎƛƴŘŜ 

ȅǸǊǸǘǸƭŜŎŜƐƛƴƛ, 

¶ LAK/YT kŀǘƤƭƤƳŎƤƭŀǊƤƴŀ ŀƛǘ ǒŀƘǎƛ ǾŜκǾŜȅŀ ƎƛȊƭƛ ōƛƭƎƛƭŜǊƛ ǾŜ ƻƴƭŀǊƤƴ ǘŜǎŎƛƭƭƛ ƘŀƪƭŀǊƤƴƤ ƪƻǊǳȅŀŎŀƐƤƳƤΤ  

¶ hƭŀǎƤ œƤƪŀǊ ƛƭƛǒƪƛƭŜǊƛƴŜ ƎƛǊƳŜȅŜŎŜƐƛƳƛ ǾŜ ōǀȅƭŜ ŘǳǊǳƳƭŀǊŘŀ ȅǀƴŜǘƛƳƛ ōƛƭƎƛƭŜƴŘƛǊŜŎŜƐƛƳƛΤ 

¶ DǸǾŜƴ ŀȊŀƭǘƤŎƤ ƘŜǊƘŀƴƎƛ ōƛǊ ŦŀŀƭƛȅŜǘǘŜ ōǳƭǳƴƳŀȅŀŎŀƐƤƳƤΣ  

¶ [!Yκ¸¢ ǎǸǊŜŎƛƴŘŜΣ ƪŀǘƤƭƤƳŎƤƭŀǊ ǾŜ ƪŀǘƤƭƤƳŎƤ ǎƻƴǳœƭŀǊƤ ƘŀƪƪƤƴŘŀΣ ƪŀǘƤƭƤƳŎƤƭŀǊƤƴ ōǳ ƎƛȊƭƛƭƛƪƭŜ ƛƭƎƛƭƛ 
ŦŜǊŀƎŀǘ ōŜȅŀƴƤƴŘŀ ōǳƭǳƴƳŀŘƤƐƤ ǎǸǊŜŎŜ ǸœǸƴŎǸ ƪƛǒƛ ǾŜȅŀ ƪǳǊǳƭǳǒƭŀǊŀ ƘƛœōƛǊ ōƛƭƎƛ ǾŜǊƳŜȅŜŎŜƐƛƳƛ, 
ancak yŀǎŀƭ ȅŜǘƪƛȅŜ ǎŀƘƛǇ ōƛǊ ƳŀƪŀƳ ǘŀǊŀŦƤƴŘŀƴ ȅŜǘŜǊƭƛƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤƴƤƴ talep edilmesi halinde 
ƪŀǘƤƭƤƳŎƤ ƪƻŘƭŀǊƤ ǾŜ ǎƻƴǳœƭŀǊƤΣ ŘƻƐǊǳŘŀƴ ōǳ ƳŀƪŀƳƭŀ ǇŀȅƭŀǒƤƭŀōƛƭŜŎŜƐƛ ǾŜ ōǳ ŘǳǊǳƳŘŀƴ ŜǘƪƛƭŜƴŜƴ 
ƪŀǘƤƭƤƳŎƤƭŀǊŀ ȅŀȊƤƭƤ ƻƭŀǊŀƪ ōƛƭƎƛ ǾŜǊƛƭŜŎŜƐƛ 

¶ [ŀōƻǊŀǘǳǾŀǊƭŀǊ ŀǊŀǎƤ ƪŀǊǒƤƭŀǒǘƤǊƳŀκȅŜǘŜǊƭƛƭƛƪ ǘŜǎǘƛƴŘŜ ƪŀǘƤƭƤƳŎƤƭŀǊƭŀ ƛƭŜǘƛǒƛƳ ǾŜ ƛǎǘŀǘƛƪǎŜƭ 
ŘŜƐŜǊƭŜƴŘƛǊƳŜƭŜǊ ŦŀǊƪƭƤ ǇŜǊǎƻƴŜƭƭŜǊ ǘŀǊŀŦƤƴŘŀƴ ƎŜǊœŜƪƭŜǒǘƛǊƛƭŜŎŜƐƛƴƛΣ 
 
4ŀƭƤǒƳŀ Ŝƪƛōƛ ƭƛǎǘŜǎƛƴŘŜ ƛƳȊŀƭŀȅŀƴ ƪƛǒƛ ƻƭŀǊŀƪ ǘŀŀƘƘǸǘ ŜŘƛƭƳƛǒǘƛǊΦ   
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4. 4ƛȊŜƭƎŜ Listesi 
 

4ƛȊŜƭƎŜ  м - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ .................................. 14 

4ƛȊŜƭƎŜ  н - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ŀȅƪƤǊƤ ŘŜƐŜǊ ǘŜǎǇƛǘƛ όDǊǳōōǎ ¢Ŝǎǘύ

 ............................................................................................................................................................... 14 

4ƛȊŜƭƎŜ  о- 4ǀƪƳŜ όǎƭǳƳǇύ ŘŜƴŜȅƛ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΣ ό¢{ L{h морнуύ .................... 15 

4ƛȊŜƭƎŜ  п -¢ŀȊŜ ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ŀȅƪƤǊƤ ŘŜƐŜǊ ǘŜǎǇƛǘƛ ό/ƻŎƘǊŀƴ-C Test) 15 

4ƛȊŜƭƎŜ  р- aƛƴŜǊŀƭ ŀƎǊŜƎŀƭŀǊŘŀ лΣлтр ƳƳ ŘŜƴ ƎŜœŜƴ ƛƴŎŜ ƳŀŘŘŜ ƳƛƪǘŀǊƤ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ƘƻƳƻƧŜƴƭƛƪ 

ƪƻƴǘǊƻƭǸ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΣ ό¢{ L{h морнуύ ............................................................................................. 16 

4ƛȊŜƭƎŜ  6- !ƎǊŜƎŀ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ŀȅƪƤǊƤ ŘŜƐŜǊ ǘŜǎǇƛǘƛ ό/ƻŎƘǊŀƴ-C Test) ...... 16 

4ƛȊŜƭƎŜ  т- TƴŎŜƭƛƪ ǘŀȅƛƴƛ ό.ƭŀƛƴŜύ  ŘŜƴŜȅƛ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΣ ό¢{ L{h морнуύ .......... 17 

4ƛȊŜƭƎŜ  у- 4ƛƳŜƴǘƻ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ŀȅƪƤǊƤ ŘŜƐŜǊ ǘŜǎǇƛǘƛ ό/ƻŎƘǊŀƴ-C Test) .... 17 

4ƛȊŜƭƎŜ  ф - ¢ŀȊŜ ǾŜ ǎŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ .......................................................................... 18 

4ƛȊŜƭƎŜ  мл- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 ............... 19 

4ƛȊŜƭƎŜ  мм- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ !{¢a /мос ................ 19 

4ƛȊŜƭƎŜ  мн- !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-1 ..................................................................................... 20 
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4ƛȊŜƭƎŜ  он- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 15-25 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όомΣр ƳƳΣ ҈ DŜœŜƴύ ......................................................................................................... 38 

4ƛȊŜƭƎŜ  оо- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 15-25 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όмсΣл ƳƳΣ ҈ DŜœŜƴύ ......................................................................................................... 38 

4ƛȊŜƭƎŜ  оп- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 5-15 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όуΣл ƳƳΣ ҈ DŜœŜƴύ ........................................................................................................... 39 

4ƛȊŜƭƎŜ  ор- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-5 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όпΣл ƳƳΣ ҈ DŜœŜƴύ ........................................................................................................... 39 

4ƛȊŜƭƎŜ  ос- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-5 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όнΣл ƳƳΣ ҈ DŜœŜƴύ ........................................................................................................... 40 

4ƛȊŜƭƎŜ  от- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-5 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όмΣл ƳƳΣ ҈ DŜœŜƴύ ........................................................................................................... 40 

4ƛȊŜƭƎŜ  оу- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-5 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όлΣр ƳƳΣ ҈ DŜœŜƴύ ........................................................................................................... 41 

4ƛȊŜƭƎŜ  оф- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-5 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όлΣнрл ƳƳΣ ҈ DŜœŜƴύ ....................................................................................................... 41 

4ƛȊŜƭƎŜ  пл- TaƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-5 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όлΣмнр ƳƳΣ ҈ DŜœŜƴύ ....................................................................................................... 42 

4ƛȊŜƭƎŜ  пм- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢S EN 933-1 - 0-5 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όлΣлсо ƳƳΣ ҈ DŜœŜƴύ ....................................................................................................... 42 

4ƛȊŜƭƎŜ  пн- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όнрΣп ƳƳ ƳƳΣ ҈ 

DŜœŜƴύ ................................................................................................................................................... 43 

4ƛȊŜƭƎŜ  по- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όмфΣлм ƳƳΣ ҈ 

DŜœŜƴύ ................................................................................................................................................... 44 

4ƛȊŜƭƎŜ  пп- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 15-2р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όмнΣрп ƳƳΣ ҈ 

DŜœŜƴύ ................................................................................................................................................... 45 

4ƛȊŜƭƎŜ  пр- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όфΣрн ƳƳΣ ҈ DŜœŜƴύ

 ............................................................................................................................................................... 46 

4ƛȊŜƭƎŜ  пс- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όпΣтс ƳƳΣ ҈ DŜœŜƴύ47 

4ƛȊŜƭƎŜ  пт- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όнΣос ƳƳΣ ҈ DŜœŜƴύ48 

4ƛȊŜƭƎŜ  пу- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όмΣму ƳƳΣ ҈ DŜœŜƴύ49 

4ƛȊŜƭƎŜ  пф- TaƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣрфл ƳƳΣ ҈ DŜœŜƴύ

 ............................................................................................................................................................... 50 

4ƛȊŜƭƎŜ  рл- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣнфр ƳƳΣ ҈ DŜœŜƴύ

 ............................................................................................................................................................... 51 

4ƛȊŜƭƎŜ  рм- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣмпф ƳƳΣ ҈ DŜœŜƴύ

 ............................................................................................................................................................... 52 

4ƛȊŜƭƎŜ  рн- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ayini-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣлтр ƳƳΣ ҈ DŜœŜƴύ

 ............................................................................................................................................................... 53 

4ƛȊŜƭƎŜ  ро- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ ......... 54 

4ƛȊŜƭƎŜ  рп- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ ....... 55 

4ƛȊŜƭƎŜ  рр- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ ..... 56 

4ƛȊŜƭƎŜ  рс- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛΣ ¢{ 9b млфт-6, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό9ǘǸǾ YǳǊǳǎǳύ ...................... 57 

4ƛȊŜƭƎŜ  рт- Tane yƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛΣ ¢{ 9b млфт-6, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό9ǘǸǾ YǳǊǳǎǳύ .................... 58 

4ƛȊŜƭƎŜ  ру- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛΣ ¢{ 9b млфт-6, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό9ǘǸǾ YǳǊǳǎǳύ .................. 59 

4ƛȊŜƭƎŜ  рф- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό{ǳ 9ƳƳŜ hǊŀƴƤύ ............... 60 

4ƛȊŜƭƎŜ  сл- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό{ǳ 9ƳƳŜ hǊŀƴƤύ ............. 61 
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4ƛȊŜƭƎŜ  см- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό{ǳ 9ƳƳŜ hǊŀƴƤύ ........... 62 

4ƛȊŜƭƎŜ  сн- DŜǾǒŜƪ ȅƤƐƤƴ ȅƻƐǳƴƭǳƐǳƴǳƴ ǾŜ ōƻǒƭǳƪ ƘŀŎƳƛ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ ¢{ 9b млфт-3, 0-5 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όDŜǾǒŜƪ ¸ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳύ ................................................................................................. 63 

4ƛȊŜƭƎŜ  со- DŜǾǒŜƪ ȅƤƐƤƴ ȅƻƐǳƴƭǳƐǳƴǳƴ ǾŜ ōƻǒƭǳƪ ƘŀŎƳƛ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ ¢{ 9b млф7-3, 5-15 mm 

!ƎǊŜƎŀ {ƤƴƤŦƤ όDŜǾǒŜƪ ¸ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳύ ................................................................................................. 64 
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5. DƛǊƛǒ 
 

TŜƪƴƛƪ !ǊŀǒǘƤǊƳŀ ǾŜ YŀƭƛǘŜ Kontrol (TAKK) 5ŀƛǊŜǎƛ .ŀǒƪŀƴƭƤƐƤΣ 5{T DŜƴŜƭ aǸŘǸǊƭǸƐǸΩƴǸƴ ƎǀǊŜǾ ŀƭŀƴƤƴŀ 

ƎƛǊŜƴ ƪƻƴǳƭŀǊŘŀ ƳƻŘŜǊƴ ǘŜƪƴƻƭƻƧƛ ǾŜ ŜƪƻƴƻƳƛ ƪǳǊŀƭƭŀǊƤƴŀ ǳȅƎǳƴ ƻƭŀǊŀƪ ƎŜǊŜƪƭƛ ƪŀƭƛǘŜ ƪƻƴǘǊƻƭ ǾŜ 

ŀǊŀǒǘƤǊƳŀ-ƎŜƭƛǒǘƛǊƳŜ ό!Ǌ-DŜύ œŀƭƤǒƳŀƭŀǊƤƴƤ ȅǸǊǸǘƳŜƪ ŀƳŀŎƤȅƭŀ мфру ȅƤƭƤƴŘŀ ƪǳǊǳƭƳǳǒǘǳǊΦ 

нллн ȅƤƭƤƴŘŀƴ ōŜǊƛ ¢{ 9b L{h фллм άKalite ȅǀƴŜǘƛƳ ǎƛǎǘŜƳƭŜǊƛ -  ŀǊǘƭŀǊέ ǎǘŀƴŘŀǊŘƤƴƤ uygulayan ve 2004 

ȅƤƭƤƴŘŀƴ ōŜǊƛ laboratuvar ŦŀŀƭƛȅŜǘƭŜǊƛƴƛ ¢{ 9b L{hκL9/ мтлнр ά5ŜƴŜȅ ǾŜ ƪŀƭƛōǊŀǎȅƻƴ ƭŀōƻǊŀǘǳǾŀǊƭŀǊƤƴƤƴ 

yetƪƛƴƭƛƐƛ ƛœƛƴ ƎŜƴŜƭ gerekliliklerέ sǘŀƴŘŀǊŘƤ œŜǊœŜǾŜǎƛƴŘŜ άŀƪǊŜŘƛǘŜ ƭŀōƻǊŀǘǳǾŀǊέ ƻƭŀǊŀƪ ȅǸǊǸǘŜƴ 5ŀƛǊŜ 

.ŀǒƪŀƴƭƤƐƤƳƤȊΣ 5{T DŜƴŜƭ aǸŘǸǊƭǸƐǸƴǸƴ ƎǀǊŜǾ ŀƭŀƴƤƴŀ ƎƛǊŜƴ ƪƻƴǳƭŀǊŘŀΣ ōƛƭƛƳǎŜƭ ǾŜ ǘŜƪƴƻƭƻƧƛƪ 

gŜƭƛǒƳŜƭŜǊƛƴ ƤǒƤƐƤƴŘŀΣ ŜƪƻƴƻƳƛ ƪǳǊŀƭƭŀǊƤƴŀ ǳȅƎǳƴ ƻƭŀǊŀƪ ŀǒŀƐƤŘŀƪƛ ŀƭŀƴƭŀǊŘŀ œŀƭƤǒƳŀƭŀǊ ȅŀǇƳŀƪǘŀŘƤǊΦ  

мύ [ŀōƻǊŀǘǳǾŀǊ ǾŜ YŀƭƛǘŜ YƻƴǘǊƻƭ 4ŀƭƤǒƳŀƭŀǊƤ 

8 adedi ƳŜǊƪŜȊŘŜΣ нр ŀŘŜŘƛ ōǀƭƎŜ ƳŜǊƪŜȊƛƴŘŜ ǘƻǇƭŀƳ оо ŀŘŜǘ ƭŀōƻǊŀǘǳǾŀǊ ōǳƭǳƴƳŀƪǘŀŘƤǊΦ !ȅǊƤŎŀΣ 

5{TΩƴƛƴ ǇǊƻƧŜ ƛƘǘƛȅŀœƭŀǊƤ ŘƻƐǊǳƭǘǳǎǳƴŘŀ ǒǳōŜ ǾŜ ǒŀƴǘƛȅŜ ƭŀōƻǊŀǘǳǾŀǊƭŀǊƤ ƪǳǊǳƭƳŀƪǘŀŘƤǊΦ 

[ŀōƻǊŀǘǳǾŀǊƭŀǊƤƳƤȊΣ ƳŜǊƪŜȊ ǾŜ ōǀƭƎŜ ǘŜǒƪƛƭŀǘƭŀǊƤƴŎŀ ǘŀƭŜǇ ŜŘƛƭŜƴ œŀƭƤǒƳŀƭŀǊŀ ƛƭŀǾŜ ƻƭŀǊŀƪΣ ƘŜǊ ȅƤƭ 

ōŜƭƛǊƭŜƴŜƴ ŘŜƴŜȅ ōƛǊƛƳ ŦƛȅŀǘƭŀǊƤƴŀ ƎǀǊŜΣ ŘƛƐŜǊ ƪŀƳǳ ƪǳǊǳƭǳǒƭŀǊƤƴŀ ǾŜ ǀȊŜƭ ǒƛǊƪŜǘƭŜǊŜ ŘŜ ȅŀǇƤƭŀƴ 

ǇǊƻǘƻƪƻƭƭŜǊ œŜǊœŜǾŜǎƛƴŘŜ ƘƛȊƳŜǘ ǾŜǊƳŜƪǘŜŘƛǊΦ 

нύ !ǊŀǒǘƤǊƳŀ ǾŜ DŜƭƛǒǘƛǊƳŜ ό!Ǌ-DŜύ 4ŀƭƤǒƳŀƭŀǊƤ 

.ŀǒƪŀƴƭƤƐƤƳƤȊŎŀ ȅǸǊǸǘǸƭŜƴ !Ǌ-DŜ œŀƭƤǒƳŀƭŀǊƤΣ ǀƴŎŜƭƛƪƭŜΣ ƳŜǊƪŜȊ ǾŜ ǘŀǒǊŀ ǘŜǒƪƛƭŀǘƭŀǊƤƴŘŀ 5{TΩƴƛƴ ƛƘǘƛȅŀœ 

ŘǳȅŘǳƐǳ ƘŜǊ ǘǸǊƭǸ ǳȅƎǳƭŀƳŀƭƤ ŀǊŀǒǘƤǊƳŀ œŀƭƤǒƳŀƭŀǊƤ ƛƭŜ ŘŜƴŜȅǎŜƭ ƎŜƭƛǒǘƛǊƳŜ œŀƭƤǒƳŀƭŀǊƤƴŀ ȅǀƴŜƭƛƪ ƻƭŀǊŀƪ 

27.07.2010 ǘŀǊƛƘƛƴŘŜ ȅǸǊǸǊƭǸƐŜ ƎƛǊŜƴ Ϧ5{T !Ǌ-DŜ ¸ǀƴŜǊƎŜǎƛέƴŜ ƎǀǊŜ ǇƭŀƴƭŀƴƳŀƪǘŀ ǾŜ ȅǀƴŜǘƛƭƳŜƪǘŜŘƛǊΦ 

!ȅǊƤŎŀΣ ŀǊŀǒǘƤǊƳŀ-ƎŜƭƛǒǘƛǊƳŜ œŀƭƤǒƳŀƭŀǊƤƴŘŀ ǸƴƛǾŜǊǎƛǘŜƭŜǊƭŜ ǾŜ ŘƛƐŜǊ ŀǊŀǒǘƤǊƳŀ ƪǳǊǳƭǳǒƭŀǊƤȅƭŀ 

όŜƴǎǘƛǘǸƭŜǊƭŜύ ƛǒōƛǊƭƛƐƛƴŜ ǀȊŜƭ ǀƴŜƳ ǾŜǊƛƭƳŜƪǘŜŘƛǊΦ  

3)  9ƐƛǘƛƳ 4ŀƭƤǒƳŀƭŀǊƤ 

DaiǊŜ .ŀǒƪŀƴƭƤƐƤƳƤȊŘŀΣ 5{TΩƴƛƴ ƳŜǊƪŜȊ ǾŜ ǘŀǒǊŀ ǘŜǒƪƛƭŀǘƭŀǊƤƴŘŀ ƛƘǘƛȅŀœ Řǳȅǳƭŀƴ ƭŀōƻǊŀǘǳǾŀǊ ƛǒƭŜǘƳŜŎƛƭƛƐƛΣ 

ŀǊŀǒǘƤǊƳŀ-ƎŜƭƛǒǘƛǊƳŜΣ ƪŀƭƛǘŜ ȅǀƴŜǘƛƳ ǎƛǎǘŜƳƭŜǊƛ ǾŜ ƭŀōƻǊŀǘǳǾŀǊ ŀƪǊŜŘƛǘŀǎȅƻƴǳ ƛƭŜ ƛƭƎƛƭƛ ƪƻƴǳƭŀǊŘŀ œŜǒƛǘƭƛ 

ŘǸȊŜȅƭŜǊŘŜ ŜƐƛǘƛƳƭŜǊ ŘǸȊŜƴƭŜƴƳŜƪǘŜŘƛǊΦ  

AȅǊƤŎŀΣ ƘŜǊ ȅƤƭ ŘǸȊŜƴƭƛ ƻƭŀǊŀƪΣ œŜǒƛǘƭƛ ŀƭŀƴƭŀǊŘŀΣ ǸƴƛǾŜǊǎƛǘŜƭŜǊ ǾŜ ŘƛƐŜǊ ƛƭƎƛƭƛ ƪǳǊǳƳ ǾŜ ƪǳǊǳƭǳǒƭŀǊƭŀ ƛǒōƛǊƭƛƐƛ 
ƛœŜǊƛǎƛƴŘŜΣ ǳƭǳǎŀƭ ǾŜ ǳƭǳǎƭŀǊŀǊŀǎƤ ǎŜƳǇƻȊȅǳƳƭŀǊ ȅŀǇƤƭƳŀƪǘŀΣ ōƛƭƎƛ ǇŀȅƭŀǒƤƳƤƴŀ ƪŀǘƪƤŘŀ ōǳƭǳƴǳƭƳŀƪǘŀŘƤǊΦ 

5ŀƛǊŜ .ŀǒƪŀƴƭƤƐƤƳƤȊƭŀ ƛƭƎƛƭƛ ƎǸƴŎŜƭ ōƛƭƎƛƭŜǊŜ Ǿe sunulan hizmetlere http://takk.dsi.gov.tr adresinden 

ŜǊƛǒŜōƛƭƛǊǎƛƴƛȊΦ    

http://www.dsi.gov.tr/docs/mevzuatlar/ar-ge_yonergesi.pdf?sfvrsn=4
http://takk.dsi.gov.tr/
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6. 5ŜƴŜȅ tǊƻƎǊŀƳƤƴƤƴ ¢ŀǎŀǊƤƳƤ ǾŜ ¦ȅƎǳƭŀƴƳŀǎƤ 
 

5ŜǾƭŜǘ {ǳ TǒƭŜǊƛ DŜƴŜƭ aǸŘǸǊƭǸƐǸ, ¢Ŝƪƴƛƪ !ǊŀǒǘƤǊƳŀ ǾŜ YŀƭƛǘŜ YƻƴǘǊƻƭ 5ŀƛǊŜǎƛ .ŀǒƪŀƴƭƤƐƤ, Beton 
LaboǊŀǘǳǾŀǊƤ  ǳōŜ aǸŘǸǊƭǸƐǸ ǘŀǊŀŦƤƴŘŀƴ ƻǊƎŀƴƛȊŜ ŜŘƛƭŜƴ ǾŜ ¢ǸǊƪ !ƪǊŜŘƛǘŀǎȅƻƴ YǳǊǳƳǳ ǘŀǊŀŦƤƴŘŀƴ 5{T-
TAKK-LAK-YT-BETON-нлнл ƪƻŘǳ ƛƭŜ ŘǳȅǳǊǳǎǳ ȅŀǇƤƭƳƤǒ ƻƭŀƴ ά[ŀōƻǊŀǘǳǾŀǊƭŀǊ !ǊŀǎƤ YŀǊǒƤƭŀǒǘƤǊƳŀ 
5ŜƴŜȅƭŜǊƛ tǊƻƎǊŀƳƤέ ōŜǘƻƴΣ ōŜǘƻƴ ōƻǊŘǸǊ ǘŀǒƤΣ ōŜǘƻƴ ǇŀǊƪŜ ǘŀǒƤΣ ŀƎǊŜƎŀΣ œƛƳŜƴǘƻ ǾŜ ōŜǘƻƴ ƪƛƳȅŀǎŀƭ 
ƪŀǘƪƤ ŘŜƴŜȅ ŀƭŀƴƭŀǊƤƴŘŀ ά¢{ 9b L{hκL9/ мтлпо ά¦ȅƎǳƴƭǳƪ ŘŜƐŜǊƭŜƴŘƛǊƳŜǎƛ ς ̧ ŜǘŜǊƭƛƭƛƪ ŘŜƴŜȅƛ ƛœƛƴ ƎŜƴŜƭ 
ǒŀǊǘƭŀǊέ ǎǘŀƴŘŀǊŘƤƴŀ ǳȅƎǳƴ ƻƭŀǊŀƪ elli iki (52) ƭŀōƻǊŀǘǳǾŀǊƤƴ ƪŀǘƤƭƤƳƤ ƛƭŜ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳƛǒ ƻƭǳǇ ŘŜƴŜȅ 
ǎƻƴǳœƭŀǊƤƴƤȊŀ ŀƛǘ ŘŜƐŜǊlendirmeler bu raporda (Lab. No:01605/20-64) ǾŜǊƛƭƳƛǒǘƛǊΦ  

7. Yeterlilik Numunesinin IŀȊƤǊƭŀƴƳŀǎƤΣ IƻƳƻƧŜƴƭƛƐƛ ǾŜ YŀǊŀǊƭƤƭƤƪ 

5ŜƐŜǊƭŜƴŘƛǊƳŜƭŜǊƛ 
 

LAK-¸¢ ǇǊƻƎǊŀƳƤ ƪŀǇǎŀƳƤƴŘŀΣ ƪŀǘƤƭƤƳŎƤƭŀǊŀΤ 

¶ Agrega numuneleri; 
o лΣр ƳƳΣ ŀƴƳŀ ōƻȅǳǘƭŀǊƤƴŘŀΣ 
o 5-мр ƳƳΣ ŀƴƳŀ ōƻȅǳǘƭŀǊƤƴŘŀ, 
o 15-нр ƳƳ ŀƴƳŀ ōƻȅǳǘƭŀǊƤƴŘŀΣ  
o 25-тр ƳƳ ŀƴƳŀ ōƻȅǳǘƭŀǊƤƴŘŀ 

¶ {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛΤ 
o мрлȄмрлȄмрл ƳƳ ŀƴƳŀ ōƻȅǳǘƭǳ ōŜǘƻƴ ƪǸǇΣ 
o 150x300 mm anma boyutlu beton silindir, 
o мрлȄмрлȄслл ƳƳ ŀƴƳŀ ōƻȅǳǘƭŀǊƤƴŘŀΣ 

¶ 4ƛƳŜƴǘƻ ƴǳƳǳƴŜƭŜǊƛΣ 

¶ .Ŝǘƻƴ ƪƛƳȅŀǎŀƭ ƪŀǘƪƤ ƴǳƳǳƴŜƭŜǊƛΣ 

¶ Betƻƴ ōƻǊŘǸǊ ǘŀǒƤ ƴǳƳǳƴŜƭŜǊƛΣ 

¶ .Ŝǘƻƴ ǇŀǊƪŜ ǘŀǒƤ ƴǳƳǳƴŜƭŜǊƛ ƎǀƴŘŜǊƛƭƳƛǒǘƛǊΦ 
 

bǳƳǳƴŜƭŜǊ 5{T ¢!YY 5ŀƛǊŜǎƛ .ŀǒƪŀƴƭƤƐƤ .Ŝǘƻƴ ƭŀōƻǊŀǘǳǾŀǊƤ  ǳōŜ aǸŘǸǊƭǸƐǸ ǘŀǊŀŦƤƴŘŀƴΣ ŘŜƴŜȅƭŜǊ ƛœƛƴ 

gerekli olan miktarlarda ƘŀȊƤǊƭŀƴŀǊŀƪ ƪŀǘƤƭƤƳŎƤƭŀǊŀ ƎǀƴŘŜǊƛƭƳƛǒǘƛǊΦ !ƎǊŜƎŀΣ œƛƳŜƴǘƻ ǾŜ beton kimyasal 

ƪŀǘƪƤ ƴǳƳǳƴŜƭŜǊƛ ƛœƛƴ ƴǳƳǳƴŜƭŜǊΣ ŘŜƴŜȅ ǘŜƪǊŀǊƤƴŀ ȅŜǘŜŎŜƪ ƳƛƪǘŀǊƭŀǊŘŀ ƘŀȊƤǊƭŀƴƳƤǒǘƤǊΦ  

LAK-¸¢ ǇǊƻƎǊŀƳƤƴŘŀ ƪǳƭƭŀƴƤƭŀƴ ŘŜƴŜȅ ƴǳƳǳƴŜƭŜǊƛΣ ƪŀǘƤƭƤƳŎƤ ǇŜǊŦƻǊƳŀƴǎƤƴŀ ƴǳƳǳƴŜŘŜƴ ƪŀȅƴŀƪƭŀƴŀƴ 

ŜǘƪƛƭŜǊƛƴ ƳǸƳƪǸƴ ƻƭŘǳƐǳƴŎŀ ƻǊǘŀŘŀƴ ƪŀƭŘƤǊƤƭƳŀǎƤ ŀƳŀŎƤ ƛƭŜ laōƻǊŀǘǳǾŀǊƭŀǊƤƳƤȊŘŀ ƎŜǊŜƪƭƛ 

ƘƻƳƻƧŜƴƭŜǒǘƛǊƳŜ ƛǒƭŜƳƭŜǊƛƴŜ ǘŀōƛ ǘǳǘǳƭƳŀƪ ǎǳǊŜǘƛ ƛƭŜ ƘŀȊƤǊƭŀƴƳƤǒǘƤǊΦ IŀȊƤǊƭŀƴŀƴ ƴǳƳǳƴŜƭŜǊ ǸȊŜǊƛƴŘŜΣ ¢{ 

L{h морну ǎǘŀƴŘŀǊŘƤƴŘŀ ōŜƭƛǊǘƛƭŜƴ άƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ƛœƛƴ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ƪǊƛǘŜǊƭŜǊƛέ ǇǊƻǎŜŘǸǊǸ 

ŘƻƐǊǳƭǘǳǎǳƴŘŀ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ǘŜǎǘƭŜǊƛ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳƛǒǘƛǊΦ   

¶ IƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ǘŜǎǘƭŜǊƛΣ ƪŀǘƤƭƤƳŎƤ ǎŀȅƤǎƤƴŘŀƴ ŦŀȊƭŀ ǎŀȅƤŘŀ ƘŀȊƤǊƭŀƴŀƴ ƴǳƳǳƴŜƭŜǊ ŀǊŀǎƤƴŘŀƴ 
rastgele ve Ŝƴ ŀȊ мл ŀŘŜǘ ƴǳƳǳƴŜ ǎŜœƛƭmek sureti ile ȅŀǇƤƭƳƤǒǘƤǊΦ 
 

¶ IƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ǘŜǎǘƭŜǊƛΣ LAK-YT parametresine ait nuƳǳƴŜ ǘƛǇƛƴƛƴ ŜƭǾŜǊŘƛƐƛ ŘǳǊǳƳƭŀǊŘŀΣ 
ǘŜƪǊŀǊƭŀƴŀōƛƭƛǊƭƛƪ ƪƻǒǳƭƭŀǊƤƴŘŀΣ ƘŜǊ ōƛǊ ƴǳƳǳƴŜ ƛœƛƴ ƛƪƛ ǘŜƪǊŀǊƭƤ ŘŜƴŜȅ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳŜƪ ǎǳǊŜǘƛ ƛƭŜ 
ȅŀǇƤƭƳƤǒǘƤǊΦ  
 

¶ IƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ǘŜǎǘƭŜǊƛΣ ǇŀǊŀƳŜǘǊŜȅŜ ŀƛǘ ƴǳƳǳƴŜ ǘƛǇƛƴƛƴ ǳȅƎǳƴ ƻƭƳŀŘƤƐƤ ŘǳǊǳƳƭŀǊŘŀ 
όǘŀƘǊƛōŀǘƭƤ ƳǳŀȅŜƴŜ ȅǀƴǘŜƳƭŜǊƛύ ƛǎŜ ǘŜƪǊŀǊƭŀƴŀōƛƭƛǊƭƛƪ ƪƻǒǳƭƭŀǊƤƴŘŀΣ ƘŜǊ ōƛǊ ƴǳƳǳƴŜ ƛœƛƴ ǘŜƪǊŀǊǎƤȊ 
tek deney sunucu veya ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ƻǊǘŀƭŀƳŀǎƤ ǸȊŜǊƛƴŘŜƴ ŜƭŘŜ ŜŘƛƭŜƴ ǾŜǊƛƭŜǊƛƴ 
ŘŜƐŜǊƭŜƴŘƛǊƛƭƳŜǎƛ ǎǳǊŜǘƛ ƛƭŜ ȅŀǇƤƭƳƤǒǘƤǊΦ 
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¶ IƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ǘŜǎǘ ǎƻƴǳœƭŀǊƤƴƤƴ ŘŜƐŜǊƭŜƴŘƛǊƛƭƳŜǎƛƴŘŜΣ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ όˋptύ ŘŜƐŜǊƛ 
olarak, ƳŜǾŎǳǘ ƻƭƳŀǎƤ ƘŀƭƛƴŘŜ ƛƭƎƛƭƛ ŘŜƴŜȅ ǎǘŀƴŘŀǊǘƤƴŘŀ ǾŜǊƛƭŜƴ ƪŜǎƛƴƭƛƪ ǾŜǊƛƭŜǊƛƴŘŜƴ 
ȅŀǊŀǊƭŀƴƤƭƳƤǒǘƤǊΦ YŜǎƛƴƭƛƪ ǾŜǊƛǎƛ ƳŜǾŎǳǘ ƻƭƳŀƳŀǎƤ ƘŀƭƛƴŘŜ ƛǎŜ ƪŀǘƤƭƤƳŎƤ ǎƻƴǳœƭŀǊƤƴŀ ŀƛǘ !ƭƎƻǊƛǘƳŀ 
A -Robust istatistiksel analiz ile eƭŘŜ ŜŘƛƭŜƴ ǎŀƐƭŀƳ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ŘŜƐŜǊƛ όǎϝύ  ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ  

 

¶ Homojenlik test verileri ƛœƛƴ iki tekrarlƤ ŘŜƴŜȅ ƎŜǊœŜƪƭŜǒǘƛǊƛƭŜōƛƭŜƴ ƴǳƳǳƴŜ ǘƛǇƭŜǊƛƴŘŜ ŀȅƪƤǊƤ 
ŘŜƐŜǊ ǘŜǎǇƛǘƛ ƛœƛƴ Cochran Test ƳŜǘƻŘǳ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ 

 

¶ IƻƳƻƧŜƴƭƛƪ ǘŜǎǘ ǾŜǊƛƭŜǊƛ ƛœƛƴ ƛƪƛ ǘŜƪǊŀǊlƤ ŘŜƴŜȅ ƎŜǊœŜƪƭŜǒǘƛǊƛƭŜƳŜȅŜƴ ƴǳƳǳƴŜ ǘƛǇƭŜǊƛƴŘŜ ƛǎŜ ŀȅƪƤǊƤ 
ŘŜƐŜǊ ǘŜǎǇƛǘƛ ƛœƛƴ Grubbs Test ƳŜǘƻŘǳ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ 
 

¶ IƻƳƻƧŜƴƭƛƪ ǘŜǎǘ ǀrneklemlerine ait standart sapma ŘŜƐŜǊƛ, LAK-¸¢ ǇǊƻƎǊŀƳƤƴŀ ŀƛǘ deney 
ǇŀǊŀƳŜǘǊŜƭŜǊƛ ƛœƛƴ ǎǘŀƴŘŀǊǘ ƪŜǎƛƴƭƛƪ ǾŜǊƛƭŜǊƛƴŘŜ ȅŜǊ ŀƭŀƴ standart sapma ǾŜȅŀ ƪŀǘƤƭƤƳŎƤ ŘŜƴŜȅ 
ǎƻƴǳœƭŀǊƤƴŀ ŀƛǘ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ p̀t ǾŜȅŀ ǎŀƐƭŀƳ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ όǎϝύ   ƛƭŜ ƪŀǊǒƤƭŀǒǘƤǊƤƭƳƤǒǘƤǊΦ ǎǎ Җ 
лΣо ˋpt ƻƭƳŀǎƤ durumunda ȅŜǘŜǊƭƛƪ ǘŜǎǘƛ ǀƐŜƭŜǊƛ ȅŜǘŜǊƛƴŎŜ ƘƻƳƻƧŜƴ ƪŀōǳƭ edilmektedir. 
 

bǳƳǳƴŜ ƪŀǊŀǊƭƤƭƤƐƤƴƤƴ ƪŀǘƤƭƤƳŎƤ ǇŜǊŦƻǊƳŀƴǎƤ ǸȊŜǊƛƴŜ ŜǘƪƛǎƛƴŜ ȅǀƴŜƭƛƪ ƻƭŀǊŀƪ ƛǎŜ ǎŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ 
ƴǳƳǳƴŜƭŜǊƛ ƛœƛƴ ƴǳƳǳƴŜƭŜǊƛƴ ǘǸƳ ƪŀǘƤƭƤƳŎƤƭŀǊ ǘŀǊŀŦƤƴŘŀƴ ŀȅƴƤ ǘŀǊƛƘǘŜ ŘŜƴŜȅŜ ǘŀōƛ ǘǳǘǳƭǳȅƻǊ ƻƭƳŀǎƤ 
nedeni ile ƪŀǊŀǊƭƤƭƤƪ ǘŜǎǘƛ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳŜǎƛ ƎŜǊŜƐƛ ƎǀǊǸƭƳŜƳƛǒǘƛǊΦ !ƎǊŜƎŀ ƴǳƳǳƴŜƭŜǊƛ ƛœƛƴ [!K-YT 
ǇǊƻƎǊŀƳƤƴŘŀ ȊŀƳŀƴƭŀ ŘŜƐƛǒƛƳ ƎǀǎǘŜǊŜōƛƭŜŎŜƪ ōƛǊ ŘŜƴŜȅ ǇŀǊŀƳŜǘǊŜǎƛ ōǳƭǳƴƳŀŘƤƐƤƴŘŀƴ ƪŀǊŀǊƭƤƭƤƪ ǘŜǎǘƛ 
ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳŜǎƛ ƎŜǊŜƐƛ ƎǀǊǸƭƳŜƳƛǒǘƛǊΦ 4ƛƳŜƴǘƻ ƴǳƳǳƴŜƭŜǊƛ ƛœƛƴ ƛǎŜ [!Y-¸¢ ǇǊƻƎǊŀƳ ǎǸǊŜǎƛƴƛƴ ƪƤǎŀ 
ƻƭƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ƪŀǊŀǊƭƤƭƤƪ ǘŜǎǘƛ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳŜǎƛ ƎŜǊŜƐƛ ƎǀǊǸƭƳŜƳƛǒǘƛǊΦ 
 
Homojenlik ƪƻƴǘǊƻƭǸ ǘŜǎǘƭŜǊƛƴŜ ŀƛǘ ŀȅƪƤǊƤ ŘŜƐŜǊ ƪƻƴǘǊƻƭǸ ƛœƛƴ ȅŀǇƤƭŀƴ /ƻŎƘǊŀƴ ¢Ŝǎǘ- Grubbs Test 

ǎƻƴǳœƭŀǊƤ ǾŜ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ œŀƭƤǒƳŀƭŀǊƤƴŀ ŀƛǘ ŘŜƐŜǊƭŜƴŘƛǊƳŜƭŜǊ ŀǒŀƐƤŘŀ ǾŜǊƛƭƳƛǒǘƛǊΦ 
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7.1. {ŜǊǘƭŜǒƳƛǒ .Ŝǘƻƴ bǳƳǳƴŜƭŜǊƛ Homojenlik KontrolǸ 

 
{ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛnde ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ƛœƛƴ ά.ŀǎƤƴœ 5ŀȅŀƴƤƳƤƴƤƴ ¢ŀȅƛƴƛΣ ¢{ 9b 

12390-оέ ŘŜƴŜȅƛ ǊŜŦŜǊŀƴǎ ŀƭƤƴƳƤǒǘƤǊΦ 5ŜƴŜȅƭŜǊ мрлȄмрлȄмрл ƳƳ ŀƴƳŀ ōƻȅǳǘƭǳ ōŜǘƻƴ ƪǸǇ ƴǳƳǳƴŜƭŜǊƛ 

ǸȊŜǊƛƴŘŜ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳƛǒǘƛǊΦ 

LAK-¸¢ ǇǊƻƎǊŀƳƤ ƛœƛƴ ƘŀȊƤǊƭŀƴƳƤǒ ƻƭŀƴ мрлȄмрлȄмрл ƳƳ ŀƴƳŀ ōƻȅǳǘƭǳ ōŜǘƻƴ ƪǸǇ 

ƴǳƳǳƴŜƭŜǊƛƴŘŜƴ ǊŀǎǘƎŜƭŜ ǀǊƴŜƪƭŜƳŜ ƳŜǘƻŘǳ ƛƭŜ м0 grup όоΩŜǊ ŀŘŜǘύ ƴǳƳǳƴŜ ƘƻƳƻƧŜƴƭƛƪ ǘŜǎǘƭŜǊƛ ƛœƛƴ 

ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ .ŀǎƤƴœ ŘŀȅŀƴƤƳƤ ŘŜƴŜȅƛ ƛœƛƴ ƘŜǊ ōƛǊ ƴǳƳǳƴŜȅŜ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳŎǳ ƪŜƴŘƛ ƴǳƳǳƴŜǎƛƴƛ ǘŜƳǎƛƭ 

ŜŘŜŎŜƐƛƴŘŜƴ ƛƪƛ ǘŜƪǊŀǊƭƤ ǘŜǎǘ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳŜǎƛ ƳǸƳƪǸƴ ƻƭƳŀƳŀƪǘŀŘƤǊΦ Deney sonucu olarak her bir 

ƎǊǳǇ ƛœƛƴ ƻǊǘŀƭŀƳŀ ŘŜƐŜǊ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ 

 

4ƛȊŜƭƎŜ  1 - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 

 

 

4ƛȊŜƭƎŜ  2 - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ŀȅƪƤǊƤ ŘŜƐŜǊ ǘŜǎǇƛǘƛ όDǊǳōōǎ ¢Ŝǎǘύ 

!ȅƪƤǊƤ ŘŜƐŜǊƭŜǊ ƛœƛƴ DǊǳōōǎ ǘŜǎǘƛ κ Tƪƛ ǳœƭǳ ǘŜǎǘΥ 
  

D όƘŜǎŀǇƭŀƴŀƴ ŘŜƐŜǊύ 2,274 

D όƪǊƛǘƛƪ ŘŜƐŜǊύ 2,290 

p-ŘŜƐŜǊƛ ό¢ǿƻ-tailed) 0,056 

alfa 0,05 

Test Yorumu; 
H0Υ ±ŜǊƛƭŜǊŘŜ ŀȅƪƤǊƤ ŘŜƐŜǊ ȅƻƪ  
IŀΥ aƛƴƛƳǳƳ ǾŜȅŀ ƳŀƪǎƛƳǳƳ ŘŜƐŜǊ ōƛǊ ŀȅƪƤǊƤ ŘŜƐŜǊŘƛǊ  
IŜǎŀǇƭŀƴŀƴ Ǉ ŘŜƐŜǊƛΣ ŀƭŦŀ Ґ лΣлр ŀƴƭŀƳƭƤƭƤƪ ŘǸȊŜȅƛƴŘŜƴ ōǸȅǸƪ ƻƭŘǳƐǳ ƛœƛƴ ǎƤŦƤǊ ƘƛǇƻǘŜȊƛ I0 
reddedilemez. 

5ŜƐŜǊƭŜƴŘƛǊƳŜΥ !ȅƪƤǊƤ ŘŜƐŜǊ ōǳƭǳƴƳŀƳŀƪǘŀŘƤǊ 

Analiz No

Numune 1, 

aŀƪǎƛƳǳƳ YƤǊƤƭƳŀ ¸ǸƪǸΣ

kN

Numune 2, 

aŀƪǎƛƳǳƳ YƤǊƤƭƳŀ ¸ǸƪǸΣ

kN

Numune 3, 

aŀƪǎƛƳǳƳ YƤǊƤƭƳŀ ¸ǸƪǸΣ

kN

Ortalama 

Deney  

{ƻƴǳœƭŀǊƤΣ atŀ

1 1076.8 1124.4 948.2 46.7

2 1094.3 1007 947.4 45.2

3 957.8 1183.6 971.6 46.1

4 1094.2 983.5 1030.2 46.0

5 1148.6 1038.7 962.4 46.7

6 1097.4 1083.2 971.5 46.7

7 1151.6 960.7 1034.9 46.6

8 954.2 1066.4 1082.3 46.0

9 1051.8 963.7 1122.5 46.5

10 994.3 1108.1 1156 48.3

Ortalama

Median

Standart Sapma

Standart Sapma Yüzdesi, sr %

¢{ 9b мнофлπо {ǘŀƴŘŀǊǘƤƴŘŀ ¦ȅŀǊƭƤƪ 

 ŀǊǘƭŀǊƤ Tœƛƴ ±ŜǊƛƭŜƴ {ǘŀƴŘŀǊǘ {ŀǇƳŀ 

Yüzdesi, sr % 

IƻƳƻƧŜƴƭƛƪ YƻƴǘǊƻƭǸΣ ǎǎ Җ лΣо ˋpt

Homojen 

{ŜǊǘƭŜǒƳƛǒ .Ŝǘƻƴ bǳƳǳƴŜƭŜǊƛƴŘŜ .ŀǎƤƴœ 5ŀȅŀƴƤƳƤƴƤƴ ¢ŀȅƛƴƛ

TS EN 12390-3

150x150x150 mm Anma Boyutlu

.Ŝǘƻƴ YǸǇ bǳƳǳƴŜǎƛ

46.2

46.4

0.53

1.15

4.7

0,53  Ò  0,3*(4,7*46,2/100)=0,651
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7.2. Taze Beton NuƳǳƴŜƭŜǊƛ IƻƳƻƧŜƴƭƛƪ YƻƴǘǊƻƭǸ 

 
¢ŀȊŜ ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛƴŘŜ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ƛœƛƴ ά.Ŝǘƻƴ - Taze beton deneyleri - .ǀƭǸƳ нΥ 

4ǀƪƳŜ όǎƭǳƳǇύ ŘŜƴŜȅƛ, TS EN 12350-2έ ǊŜŦŜǊŀƴǎ ŀƭƤƴƳƤǒǘƤǊΦ  

LAK-¸¢ ǇǊƻƎǊŀƳƤ ƛœƛƴ ƘŀȊƤǊƭŀƴƳƤǒ ƻƭŀƴ ŀƎǊŜƎŀ ǾŜ œƛƳŜƴǘƻ ƴǳƳǳƴŜƭŜǊƛƴŘŜƴ ǊŀǎǘƎŜƭŜ ǀǊƴŜƪƭŜƳŜ 

ƳŜǘƻŘǳ ƛƭŜ мл ƎǊǳǇ ƴǳƳǳƴŜ ƘƻƳƻƧŜƴƭƛƪ ǘŜǎǘƭŜǊƛ ƛœƛƴ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ bǳƳǳƴŜƭŜǊ ƛƭŜ ƪŀǊƤǒƤƳ ƻǊŀƴƭŀǊƤ 

ǾŜ ƳŜǘƻŘǳ ƪŀǘƤƭƤƳŎƤƭŀǊŀ ōƛƭŘƛǊƛƭƳƛǒ ƻƭŀƴ мл ŀŘŜǘ ōŜǘƻƴ ƪŀǊƤǒƤƳƤ ƘŀȊƤǊƭŀƴƳƤǒǘƤǊΦ IŜǊ ōƛǊ ƪŀǊƤǒƤƳŘŀƴ н 

ǘŜƪǊŀǊƭƤ œǀƪƳŜκǎƭŀƳǇ ŘŜƴŜȅƛ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳƛǒǘƛǊΦ  

 

4ƛȊŜƭƎŜ  3- 4ǀƪƳŜ όǎƭǳƳǇύ ŘŜƴŜȅƛ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ, (TS ISO 13528) 

 

 

4ƛȊŜƭƎŜ  4 -Taze ōŜǘƻƴ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ŀȅƪƤǊƤ ŘŜƐŜǊ ǘŜǎǇƛǘƛ όCochran-C Test) 

C (hesŀǇƭŀƴŀƴ ŘŜƐŜǊύ 0,533 

C όƪǊƛǘƛƪ ŘŜƐŜǊύ 0,801 

p-ŘŜƐŜǊƛ όǘŜƪ ȅǀƴƭǸ) 0,846 

5ŜƐŜǊƭŜƴŘƛǊƳŜΥ !ȅƪƤǊƤ ŘŜƐŜǊ ōǳƭǳƴƳŀƳŀƪǘŀŘƤǊ 

0.533<0.801 Homojen 

 

Analiz No

1

2

3

4

5

6

7

8

9

10

Ortalama, xt,1, xt,2,xt , 44.0 47.0 45.50 5.00 50.00

Median 40.0 50.0 45.0 5.0 50.0

Standart Sapma sr 5.16sr 4.83sx 3.69 5.27sw 52.70

Standart Sapma Yüzdesi, sr %

sr, 

% 11.74

sr, 

% 10.28

sx, 

% 8.11 105.41 105.41

Varyans 26.67 23.33 13.61 27.78 2777.78

Örneklem içi standart sapma, sw

mǊƴŜƪƭŜƳƭŜǊ ŀǊŀǎƤ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀΣ ǎs

¸ŜǘŜǊƭƛƪ ǘŜǎǘƭŀǊƛƴŜ ŀƛǘ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀΣˋpt

0,3*Yeterlik testlarine ait standart 

ǎŀǇƳŀΣлΣоϝˋpt

IƻƳƻƧŜƴƭƛƪ YƻƴǘǊƻƭǸΣ ǎǎ Җ лΣо ˋpt

Homojen 

0

100

18.980

5,00  Ò  5,694

40.0

45.0

40

40

5.694

0

10

5ŜƴŜȅ  {ƻƴǳœƭŀǊƤ ŦŀǊƪƤΣ                        

(Wt=xt,1 - xt,2)                                                                    

mm

5ŜƴŜȅ  {ƻƴǳœƭŀǊƤ ŦŀǊƪƤΣ                        

Wt
2                                                                   

mm2

100

100

0

10

10

0

0

0

100

100

0

0

0

45.0

45.0

50.0

10

10

0

45.0

45.0

50.0

40.0

50.0

50

40

50

50

50

50

40

50

Taze Beton Deneyleri

.Ŝǘƻƴ π ¢ŀȊŜ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ π .ǀƭǸƳ нΥ 4ǀƪƳŜ όǎƭǳƳǇύ ŘŜƴŜȅƛΣ ¢{ 9b мнорлπн

5.0000

0.8960

Numune 1,                                                                                    

xt,1

mm

Numune 2,                                

xt,2                                                                 

mm

hǊǘŀƭŀƳŀ 5ŜƴŜȅ  {ƻƴǳœƭŀǊƤΣ 

(xt=xt,1 + xt,2)/2                                     

mm

40

40

50

40

50

50

40

50

40

50
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7.3. !ƎǊŜƎŀ bǳƳǳƴŜƭŜǊƛ IƻƳƻƧŜƴƭƛƪ YƻƴǘǊƻƭǸ 

 
Agrega ƴǳƳǳƴŜƭŜǊƛƴŘŜ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ƛœƛƴ άMineral agregalarda 0,075 mm dŜƴ ƎŜœŜƴ 

ƛƴŎŜ ƳŀŘŘŜ ƳƛƪǘŀǊƤΣ !{¢a /ммтέ  deneyi ǊŜŦŜǊŀƴǎ ŀƭƤƴƳƤǒǘƤǊΦ  

LAK-¸¢ ǇǊƻƎǊŀƳƤ ƛœƛƴ ƘŀȊƤǊƭŀƴƳƤǒ ƻƭŀƴ agrega ƴǳƳǳƴŜƭŜǊƛƴŘŜƴ ǊŀǎǘƎŜƭŜ ǀǊƴŜƪƭŜƳŜ ƳŜǘƻŘǳ ƛƭŜ 

мл ƎǊǳǇ ƴǳƳǳƴŜ ƘƻƳƻƧŜƴƭƛƪ ǘŜǎǘƭŜǊƛ ƛœƛƴ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ Her bir numune ǸȊŜǊƛƴŘŜ н ǘŜƪǊŀǊƭƤ ince 

madde tayini ŘŜƴŜȅƛ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳƛǒǘƛǊΦ  

 

4ƛȊŜƭƎŜ  5- aƛƴŜǊŀƭ ŀƎǊŜƎŀƭŀǊŘŀ лΣлтр ƳƳ ŘŜƴ ƎŜœŜƴ ƛƴŎŜ ƳŀŘŘŜ ƳƛƪǘŀǊƤ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΣ 
(TS ISO 13528) 

 

 

4ƛȊŜƭƎŜ  6- Agrega ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ŀȅƪƤǊƤ ŘŜƐŜǊ ǘŜǎǇƛǘƛ ό/ƻŎƘǊŀƴ-C Test) 

/ όƘŜǎŀǇƭŀƴŀƴ ŘŜƐŜǊύ 0,701 

/ όƪǊƛǘƛƪ ŘŜƐŜǊύ 0,816 

p-ŘŜƐŜǊƛ όǘŜƪ ȅǀƴƭǸύ 0,249 

5ŜƐŜǊƭŜƴŘƛǊƳŜΥ !ȅƪƤǊƤ ŘŜƐŜǊ ōǳƭǳƴƳŀƳŀƪǘŀŘƤǊ 

0.600<0.816 Homojen 

 

Analiz No

1

2

3

4

5

6

7

8

9

10

Ortalama, xt,1, xt,2,xt , 15,1 15,1 15,11 0,08 0,01

Median 15,1 15,1 15,1 0,1 0,0

Standart Sapma sr 0,06sr 0,05sx 0,03 0,05sw 0,01

Standart Sapma Yüzdesi, sr %

sr, 

% 0,42

sr, 

% 0,31

sx, 

% 0,18 62,80 121,24

Varyans 0,0 0,0 0,0 0,0 0,0

Örneklem içi standart sapma, sw

mǊƴŜƪƭŜƳƭŜǊ ŀǊŀǎƤ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀΣ ǎs

¸ŜǘŜǊƭƛƪ ǘŜǎǘƭŀǊƛƴŜ ŀƛǘ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀΣˋpt

0,3*Yeterlik testlarine ait standart 

ǎŀǇƳŀΣлΣоϝˋpt

IƻƳƻƧŜƴƭƛƪ YƻƴǘǊƻƭǸΣ ǎǎ Җ лΣо ˋpt

Homojen 

0,0004

0,0049

0,206

0,184 Ò  0,206

15,13

15,17

15,14

15,2 15,13

0,685

0,07

5ŜƴŜȅ  {ƻƴǳœƭŀǊƤ ŦŀǊƪƤΣ                        

(Wt=xt,1 - xt,2)                                                                    

mm

5ŜƴŜȅ  {ƻƴǳœƭŀǊƤ ŦŀǊƪƤΣ                        

Wt
2                                                                   

mm2

0,0289

0,0081

0,0036

0,17

0,09

0,06

0,0064

0,0016

0,0025

0,0289

0,003615,13

0,05

0,17

0,06

0,02

15,10

0,08

0,04

15,11

15,12

15,19 15,11

15,09

15,10

15,07

Agrega Deneyleri

aƛƴŜǊŀƭ ŀƎǊŜƎŀƭŀǊŘŀ лΣлтр ƳƳ ŘŜƴ ƎŜœŜƴ ƛƴŎŜ ƳŀŘŘŜ ƳƛƪǘŀǊƤΣ !{¢a /ммт

0,067

0,184

Numune 1,                                                                                    

xt,1

mm

Numune 2,                                

xt,2                                                                 

mm

hǊǘŀƭŀƳŀ 5ŜƴŜȅ  {ƻƴǳœƭŀǊƤΣ 

(xt=xt,1 + xt,2)/2                                     

mm

15,02

15,13

15,07

15,03

15,08

15,13

15,2

15,16

15,04

15,13

15,11

15,12

15,03

15,1

15,12

15,08
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7.4. 4ƛƳŜƴǘƻ bǳƳǳƴŜƭŜǊƛ IƻƳƻƧŜƴƭƛƪ YƻƴǘǊƻƭǸ 

 
4ƛƳŜƴǘƻ ƴǳƳǳƴŜƭŜǊƛƴŘŜ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ƛœƛƴ ά4ƛƳŜƴǘƻ ŘŜƴŜȅ ȅǀƴǘŜƳƭŜǊƛ - .ǀƭǸƳ сΥ 

TƴŎŜƭƛƪ ǘŀȅƛƴƛ ό.ƭŀƛƴŜύΣ ¢{ 9b мфс-6έ ǊŜŦŜǊŀƴǎ ŀƭƤƴƳƤǒǘƤǊΦ  

LAK-¸¢ ǇǊƻƎǊŀƳƤ ƛœƛƴ ƘŀȊƤǊƭŀƴƳƤǒ ƻƭŀƴ œƛƳŜƴǘƻ ƴǳƳǳƴŜƭŜǊƛƴŘŜƴ ǊŀǎǘƎŜƭŜ ǀǊƴŜƪƭŜƳŜ ƳŜǘƻŘǳ 

ile 10 grup numune ƘƻƳƻƧŜƴƭƛƪ ǘŜǎǘƭŜǊƛ ƛœƛƴ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ Her bir numune ǸȊŜǊƛƴŘŜ н ǘŜƪǊŀǊƭƤ incelik 

tayini ŘŜƴŜȅƛ ƎŜǊœŜƪƭŜǒǘƛǊƛƭƳƛǒǘƛǊΦ  

 

4ƛȊŜƭƎŜ  7- TƴŎŜƭƛƪ ǘŀȅƛƴƛ ό.ƭŀƛƴŜύ  ŘŜƴŜȅƛ ƘƻƳƻƧŜƴƭƛƪ ƪƻƴǘǊƻƭǸ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΣ ό¢{ L{h морнуύ 

 

 

4ƛȊŜƭƎŜ  8- 4ƛƳŜƴǘƻ ƴǳƳǳƴŜƭŜǊƛ ƘƻƳƻƧŜƴƭƛƪ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ŀȅƪƤǊƤ ŘŜƐŜǊ ǘŜǎǇƛǘƛ ό/ƻŎƘǊŀƴ-C Test) 

/ όƘŜǎŀǇƭŀƴŀƴ ŘŜƐŜǊύ 0,600 

/ όƪǊƛǘƛƪ ŘŜƐŜǊύ 0,816 

p-ŘŜƐŜǊƛ όǘŜƪ ȅǀƴƭǸύ 0,580 

5ŜƐŜǊƭŜƴŘƛǊƳŜΥ !ȅƪƤǊƤ ŘŜƐŜǊ ōǳƭǳƴƳŀƳŀƪǘŀŘƤǊ. 

0.600<0.816 Homojen 

Analiz No

1

2

3

4

5

6

7

8

9

10

Ortalama, xt,1, xt,2,xt , 3870,0 3871,0 3870,50 9,00 130,00

Median 3870,0 3870,0 3870,0 10,0 100,0

Standart Sapma sr 6,67sr 8,76sx 4,97 7,38sw 149,44

Standart Sapma Yüzdesi, sr %

sr, 

% 0,17

sr, 

% 0,23

sx, 

% 0,13 81,98 114,96

Varyans 44,4 76,7 24,7 54,4 22333,3

Örneklem içi standart sapma, sw

mǊƴŜƪƭŜƳƭŜǊ ŀǊŀǎƤ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀΣ ǎs

¸ŜǘŜǊƭƛƪ ǘŜǎǘƭŀǊƛƴŜ ŀƛǘ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀΣˋpt

0,3*Yeterlik testlarine ait standart 

ǎŀǇƳŀΣлΣоϝˋpt

IƻƳƻƧŜƴƭƛƪ YƻƴǘǊƻƭǸΣ ǎǎ Җ лΣо ˋpt

3860

3880

3880

3870

3860

4ƛƳŜƴǘƻ 5ŜƴŜȅƭŜǊƛ

4ƛƳŜƴǘƻ ŘŜƴŜȅ ȅǀƴǘŜƳƭŜǊƛ π .ǀƭǸƳ сΥ TƴŎŜƭƛƪ ǘŀȅƛƴƛ ό.ƭŀƛƴŜύΣ ¢{ 9b мфсπс

8,1

0,900

Numune 1,                                                                                    

xt,1

mm

Numune 2,                                

xt,2                                                                 

mm

hǊǘŀƭŀƳŀ 5ŜƴŜȅ  {ƻƴǳœƭŀǊƤΣ 

(xt=xt,1 + xt,2)/2                                     

mm

3870

3880

3870

3870

3860

3870

3870

3870

3870

3870

3880

3880 3875,0

3875,0

3870,0

3865,0

3870,0

10

20

3875,0

3875,0

3870,0

10

10

0

20

0

5ŜƴŜȅ  {ƻƴǳœƭŀǊƤ ŦŀǊƪƤΣ                        

(Wt=xt,1 - xt,2)                                                                    

mm

5ŜƴŜȅ  {ƻƴǳœƭŀǊƤ ŦŀǊƪƤΣ                        

Wt
2                                                                   

mm2

100

100

0

10

10

0

100

400

100

100

0

Homojen 

400

0

85,563

0,900  Ò  85,563

3870,0

3860,0

3880

3860 3860

285,210
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8. YŀǘƤƭƤƳŎƤƭŀǊƤƴ {ƻƴǳœƭŀǊƤ 

8.1. ¢ŀȊŜ ǾŜ ǎŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  9 - ¢ŀȊŜ ǾŜ ǎŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 

 

 

9ƐƛƭƳŜŘŜ 4ŜƪƳŜ 

5ŀȅŀƴƤƳƤΣ                                                          

TS EN 12390-5

.Ŝǘƻƴ ǘŀōŀƴŎŀǎƤ 

ƛƭŜ ōŀǎƤƴœ 

ŘŀȅŀƴƤƳƤ ǘŀȅƛƴƛ                                

TS EN 12504-2

{ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ 

ȅƻƐǳƴƭǳƪ ό5Y¸ύ 

tayini                             

TS EN 12390-7

{ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ǎǳ 

ŜƳƳŜ ƻǊŀƴƤ  ǘŀȅƛƴƛ                         

TS EN 12390-7

{ǳ TǒƭŜƳŜ 

5ŜǊƛƴƭƛƐƛ ¢ŀȅƛƴƛΣ                                                                                                

TS EN 12390-8

Karot numuneler- 

Karot alma, muayene 

ǾŜ ōŀǎƤƴœ 

ŘŀȅŀƴƤƳƤƴƤƴ ǘŀȅƛƴƛ                                   

TS EN 12504-1

{ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴǳƴ  

ƪƭƻǊǸǊ ƛȅƻƴƭŀǊƤ 

penetrasyonuna 

direncinin tayini,         

ASTM C1202

4ǀƪƳŜ ό{ƭŀƳǇύ 

Deneyi,                                                                                           

TS EN 12350-2

IŀǾŀ ƛœŜǊƛƐƛƴƛƴ 

ǘŀȅƛƴƛ π .ŀǎƤƴœ 

¸ǀƴǘŜƳƛΣ                                             

TS EN 12350-7

Birim 

ƪǸǘƭŜκ¸ƻƐǳƴƭǳƪ 

tayini                                                                                

TS EN 12350-6

150x150x150 

mm                   

.Ŝǘƻƴ YǸǇ 

150x300 mm   

Beton Silindir 

Numunesi,                                      

150x150x150 

mm                   

.Ŝǘƻƴ YǸǇ 

150x300 mm   

Beton Silindir 

Numunesi,                                      

L1 36,7

L2 45,0 33,0 3,50 3,65 27,0

L3 4,6 51 2296 21 45 45,1 0,6 2351

L4

L5 44,9

L6 49,3 32,1 3,70 26,0 36 35,9

L7 44,6 35,6 33,0

L8 50,6 28,0 4,0 3,7 3,5 2313

L9 44,6 3,40 2285

L10 44,6 3,49 50 2,3

L11

L12

L13 45,6 2330 40 2350

L14 49,8 47,4 3,20 3,56

L15 43,5 3,77 2,4 2340

L16 43,8

L17 44,4 35,2 3,66 3,57

L18 44,7 4,00

L19 44,3 3,8 30,0

L20 47,9 33,8

L21 35,6 27,1 27,7 2332 25,000 37 37 35,0 2318

L22 38,2 25,9 28,9 2340 27,000 36 36 39,0 2346

L23 48,5 30,2

L24 46,1 35,7 3,68 1,8 2,3

L25 47,7

L26 43,6 35,7 3,65 3,60 24,0

L27 44,2 39,6 3,05 2310

L28

L29

L30

L31

L32

L33 44,6 35,3 3,70 3,14 5 2,3 2381

L34

L35

L36

L37 33,9 2290 45 45 4

L38 46,2

L39 49,9 32,3 3,57 28,0 36 36 50 2,4 2360

L40 48,1 39,4 3,53 2,6 2

L41 45,3

L42 29,0 2290 41 41 4

L43 2,85

L44 3,05

L45

L46 46,8 33,5 3,81 3,49 28,0

L47 90 1,6 2360

L48 10,0 1,5 2368,6

L49

L50

L51 44,5 35,1 3,85 3,35 26,0 26 26,2 1,9 2,0 2355

L52 46,2 28,2 3,45 3,30 4,9 33,4 2340 37,0 32 32,3 2612,0

L53 46,7 22,0 47 6291,0

LABORATUVAR 

KODU

¢!½9 .9¢hb 59b9¸[9wT

kN kg/m3

MPa MPa

MPa

MPa MPa

.Ŝǘƻƴ .ŀǎƤƴœ 5ŀȅŀƴƤƳƤΣ                                                                  

TS EN 12390-3

mm %

¸ŀǊƳŀŘŀ 4ŜƪƳŜ 5ŀȅŀƴƤƳƤΣ ¢{ 

EN 12390-6

% kg/m3mm MPa Coulombs

{9w¢[9 aT  .9¢hb 59b9¸[9wT
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8.2. ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b 

933-1 ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  10- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 

 

 

8.3. ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ !{¢a 

C136 ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  11- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ASTM C136 

 L5, L6, L7, L8, L10, L11, L13, L14, L15, L18, L19, L20, L24, L25, L26, L33, L41, L46, L51 kodu ile verilen 

ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΤ ǎƻƴǳœƭŀǊƤƴΣ ŘŜƴŜȅ ƳŜǘƻŘǳƴŀ ŀƛǘ ƻƭŀǎƤ ŘŜƴŜȅ ǎƻƴǳœ ŀǊŀƭƤƐƤƴŀ uygun 

ƻƭƳŀƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ !{¢a /мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ Dmaks = 12,5 mm ve 

ŀƭǘƤƴŘŀƪƛ ŀƎǊŜƎŀƭŀǊ ƛœƛƴ ǀƴŎŜ !{¢a /ммт ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŜŘŘŜ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ȅŀǇƤƭƳŀƭƤŘƤǊΦ ASTM 

/мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ŜƭŜƪƭŜǊŘŜƴ ƎŜœŜƴ ό҈ ƎŜœŜƴύ ŘŜƐŜǊƭŜǊƛΣ !{¢a /ммт ǎǘŀƴŘŀǊdƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŀŘŘŜ 

ǘŀȅƛƴƛ ŘŜƴŜȅ ǎƻƴǳŎǳ ƛƭŀǾŜ ŜŘƛƭŜǊŜƪ ƘŜǎŀǇƭŀƴƳŀƭƤŘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ  

15-25 mm

 Agrega Sēnēfē -

 31,5 mm

15-25 mm 

Agrega Sēnēfē -

 16,0 mm

5-15 mm 

Agrega Sēnēfē -

 8,0 mm

0-5 mm

 Agrega Sēnēfē -

 4,0 mm

0-5 mm 

Agrega Sēnēfē -

 2,0 mm

0-5 mm

 Agrega Sēnēfē - 

1,0 mm

0-5 mm

 Agrega Sēnēfē - 

0,500 mm

0-5 mm

 Agrega Sēnēfē - 

0,250 mm

0-5 mm

 Agrega Sēnēfē - 

0,125 mm

0-5 mm

 Agrega Sēnēfē - 

0,063 mm

L3 100 76 85 98 63 45 24 14

L21 98,75 47,68 0,83 96,04 63,51 47,97 36,04 27,97 19,94 14,6

L23 100 74,1 86,5 97,8 73 52,8 37,2 22,4 10,6 2,2

L27 100 70 80 97 68 49 36 27 20 14,1

L31 100 69 91 97 71 51 39 29 21,0 16,1

L46 100 77,9 87,1 99,7 63,1 46,7 28,9 15,1 7,1 0,18

L47 100 71 69 94 68 49 34 25 20 17,4

L48 100 67 86 99 77 57 46 34 23 16,7

L52 99 69 75 97 64 45 33 25 18 13,5

L53 100 55 78 98 75 49 34 27 22 17,1

LABORATUVAR 

KODU

0-5 mm, 5-15 mm, 15-25 mm                                                                                                                                                                                                                                                                                                                                                  

Toplamalē Elekten Ge­en, %

AGREGA TANE DAĴILIMI DENEY SONU¢LARI,                                                                                                     

TS EN 933-1

15-25 mm 

Agrega Sēnēfē - 

25,4 mm

15-25 mm 

Agrega Sēnēfē - 

19,01 mm

15-25 mm 

Agrega Sēnēfē - 

12,54 mm

5-15 mm 

Agrega Sēnēfē - 

9,52 mm

0-5 mm

 Agrega Sēnēfē - 

4,76 mm

0-5 mm

 Agrega Sēnēfē - 

2,36 mm

0-5 mm

 Agrega Sēnēfē - 

1,18 mm

0-5 mm

 Agrega Sēnēfē - 

0,590 mm

0-5 mm

 Agrega Sēnēfē - 

0,295 mm

0-5 mm

 Agrega Sēnēfē - 

0,149 mm

0-5 mm

 Agrega Sēnēfē - 

0,075 mm

L5 100 89 42 100 72 47 27 14 6 2,9

L6 100 97 39 95 99 76 53 38 28 18 9,9

L7 100 91 46 94 100 73 52 36 25 14 8,3

L8 100 89 40 94 100 73 51 37 27 17 9,0

L10 99 74 17 87 99 74 52 35 23 15 9,5

L11 99 86 34 92 100 70 46 28 16 8 4,0

L13 100 91 47 95 99 69 45 29 18 9 2,2

L14 100 82 28 90 100 76 52 32 18 9 4,1

L15 100 91 47 96 99 62 34 17 7 2 0,8

L16 99 89 40 92 99 73 50 37 28 21 15,7

L17 100 86 26 94 100 79 59 45 33 24 18,0

L18 100 89 37 31 100 72 48 33 20 10 3,8

L19 100 83 25 96 100 78 56 38 22 10 4,7

L20 100 81 27 93 100 71 47 28 16 8 3,9

L24 100 82 32 93 100 73 47 30 16 8 3,5

L25 99 87 34 95 99 69 44 28 17 9 4,7

L26 100 85 23 91 100 75 53 39 29 20 12,4

L33 100 81 28 90 100 76 51 32 18 9 3,9

L39 100 89 38 94 99 73 51 37 28 20 15,3

L40 100 84 35 91 99 74 51 38 28 20 15,0

L41 100 94 35 91 99 78 56 39 22 10 3,9

L46 100 91 50 95 100 76 54 40 29 19 11,6

L51 100 90 42 93 100 77 55 39 26 15 7,9

L52 100 91 35 97 100 72 51 38 29 21 15,6

LABORATUVAR 

KODU

AGREGA TANE DAĴILIMI DENEY SONU¢LARI,                                                                                                     

ASTM C136

0-5 mm, 5-15 mm, 15- 25 mm                                                                                                                                                                                                                                                                                                                                                 

Toplamalē Elekten Ge­en, %
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8.4. !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-1 
 

4ƛȊŜƭƎŜ  12- !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-1 

 

Tane yoĵunluĵu, 

(Doygun Kuru Y¿zey)                                                                                  

TS EN 1097-6                                                                                                

(0-5 mm)

Tane yoĵunluĵu, 

(Et¿v Kurusu)                                                                                                        

TS EN 1097-6                                                                                                                             

(0-5 mm)

Su Emme Oranē,                                                                                                     

TS EN 1097-6                                                                                               

(0-5 mm)

Gevĸek Yēĵēn Yoĵunluĵu,                                                                                               

TS EN 1097-3                                                                                                   

(0-5 mm)

Agrega Boĸluk Oranē,                                                                                                                              

TS EN 1097-3                                                                                                                              

(0-5 mm)

Tane yoĵunluĵu, 

(Doygun Kuru Y¿zey)                              

TS EN 1097-6                     

(5-15 mm)

Tane yoĵunluĵu, 

(Et¿v Kurusu)                              

TS EN 1097-6                 

(5-15 mm)

Su Emme Oranē,                

TS EN 1097-6                

(5-15 mm)

Gevĸek Yēĵēn 

Yoĵunluĵu,                                 

TS EN 1097-3            (5-

15 mm)

Agrega Boĸluk Oranē,                              

TS EN 1097-3             

(5-15 mm)

Tane yoĵunluĵu, 

(Doygun Kuru Y¿zey)                              

TS EN 1097-6                     

(15-25 mm)

Tane 

yoĵunluĵu, 

(Et¿v Kurusu)                              

TS EN 1097-6                 

(15-25 mm)

Su Emme Oranē,                

TS EN 1097-6                

(15-25 mm)

Gevĸek Yēĵēn 

Yoĵunluĵu,                                 

TS EN 1097-3            

(15-25 mm)

Agrega Boĸluk 

Oranē,                              

TS EN 1097-3             

(15-25 mm)

L1

L2

L3 2,66 2,64 2,8 2,67 2,65 0,9 2,67 2,65 0,8

L4

L5

L6

L7

L8

L9 2,62 2,58 1,8 1,68 29 2,64 2,62 0,9 1,49 43 2,69 2,62 0,9 1,48 41

L10

L11

L12

L13

L14

L15

L16

L17

L18

L19

L20

L21 2,66 2,63 1,3 1,44 2,64 2,62 0,9 1,64

L22

L23 1,72 28 1,52 35 1,52 40

L24

L25

L26

L27 2,66 2,64 0,9 1,62 39 2,66 2,64 0,8 1,49 43

L28

L29

L30

L31 1,75 2,65 2,63 0,9 1,50 43

L32 2,62 2,57 1,7 1,56 39 2,68 2,65 0,8 1,49 44

L33

L34

L35 2,62 2,54 3,0 2,64 2,62 0,8

L36

L37

L38 2,65 2,63 1,0 1,57 2,64 2,63 0,7 1,47

L39 2,61 2,58 1,3

L40

L41

L42

L43 2,63 2,59 1,7 2,65 2,63 0,8 1,53 42

L44 2,64 2,59 1,8 1,49 43 2,66 2,64 0,9 1,50 43

L45 2,67 2,65 0,6

L46 2,61 2,59 1,0 1,65 34 2,65 2,63 1,0 1,45 46

L47 2,68 2,66 1,0 1,56 41 2,65 2,63 0,8 1,50 43 2,68 2,66 0,5 1,55 42

L48 2,66 2,64 0,8 1,48 44 2,68 2,66 0,9 1,50 43 2,67 2,65 0,7 1,48 44

L49

L50

L51

L52 2,64 2,66 0,8 1,70 35 2,65 2,66 0,6 1,52 42 2,65 2,67 0,7 1,53 42

L53 2,65 2,62 1,1 1,65 37 2,67 2,65 1,59 40 2,68 2,67 0,4 1,57 41

LABORATUVAR 

KODU

AGREGA FĶZĶKSEL DENEY SONU¢LARI 1                                                                                    

Agregalarēn mekanik ve fiziksel ºzellikleri i­in deneyler bºl¿m 6: Tane yoĵunluĵu ve su emme oranēnēn tayini, TS EN 1097-6                                                                                                                                                                                                                                                                                                                                               

Agregalarēn mekanik ve fiziksel ºzellikleri i­in deneyler bºl¿m 3: Gevĸek yēĵēn yoĵunluĵunun ve boĸluk hacmi oranēnēn tayini, TS EN 1097-3
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8.5. !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-2 
 

4ƛȊŜƭƎŜ  13- !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-2 

 

 

 

Baĵēl yoĵunluk, (Doygun 

Kuru Y¿zey)                                                                     

ASTM C128

Baĵēl yoĵunluk, (Et¿v 

Kurusu)                              

ASTM C128

Su Emme Oranē,                

ASTM C128

Sēkēĸēk Yēĵēn Yoĵunluĵu,                                                                                                                      

ASTM C29

Agrega Boĸluk Oranē 

(Sēkēĸēk),                                                                                                                               

ASTM C29

Gevĸek Yēĵēn Yoĵunluĵu,                                                                                                        

ASTM C29

Agrega Boĸluk Oranē 

(Gevĸek),                                                                                                

ASTM C29

Baĵēl yoĵunluk, (Doygun 

Kuru Y¿zey)                              

ASTM C127

Baĵēl yoĵunluk, (Et¿v 

Kurusu)                              

ASTM C127

Su Emme Oranē,                

ASTM C127

Sēkēĸēk Yēĵēn Yoĵunluĵu,                                 

ASTM C29

Agrega Boĸluk Oranē 

(Sēkēĸēk),                              

ASTM C29

Gevĸek Yēĵēn Yoĵunluĵu,                                

ASTM C29

Agrega Boĸluk Oranē 

(Gevĸek),                              

ASTM C29

Baĵēl yoĵunluk, (Doygun 

Kuru Y¿zey)                              

ASTM C127

Baĵēl yoĵunluk, (Et¿v 

Kurusu)                              

ASTM C127

Su Emme Oranē,                

ASTM C127

Sēkēĸēk Yēĵēn Yoĵunluĵu,                                 

ASTM C29

Agrega Boĸluk Oranē             

(Sēkēĸēk),                              

ASTM C29

Gevĸek Yēĵēn Yoĵunluĵu,                                

ASTM C29

Agrega Boĸluk Oranē              

(Gevĸek),                              

ASTM C29

L1

L2 2,60 2,54 2,3 1540 41 2,66 2,63 1,2 1460 44 2,67 2,64 1,0 1450

L3

L4 2,57 2,52 1,8 2,64 2,62 0,9

L5 2,59 2,54 2,0 2,67 2,65 0,7

L6 2,61 2,58 2,6 1910 26 1770 31 2,62 2,60 1,1 1630 37,0 1500 42 2,67 2,65 0,7 1600 39,0 1480 44

L7 2,56 2,48 2,7 1490 40 2,66 2,64 0,9 1520 42 2,67 2,65 0,8 1560 41

L8 2,61 2,56 2,0 1900 25 1730 32 2,66 2,64 0,9 1650 37,0 1500 43 2,66 2,64 0,7 1640 38,0 1490 43

L9

L10 2,59 2,54 2,0 1490 41 2,67 2,65 0,7 1480 41 2,68 2,66 0,7 1470 44

L11 2,49 2,53 1,7 1400 44 2,64 2,66 0,9 1460 44 2,64 2,66 0,8 1520 42

L12

L13 2,58 2,52 2,5 1490 41 2,66 2,63 0,9 1540 41 2,67 2,65 0,9 1530 42

L14 2,53 2,46 2,9 1520 21 2,65 2,63 0,8 1460 13 2,65 2,63 0,8 1450 13

L15 2,57 2,49 3,2 1460 42 2,66 2,63 1,0 1490 43 2,66 2,64 0,8 1490 43

L16 2,61 2,56 2,2 2,65 2,63 0,9 2,66 2,64 0,8

L17 2,55 2,48 2,8 2,64 2,62 1,0 2,65 2,63 0,8

L18 2,61 2,55 2,5 1550 39 2,65 2,63 1,0 1500 43

L19 2,56 2,46 3,8 1430 44 2,66 2,62 0,9 1440 46 2,66 2,64 0,9

L20 2,60 2,54 2,5 1400 45 2,68 2,67 0,6 1500 44 2,66 2,64 0,7 1500 43

L21

L22

L23

L24 2,58 2,52 2,5 1510 40 2,65 2,63 0,9 1540 41 2,65 2,64 0,7 1510 42

L25 2,59 2,53 2,4 2,66 2,64 0,7 2,67 2,65 0,7

L26 2,58 2,52 2,6 1980 21 1680 33 2,66 2,64 0,7 1670 37,0 1540 42 2,65 2,63 0,8 1680 36,0 1540 41

L27 2,66 2,63 0,9 2,66 2,64 0,9 2,66 2,64 0,8

L28

L29

L30

L31

L32

L33 2,58 2,51 2,7 1740 31 1500 41 2,66 2,65 0,7 1650 38,0 1550 41 2,67 2,65 0,7 1630 39,0 1530 42

L34

L35

L36

L37

L38

L39 2,63 2,57 2,5 1740 32 1540 40 2,67 2,65 0,7 1670 37,0 1500 43 2,66 2,64 0,8 1710 35,0 1530 42

L40 2,58 2,6 2,66 0,9 2,67 0,8

L41 2,62 2,57 2,0 1720 33 1530 40 2,66 2,64 0,7 1650 38,0 1490 44 2,68 2,66 0,8 1610 39,0 1450 45

L42

L43

L44

L45

L46 2,59 2,53 2,4 1650 33 2,65 2,63 0,8 1450 41 2,68 2,66 0,8 1450 41

L47

L48

L49

L50

L51 2,57 2,51 2,6 1750 31 1500 41 2,66 2,64 0,9 1650 37,0 1550 41 2,67 2,64 0,9 1650 39,0 1550 42

L52 2,58 2,53 2,2 1950 23 1700 33 2,67 2,65 0,9 1670 37 1510 43 2,67 2,65 0,8 1680 36 1540 42

LABORATUVAR 

KODU

0-5 mm 5-15 mm 15-25 mm

AGREGA FĶZĶKSEL DENEY SONU¢LARI 2                                                                                    

Ķnce AgregalardaYoĵunluk, Baĵēl Yoĵunluk ve Su Emme Oranē Tayini, ASTM C128

Ķri AgregalardaYoĵunluk, Baĵēl Yoĵunluk ve Su Emme Oranē Tayini, ASTM C127

Yēĵēn Yoĵunluĵunun (gevĸek ve/veya sēkēĸēk) ve boĸluk oranēnēn tayini, ASTM C29
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8.6. !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-3 
 

4ƛȊŜƭƎŜ  14- !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-3 

 

 

 

 

Los Angeles                                                                                         

TS EN 1097-2

Los Angeles                                                                                                    

TS EN 1097-2/EK-A 

Balast

Los Angeles-100 devir                                                                                                                       

(ASTM C131)

Los Angeles-500 devir                                                                                                                       

(ASTM C131)

Los Angeles                                                                                                                       

(ASTM C535)

Dona Dayanēklēlēĵēn Kimyasal 

Yºntemle Tayini,                                                                                                                   

(Sodyum S¿lfat Ķle)                                                                              

(0-5 mm Agrega Sēnēfē)                                                                        

ASTM C88

Dona Dayanēklēlēĵēn Kimyasal 

Yºntemle Tayini,                                                                                                                                    

(Sodyum S¿lfat Ķle)                                                                             

(5-15 mm Agrega Sēnēfē)                                                                        

ASTM C88

Metilen Mavisi Deneyi,                                                                                                          

TS EN 933-9

Ķnce Madde Oranē, 200#,                                                                                                    

(0-5 mm Agrega Sēnēfē)                                                                                 

(ASTM C117)

Ķnce Madde Oranē, 200#,                                                                                                     

(5-15 mm Agrega Sēnēfē)                                                                                        

(ASTM C117)

Ķnce Madde Oranē, 200#,                                                                                                                  

(15-25 mm Agrega Sēnēfē)                                                                                        

(ASTM C117)

Agregalarēn potansiyel 

alkali reaktivitesinin tayini                                                                                                                     

(har­ ­ubuĵu yºntemi-14 

G¿nl¿k Deney Sonucu),                                                                                                                   

TS 13516; ASTM C1260

Agregalarēn potansiyel 

alkali reaktivitesinin tayini                                                                                                                     

(har­ ­ubuĵu yºntemi-28 

G¿nl¿k Deney Sonucu),                                                                               

TS 13516; ASTM C1260

Baĵlayēcē malzemeler ve agrega 

karēĸēmlarēnēn potansiyel alkali 

silika reaktivitesinin tayini                                                                                                                                 

(hēzlandērēlmēĸ har­ ­ubuĵu 

yºntemi-14 G¿nl¿k Deney 

Sonucu),                                                                                                                                                                            

TS 13517; ASTM C 1567

Baĵlayēcē malzemeler ve agrega 

karēĸēmlarēnēn potansiyel alkali 

silika reaktivitesinin tayini                                                                                                             

(hēzlandērēlmēĸ har­ ­ubuĵu 

yºntemi-28 G¿nl¿k Deney 

Sonucu),                                                                                                                                                                                    

TS 13517; ASTM C 1567

Agregalarēn termal ve 

bozunma ºzellikleri i­in 

deneyler - Bºl¿m 2:                                                                                          

Magnezyum s¿lfat deneyi,                                                                                              

10 mm < D < 14 mm                                                                                                                                                   

TS EN 1367-2

ķekil indisi SI,                                                                                                      

5-15 mm Agrega Sēnēfē                                                                                                                     

TS EN 933-4

ķekil indisi SI,                                                                                                            

15-25 Agrega Sēnēfē                                                                                                                                                 

TS EN 933-4

Yassēlēk indisi FI,                                                                                                         

5-15 Agrega Sēnēfē                                                                                                                               

TS EN 933-3

Yassēlēk indisi FI,                                                                                                   

15-25 Agrega Sēnēfē                                                                                                                                                          

TS EN 933-3

Organik Madde Tayini                                                                                                                                   

(Potansiyel Humus 

Varlēĵēnēn Tayini),                                                                                                                                                  

TS EN 1744-1

Beton Agregalarēnda Hafif 

Kirleticilerin Tayini,                                                                                                                                                                

TS EN 1744-1

Suda ¢ºz¿nebilir Klor¿r Muhtevasē,                                                                                                 

Mohr Yºntemi Kullanēlarak Suda 

¢ºz¿nebilen Klor¿r Tuzlarēnēn Tayini                                                                     

(Alternatif Yºntem)                                                                      

TS EN 1744-1

Asitte ¢ºz¿nebilir 

S¿lfat Muhtevasē

TS EN 1744-1

Toplam K¿k¿rt 

Tayini

TS EN 1744-1

L1 - 0.50 0.110 0.160 0.050

L2 3 16 3 3 2.2 16.0

L3 19 2.5 2.5

L4

L5 3 16 14.9 0.3

L6 3 17 2 1 2.0 15.0 0.4 0.3 0.15 0.28

L7 16 3 16 1 1 2.0 15.0 0.4 0.8

L8 3 17 8 4 0.5 16 0.5 0.4

L9 16 1.8 0.39 0.57 2.0 2.0 2.0 4.0 4.6  (-) 0.10

L10 2 14 2 1 14.0

L11 4 18 1 2 2.0 15.0 0.6 0.4

L12 16 3.2

L13 3 16 3 2 2,2 15 0.5 0.4

L14 3 17 2.3

L15 3 16 1.9 15.0 0.4 0.4

L16 3 16 2.0 15.6 0.3 0.2

L17 3 17 2 1 2.0 15.0

L18 3 17 2 1 2.0 17.1 0.4 0.3

L19 3 16 2.0 15.5 0.3

L20 3 17 1 2 2.0 14.6 0.32 0.16

L21 16

L22

L23 15

L24 3 17 2 1 2.0 15.0 0.6 0.4

L25 3 16 16 1.8 14.5

L26 3 16 1 2.0 17.1 0.3 0.3

L27 14 30 4 18 31 4 3 3.0 15.0 0.3 0.4 0.38 0.55 0.26 0.37 4.0 3.0 4.0 5.0 5.0 0.001 0.020

L28

L29 15 29 4 16 30 0.19 0.28

L30 17

L31 13 27 3 14 27 2.3 8.0 5.0 4.0 4.0

L32 19 2.0 0.34 0.50 8.2 3.5 4.6

L33 3 15 1 2 2.1 14.3 0.6 0.5

L34 14 28 4.0

L35 3 18 10.0

L36 16 3.0

L37 15 3.3

L38 16 1.5 0.33 0.50 7.0 5.1 7.0

L39 15 3 17 2 1 2.1 15.2 0.3 0.2 3.6

L40 3 16 1 2.0 15.2

L41 3 16 1 0 1.7 15.0 0.3 0.2

L42

L43 14 5.0

L44 14 5.0

L45 16 2.5 5.8 5.2

L46 17 3 16 3 1 2.0 16.6 0.3 0.3 0.36 0.50 0.22 0.32

L47 18 2.0 3.9 6.1 A­ēk

L48 17 1.8 2.4 3.5 A­ēk

L49 18 2.0 5.0

L50

L51 3 17 1 1 2.0 14.0 0.5 0.5

L52 14 29 3 18 30 3 2 2.3 15.2 0.38 0.53 0.23 0.33 5.0 0.0 0.0 4.0 5.0 A­ēk 0.001 0.009 0.03

L53 15 1.7 0.25 0.14 2.4 4.0 7.0 (-) 0.10 0.001 0.030

LABORATUVAR 

KODU

AGREGA FĶZĶKSEL DENEY SONU¢LARI 3                                                                                    
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8.7. 4ƛƳŜƴǘƻ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  15- 4ƛƳŜƴǘƻ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 

 

 

8.8. 4ƛƳŜƴǘƻ YƛƳȅŀǎŀƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  16- 4ƛƳŜƴǘƻ Kimyasal 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 

 

 

 

 

¢imento Basēn­ Dayanēmē, 

(2 G¿n)                                                

TS EN 196-1 

¢imento Basēn­ Dayanēmē, 

(7 G¿n)                                                

TS EN 196-1 

¢imento Basēn­ Dayanēmē, 

(28 G¿n)                                                

TS EN 196-1 

¥zg¿l Y¿zey Tayini 

(Blaine),                                                                                    

TS EN 196-6

Standard Kēvam 

Tayini,                                                                                  

TS EN 196-3

Priz Baĸlangē­ S¿resi,                                                                          

TS EN 196-3

Priz Bitiĸ S¿resi,                                                                                                

TS EN 196-3

Genleĸme,                                                                                

TS EN 196-3

Yoĵunluk,                                                  

ASTM C188 ve dijital 

piknometre

Elek Kalēntēsē                        

(45 Mikron),                   

TS EN 196-6

Elek Kalēntēsē                            

(90 Mikron),                     

TS EN 196-6

L1

L2

L3

L4

L5

L6

L7

L8

L9

L10

L11

L12

L13

L14

L15

L16

L17

L18

L19

L20 28,8 47,7 58,3 3353 29,0 215 275 1,0 3,11 6,0 0,4

L21

L22

L23

L24

L25

L26

L27

L28

L29

L30

L31

L32

L33

L34

L35

L36

L37

L38

L39

L40

L41

L42

L43

L44

L45

L46

L47 30,3 45,8 56,2 3209 190 215 0,4 3,14 4,5 0,3

L48 25,0 41,0 54,3 3203 215 235 0,2 3,13 4,5 0,3

L49

L50 27,4 48,7 58,4 3680 29,2 180 230 1,0 3,10 3,7 0,3

L51

L52 29,4 47,7 58,5 3870 29,2 155 200 0,5 3,08 6,5 0,3

L53 27,2 44,1 52,6 210 300

LABORATUVAR 

KODU

¢ĶMENTO FĶZĶKSEL DENEY SONU¢LARI                                                                               

Kēzdērma Kaybē,                  

TS EN 196-2

¢ºz¿nmeyen Kalēntē,                

TS EN 196-2

Klor¿r Miktarē,             

TS EN 196-2

S¿lfat Miktarē,                                 

TS EN 196-2

Bileĸen (Toplam 

Katkē) Tayini,                                   

TSE CEN/TR  196-4                              

Toplam Alkali Tayini 

(Na2O+K2O.0,658),                        

TS EN 196-2

Ķzotermal kalorimetre 

cihazē ile ­imento 

hidratasyon ēsēsē tayini,         

TS EN 196-11

Ķzotermal kalorimetre 

cihazē ile ­imento 

hidratasyon ēsēsē 

tayini,                               

ASTM C1702

L52 2,698 0,695 0,023 2,880 95,011 0,804

L53 2,730 0,910

LABORATUVAR KODU

¢ĶMENTO KĶMYASAL DENEY SONU¢LARI                                                                               
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8.9. Beton Kimyasal YŀǘƪƤǎƤ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  17- .Ŝǘƻƴ YƛƳȅŀǎŀƭ YŀǘƪƤǎƤ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 

 

 

8.10. .Ŝǘƻƴ .ƻǊŘǸǊ ǾŜ tŀǊƪŜ ¢ŀǒƤ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 

4ƛȊŜƭƎŜ  18- .Ŝǘƻƴ .ƻǊŘǸǊ ǾŜ tŀǊƪŜ ¢ŀǒƤ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 

 

pH,                              

TS ISO 4316

Yoĵunluk,                                                  

TS 781 ISO 758 

Katē Madde,                    

TS EN 480-8

Suda ¢ºz¿nebilir 

Klor¿r,                               

TS EN 480-10 

Alkalinite,                                      

TS EN 480-12 

Kēlcal su emme                                         

TS EN 480-5

Priz s¿resi tayini                                        

TS EN 480-2

Kimyasal katkēlar- 

Beton, har­ ve ĸerbet 

i­in-Kēzēl ºtesi 

analizi(sēvē)                                     

TS EN 480-6

L52 2,698 0,695 0,023 2,880 95,011 0,804

L53 2,730 0,910

LABORATUVAR KODU

BETON KĶMYASAL KATKI DENEYLERĶ                                                                              

Su emme oranē tayini,                                             

TS 436 EN 1340

Eĵilmede ­ekme dayanēmē                                                                           

TS 436 EN 1340

Boyut ve gºr¿n¿ĸ, (Boy, 

mm)                                                                                                           

TS 2824 EN 1338

Boyut ve gºr¿n¿ĸ, (En, 

mm)                                                              

TS 2824 EN 1338

Su emme oranē tayini                    

TS 2824 EN 1338

Yarmada ­ekme dayanēmē                                                                                          

TS 2824 EN 1338

L1

L2

L3

L4

L5

L6

L7

L8

L9 5,8 3,3

L10

L11

L12

L13

L14

L15

L16

L17

L18

L19

L20

L21

L22

L23

L24

L25

L26

L27

L28

L29

L30

L31

L32

L33

L34

L35

L36

L37 6,6

L38

L39 9 198,3 81,14 2,6

L40

L41

L42

L43

L44

L45

L46

L47

L48

L49

L50

L51

L52 6 4,8 198,7 81,8 10 2,9

LABORATUVAR 

KODU

BETON BORD¦R VE PARKE TAķI DENEY SONU¢LARI                                                                               
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9. TǎǘŀǘƛƪǎŜƭ 5ŜƐŜǊƭŜƴŘƛǊƳŜ 
 

LAK-¸¢ tǊƻƎǊŀƳƤ ƪŀǇǎŀƳƤƴŘŀƪƛ ƘŜǊ ōƛǊ deneyin istatistiksel ŀƴŀƭƛȊƛ ƛœƛƴ ŀǘŀƴƳƤǒ ŘŜƐŜǊƭŜǊ ve standart 

ǎŀǇƳŀ ŘŜƐŜǊƭŜǊƛΣ ǇǊƻƎǊŀƳ ƪŀǘƤƭƤƳŎƤƭŀǊƤƴƤƴ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤƴƤƴ ƛǎǘŀǘƛǎǘƛƪǎŜƭ ŘŜƐŜǊƭŜƴŘƛǊƳŜǎƛ ƛƭŜ 

ōŜƭƛǊƭŜƴƳƛǒǘƛǊΦ {ǀȊ ƪƻƴǳǎǳ ƛǎǘŀǘƛǎǘƛƪǎŜƭ ŘŜƐŜǊƭŜƴŘƛǊƳŜƭŜǊ ƛœƛƴ άTS ISO 13528:2015 Laboratuvarlar ŀǊŀǎƤ 

ƪŀǊǒƤƭŀǒǘƤǊƳŀ ƛƭŜ ȅŜǘŜǊƭƛƭƛƪ ŘŜƴŜȅƛƴŘŜ ƪǳƭƭŀƴƤƭŀƴ ƛǎǘŀǘƛǎǘƛƪǎŜƭ ȅǀƴǘŜƳƭŜǊέ ǎǘŀƴŘŀǊŘƤƴŘŀ ōŜƭƛǊǘƛƭŜƴ 

ȅǀƴǘŜƳƭŜǊ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊ 

LAK-¸¢ ǾŜǊƛƭŜǊƛƴƛƴ ƛǎǘŀǘƛǎǘƛƪǎŜƭ ŘŜƐŜǊƭŜƴŘƛǊƳŜǎƛƴŘŜ ƪǳƭƭŀƴƤƭŀƴ ŀǘŀƴƳƤǒ ŘŜƐŜǊƭŜǊ ǾŜ standart sapma 
ŘŜƐŜǊƭŜǊƛƴƛƴ ōŜƭƛǊƭŜƴƳŜǎƛƴŘe TS ISO 13528:2015 ǎǘŀƴŘŀǊŘƤƴŘŀ ǾŜǊƛ ǎŀȅƤǎƤƴŀ ƎǀǊŜ ŦŀǊƪƭƤƭƤƪ ƎǀǎǘŜǊŜƴ 
ŘŜƐŜǊƭŜƴŘƛǊƳŜ ȅǀƴǘŜƳƭŜǊƛ ǾŜǊƛƭƳŜƪǘŜŘƛǊΦ .ǳ ǊŀǇƻǊŘŀ ƎŜǊœŜƪƭŜǒǘƛǊƛƭŜƴ ƛǎǘŀǘƛǎǘƛƪǎŜƭ ŘŜƐŜǊƭŜƴŘƛǊƳŜƭŜǊŘŜ 
ŀǒŀƐƤŘŀƪƛ ƳŜǘƻtƭŀǊ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ 
   
 

¶ ±ŜǊƛ ǎŀȅƤǎƤ <о ƻƭƳŀǎƤ ŘǳǊǳƳǳƴŘŀΤ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ȅŀǇƤƭƳŀŘŀƴ ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 
ǾŜǊƛƭƳƛǒǘƛǊΦ 
 

¶ ±ŜǊƛ ǎŀȅƤǎƤ =о ƻƭƳŀǎƤ ŘǳǊǳƳǳƴŘŀΤ ŀǘŀƴƳƤǒ ŘŜƐŜǊ ƻƭŀǊŀƪ ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ǾŜǊƛƭŜǊƛƴ ƻǊǘŀƴŎŀ ŘŜƐŜǊƛ 
med (x)Σ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ƛœƛƴ ƛǎŜ ŀǒŀƐƤŘŀƪƛ ŦƻǊƳǸƭƭŜǊ ƛƭŜ ƘŜsaplanan MADe(x) ŘŜƐŜǊƛ 
ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ 

              

 
 

¶ ±ŜǊƛ ǎŀȅƤǎƤ Ó4Òмн ƻƭƳŀǎƤ ŘǳǊǳƳǳƴŘŀΤ ŀǘŀƴƳƤǒ ŘŜƐŜǊ ƻƭŀǊŀƪ ǾŜǊƛƭŜǊƛƴ ƻǊǘŀƴŎŀ άƳŜŘ όȄύά ŘŜƐŜǊƛ 
ǾŜ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ŘŜƐŜǊƛ ƛœƛƴ ƛǎŜ ŀǒŀƐƤŘŀ ǾŜǊƛƭŜƴ ŦƻǊƳǸƭŀǎȅƻƴ ƛƭŜ ƘŜǎŀǇƭŀƴŀƴ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ 
ŘŜƐŜǊƛ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ 

 
 

¶ ±ŜǊƛ ǎŀȅƤǎƤ Ҕмн ƻƭƳŀǎƤ ŘǳǊǳƳǳƴŘŀΤ ŀǘŀƴƳƤǒ ŘŜƐŜǊ ƛœƛƴ !ƭƎƻǊƛǘƳŀ ! ƛƭŜ ƘŜǎŀǇƭŀƴŀƴ ƪŀǘƤƭƤƳŎƤƭŀǊƤƴ 
ŀǊƛǘƳŜǘƛƪ ƻǊǘŀƭŀƳŀǎƤ (ǎŀƐƭŀƳ ƻǊtalama, x*)Σ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ŘŜƐŜǊƛ ƛœƛƴ ƛǎŜ Algoritma A ile 
ƘŜǎŀǇƭŀƴŀƴ ƪŀǘƤƭƤƳŎƤƭŀǊƤƴ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ŘŜƐŜǊƛ όǎŀƐƭŀƳ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀΣ s*ύ ƪǳƭƭŀƴƤƭƳƤǒǘƤǊΦ 
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10. !ƴŀƭƛȊ {ƻƴǳœƭŀǊƤƴƤƴ 5ŜƐŜǊƭŜƴŘƛǊƛƭƳŜǎƛ 
 

¢ǸƳ ƪŀǘƤƭƤƳŎƤƭŀǊƤƴ ǎƻƴǳœƭŀǊƤ L{h морну {ǘŀƴŘŀǊŘƤƴŀ ǳȅƎǳƴ ƻƭŀǊŀƪ Ȋ- ǎƪƻǊǳ ŎƛƴǎƛƴŘŜƴ ōŜƭƛǊƭŜƴƳƛǒǘƛǊΦ  

z- ǎƪƻǊǳ ƘŜǎŀǇƭŀƳŀǎƤ ŀǒŀƐƤŘŀƪƛ ŦƻǊƳǸƭ ƪǳƭƭŀƴƤƭŀǊŀƪ ȅŀǇƤƭƳƤǒǘƤǊΤ  

 

 
 

CƻǊƳǸƭŘŜΤ  

zi: z skoru  

ȄƛΥ YŀǘƤƭƤƳŎƤ ǎƻƴǳŎǳ  

xptΥ !ǘŀƴƳƤǒ 5ŜƐŜǊ  

p̀tΥ ¸ŜǘŜǊƭƛƭƛƪ {ǘŀƴŘŀǊǘ ǎŀǇƳŀǎƤ  

 

¢ǸǊƪ !ƪǊŜŘƛǘŀǎȅƻƴ YǳǊǳƳǳΩƴǳƴ ό¢«wY!Yύ t тлп ƴǳƳŀǊŀƭƤ ¸ŜǘŜǊƭƛƭƛƪ 5ŜƴŜȅƭŜǊƛ ǾŜ [ŀōƻǊŀǘǳǾŀǊƭŀǊ !ǊŀǎƤ 

YŀǊǒƤƭŀǒǘƤǊƳŀ tǊƻƎǊŀƳƭŀǊƤ tǊƻǎŜŘǸǊǸƴŘŜ ά μ Ȋ μ Җ н ƭƛƳƛǘƛ ŘƤǒƤƴŘŀ ƪŀƭŀƴ Ȋ ǎƪƻǊƭŀǊƤ ōŀǒŀǊƤǎƤȊ ǎƻƴǳœƭŀǊ ƻlarak 

ŘŜƐŜǊƭŜƴŘƛǊƛƭƳŜƪǘŜ ƻƭǳǇΣ ŘǸȊŜƭǘƛŎƛ ŦŀŀƭƛȅŜǘ ŀœƤƭƳŀǎƤ ǾŜκǾŜȅŀ ŘǳǊǳƳǳƴ ƪƻƴǘǊƻƭ ŀƭǘƤƴŀ ŀƭƤƴŘƤƐƤƴƤƴ 

ƎǀǎǘŜǊƛƭƳŜǎƛ ōŜƪƭŜƴƳŜƪǘŜŘƛǊέ ƛŦŀŘŜǎƛ ȅŜǊ ŀƭƳŀƪǘŀŘƤǊΦ   
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11. tŀǊŀƳŜǘǊŜ .ŀȊƤƴdŀ !ƴŀƭƛȊ {ƻƴǳœƭŀǊƤ 
 

¢ǸƳ ǇŀǊŀƳŜǘǊŜƭŜǊŜ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΣ ǎƻƴǳœƭŀǊŀ ŀƛǘ ƛǎǘŀǘƛǎǘƛƪƛ ŘŜƐŜǊƭŜƴŘƛǊƳŜƭŜǊΣ ƘŜǎŀǇƭŀƴŀƴ 

ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ŘŜƐŜǊƭŜǊƛΣ ½-ǎƪƻǊǳ ŘŜƐŜǊƭŜǊƛ ǾŜ ½-ǎƪƻǊǳ ƎǊŀŦƛƪƭŜǊƛ ǇŀǊŀƳŜǘǊŜ ōŀȊƤƴŘŀ ŀǒŀƐƤŘŀƪƛ 

œƛȊŜƭƎŜƭŜǊŘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

11.1. ¢ŀȊŜ ǾŜ ǎŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  19- Beton - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻn deneyleri - .ǀƭǸƳ оΥ 5ŜƴŜȅ ƴǳƳǳƴŜƭŜǊƛƴƛƴ ōŀǎƤƴœ ŘŀȅŀƴƤƳƤƴƤƴ ǘŀȅƛƴƛΣ мрлȄмрлȄмрл ƳƳ 
ŀƴƳŀ ōƻȅǳǘƭǳ ōŜǘƻƴ ƪǸǇ ƴǳƳǳƴŜƭŜǊƛΣ ¢{ 9b мнофл-3 

   

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 -3,59 3,59 36,7 L1 L1

L2 -0,24 0,24 45,0 L2

L3 L3

L4 L4

L5 -0,28 0,28 44,9 L5

L6 1,49 1,49 49,3 L6

L7 -0,40 0,40 44,6 L7

L8 2,01 2,01 50,6 L8 L8

L9 -0,40 0,40 44,6 L9

L10 -0,40 0,40 44,6 L10

L11 L11

L12 L12

L13 -0,01 0,01 45,6 L13

L14 1,69 1,69 49,8 L14

L15 -0,85 0,85 43,5 L15

L16 -0,73 0,73 43,8 L16

L17 -0,48 0,48 44,4 L17

L18 -0,36 0,36 44,7 L18

L19 -0,52 0,52 44,3 L19

L20 0,93 0,93 47,9 L20

L21 -4,04 4,04 35,6 L21 L21

L22 -2,97 2,97 38,2 L22 L22

L23 1,17 1,17 48,5 L23

L24 0,20 0,20 46,1 L24

L25 0,85 0,85 47,7 L25

L26 -0,81 0,81 43,6 L26

L27 -0,56 0,56 44,2 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -0,40 0,40 44,6 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 0,22 0,22 46,2 L38

L39 1,73 1,73 49,9 L39

L40 1,01 1,01 48,1 L40

L41 -0,12 0,12 45,3 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0,48 0,48 46,8 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0,44 0,44 44,5 L51

L52 0,24 0,24 46,2 L52

L53 0,45 0,45 46,7 L53

32

23

5

2

2

45,601

3,39

7,42

50,6

35,6

7,42

32,94

0,60

2,482
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, s*

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

1S ile 2S Arasēndaki Lab. Sayēsē

2S ile 3S Arasēndaki Lab. Sayēsē

Standard ¥l­¿m Belirsizliĵi, sr

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Beton Basēn­ Dayanēmē,                                                                  

TS EN 12390-3

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortalanca Deĵer, x*

Deney Sonu­larēna Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  20- Beton - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ - .ǀƭǸƳ оΥ 5ŜƴŜȅ ƴǳƳǳƴŜƭŜǊƛƴƛƴ ōŀǎƤƴœ ŘŀȅŀƴƤƳƤƴƤƴ ǘŀȅƛƴƛΣ мрлȄолл ƳƳ 
anma boyutlu beton silindir numuneleri, TS EN 12390-3     

 

 

L14 kodu ile verilen katēlēmcēya ait (150x300 mm anma boyutlu beton silindir numuneleri) basēn­ dayanēmē deney 

sonucu (47,4 MPa), yapēlan Grubbs Testi sonucu aykērē deĵer olarak belirlenmiĸ olup deĵerlendirme dēĸē 

bērakēlmēĸtēr. T¿m deney sonu­larē ¢izelge 9ôde verilmiĸtir. 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -0,03 0,03 33,0 L2

L3 L3

L4 L4

L5 L5

L6 -0,24 0,24 32,1 L6

L7 0,56 0,56 35,6 L7

L8 -1,17 1,17 28,0 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 0,47 0,47 35,2 L17

L18 L18

L19 L19

L20 0,15 0,15 33,8 L20

L21 -1,37 1,37 27,1 L21

L22 -1,66 1,66 25,9 L22

L23 -0,67 0,67 30,2 L23

L24 0,59 0,59 35,7 L24

L25 L25

L26 0,59 0,59 35,7 L26

L27 1,47 1,47 39,6 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0,49 0,49 35,3 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0,19 0,19 32,3 L39

L40 1,43 1,43 39,4 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0,08 0,08 33,5 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0,45 0,45 35,1 L51

L52 -1,12 1,12 28,2 L52

18

12

6

0

0

33,1

3,94

11,89

39,6

25,9

11,89

41,47

0,93

4,39

2S ile 3S Arasēndaki Lab. Sayēsē

Beton Basēn­ Dayanēmē,                                                                  

TS EN 12390-3

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, s*

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortalanca Deĵer, x*

Deney Sonu­larēna Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  21- Beton - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ - .ǀƭǸƳ 6Υ 5ŜƴŜȅ ƴǳƳǳƴŜƭŜǊƛƴƛƴ ȅŀǊƳŀŘŀ œŜƪƳŜ ŘŀȅŀƴƤƳƤƴƤƴ ǘŀȅƛƴƛΣ 
15лȄмрлȄмрл ƳƳ ŀƴƳŀ ōƻȅǳǘƭǳ ōŜǘƻƴ ƪǸǇ ƴǳƳǳƴŜƭŜǊƛΣ ¢{ 9b мнофл-6 

    
 

 
 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -0,68 0,68 3,50 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 1,37 1,37 4,00 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 -1,91 1,91 3,20 L14

L15 0,43 0,43 3,77 L15

L16 L16

L17 -0,02 0,02 3,66 L17

L18 1,37 1,37 4,00 L18

L19 0,34 0,34 3,75 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 0,06 0,06 3,68 L24

L25 L25

L26 -0,07 0,07 3,65 L26

L27 -2,52 2,52 3,05 L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0,14 0,14 3,70 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0,39 0,39 3,57 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0,59 0,59 3,81 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0,75 0,75 3,85 L51

L52 -0,89 0,89 3,45 L52

15

11

3

1

0

3,666

0,26

7,18

4,00

3,05

7,18

25,91

0,07

0,24

2S ile 3S Arasēndaki Lab. Sayēsē

Yarmada ¢ekme Dayanēmē, TS EN 12390-6

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, s*

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortalanca Deĵer, x*

Deney Sonu­larēna Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  22- Beton - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ - .ǀƭǸƳ 6Υ 5ŜƴŜȅ ƴǳƳǳƴŜƭŜǊƛƴƛƴ ȅŀǊƳŀŘŀ œŜƪƳŜ ŘŀȅŀƴƤƳƤƴƤƴ ǘŀȅƛƴƛΣ мрлȄолл 
mm anma boyutlu beton silindir numuneleri, TS EN 12390-6  

   

 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 1,03 1,03 3,65 L2

L3 L3

L4 L4

L5 L5

L6 1,24 1,24 3,70 L6

L7 L7

L8 1,24 1,24 3,70 L8

L9 -0,01 0,01 3,40 L9

L10 0,36 0,36 3,49 L10

L11 L11

L12 L12

L13 L13

L14 0,66 0,66 3,56 L14

L15 L15

L16 L16

L17 0,70 0,70 3,57 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 0,82 0,82 3,60 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -1,10 1,10 3,14 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 0,53 0,53 3,53 L40

L41 L41

L42 L42

L43 -2,31 2,31 2,85 L43 L43

L44 -1,48 1,48 3,05 L44

L45 L45

L46 0,36 0,36 3,49 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0,22 0,22 3,35 L51

L52 -0,43 0,43 3,30 L52

L53 L53

15

9

5

1

0

3,403

0,25

7,31

3,70

2,85

7,31

24,98

0,06

0,24
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, s*

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortalanca Deĵer, x*

Deney Sonu­larēna Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Yarmada ¢ekme Dayanēmē, TS EN 12390-6

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  23- Beton - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ - .ǀƭǸƳ рΥ 5ŜƴŜȅ ƴǳƳǳƴŜƭŜǊƛƴƛƴ ŜƐƛƭƳŜ ŘŀȅŀƴƤƳƤƴƤƴ ǘŀȅƛƴƛΣ мрлȄмрлȄсллл 
ƳƳ ŀƴƳŀ ōƻȅǳǘƭǳ ōŜǘƻƴ ǇǊƛȊƳŀ ƴǳƳǳƴŜƭŜǊƛ όhǊǘŀ ƴƻƪǘŀŘŀƴ ȅǸƪƭŜƳŜύΣ ¢{ 9b мнофл-5 

 
.ǳ ǇŀǊŀƳŜǘǊŜŘŜ ƪŀǘƤƭƤƳŎƤ ǎŀȅƤǎƤ <о ƻƭŘǳƐǳƴŘŀƴ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ȅŀǇƤƭŀƳŀƳƤǒǘƤǊΦ 5ŜƴŜȅ ǎƻƴǳœƭŀǊƤ ǾŜ ōǳ 

ǎƻƴǳœƭŀǊŀ ŀƛǘ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ƛƭŜ ǎǘŀƴŘŀǊǘ ǀƭœǸƳ ōŜƭƛǊǎƛȊƭƛƐƛ ŘŜƐŜǊƭŜǊƛ 4izelge-23ΩtŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

 

4ƛȊŜƭƎŜ  24- DŜǊƛ {ƤœǊŀƳŀ 4ŜƪƛŎƛ TƭŜ .ŀǎƤƴœ 5ŀȅŀƴƤƳƤƴƤƴ ¢ŀȅƛƴƛΣ ̧ ŀǇƤƭŀǊŘŀ Beton Deneyleri ς DŜǊƛ {ƤœǊŀƳŀ {ŀȅƤǎƤƴƤƴ 
Belirlenmesi - TS EN 12504-2  

    
 

 

2

4,8

0,2

4,5

4,9

4,6

4,5

6,3

0,2

Ortalama Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer (Lab. No:L52)

En D¿ĸ¿k Deĵer (Lab. No:L3)

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Eĵilmede ¢ekme Dayanēmē,                                                          

TS EN 12390-5

Katēlēmcē Lab. Sayēsē

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 3,22 3,22 51,0 L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 -0,20 0,20 27,7 L21

L22 -0,02 0,02 28,9 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 0,72 0,72 33,9 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 0,00 0,00 29,0 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 0,64 0,64 33,4 L52

L53 L53

6

5

0

0

1

29,0

8,7

30,1

51,0

27,7

30,1

80,5

3,6

6,8421

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapmas

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Geri sē­rama ­ekici ile basēn­ dayanēmē tayini                                TS 

EN 12504-2

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  25- {ŜǊǘƭŜǒƳƛǒ .Ŝǘƻƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ ¢ŀȅƛƴƛΣ ό5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅ-{ǳ TƭŜ ¸ŜǊ 5ŜƐƛǒǘƛǊƳŜ aŜǘƻŘǳύ - TS EN 12390-7  

  

 

    

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 -0,56 0,56 2296,0 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0,99 0,99 2285,0 L9

L10 L10

L11 L11

L12 L12

L13 0,79 0,79 2330,0 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 0,87 0,87 2332,0 L21

L22 1,19 1,19 2340,0 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0,00 0,00 2310,0 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 -0,79 0,79 2290,0 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 -0,79 0,79 2290,0 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 1,19 1,19 2340,0 L52

L53 L53

9

7

2

0

0

2310,0

23,0

1,0

2340,0

2285,0

1,0

2,4

7,7

25,20

2S ile 3S Arasēndaki Lab. Sayēsē

Sertleĸmiĸ beton yoĵunluĵu, su emme ve boĸluk oranē 

tayini     TS EN 12390-7

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  26- Beton - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ - .ǀƭǸƳ уΥ .ŀǎƤƴœ ŀƭǘƤƴŘŀ ǎǳ ƛǒƭŜƳŜ ŘŜǊƛƴƭƛƐƛƴƛƴ ǘŀȅƛƴƛΣ ¢{ 9b мнофл-8 

    

    
 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 0,02 0,02 27,0 L2

L3 -1,43 1,43 21,0 L3

L4 L4

L5 L5

L6 -0,23 0,23 26,0 L6

L7 1,46 1,46 33,0 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 0,74 0,74 30,0 L19

L20 L20

L21 -0,47 0,47 25,0 L21

L22 0,02 0,02 27,0 L22

L23 L23

L24 L24

L25 L25

L26 -0,71 0,71 24,0 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0,26 0,26 28,0 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0,26 0,26 28,0 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0,23 0,23 26,0 L51

L52 2,42 2,42 37,0 L52 L52

L53 -1,19 1,19 22,0 L53

13

9

3

1

0

26,94

4,30

15,98

37,0

21,0

15,98

59,40

1,19

4,153

2S ile 3S Arasēndaki Lab. Sayēsē

Su Ķĸleme Derinliĵi Tayini,                                                                                                

TS EN 12390-8

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, s*

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortalanca Deĵer, x*

Deney Sonu­larēna Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  27- Beton - ̧ ŀǇƤŘŀ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ - .ǀƭǸƳ мΥ YŀǊƻǘ ƴǳƳǳƴŜƭŜǊ - YŀǊƻǘ ŀƭƳŀΣ ƳǳŀȅŜƴŜ ǾŜ ōŀǎƤƴœ ŘŀȅŀƴƤƳƤƴƤƴ ǘŀȅƛƴƛΣ 
TS EN 12504-1 

      

 

  

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 1,41 1,41 45,1 L3

L4 L4

L5 L5

L6 -0,10 0,10 35,9 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 0,07 0,07 37,0 L21

L22 -0,10 0,10 35,9 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 1,40 1,40 45,1 L37

L38 L38

L39 -0,07 0,07 36,1 L39

L40 L40

L41 L41

L42 0,76 0,76 41,2 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -1,70 1,70 26,2 L51

L52 -0,69 0,69 32,3 L52

L53 1,67 1,67 46,7 L53

10

6

4

0

0

36,5

6,4

17,6

46,7

26,2

17,6

56,2

2,0

6,09

2S ile 3S Arasēndaki Lab. Sayēsē

Karot numuneler- Karot alma, muayene ve basēn­ 

dayanēmēnēn tayini                                                                 

TS EN 12504-1

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  28- Beton - {ŜǊǘƭŜǒƳƛǒ ōŜǘƻƴǳƴ ƪƭƻǊǸǊ ƛȅƻƴƭŀǊƤ ǇŜƴŜǘǊŀǎȅonuna direncinin tayini, ASTM C1202 

 

.ǳ ǇŀǊŀƳŜǘǊŜŘŜ ƪŀǘƤƭƤƳŎƤ ǎŀȅƤǎƤ <о ƻƭŘǳƐǳƴŘŀƴ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ȅŀǇƤƭŀƳŀƳƤǒǘƤǊΦ 5ŜƴŜȅ ǎƻƴǳœƭŀǊƤ ǾŜ ōǳ 

ǎƻƴǳœƭŀǊŀ ŀƛǘ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ƛƭŜ ǎǘŀƴŘŀǊǘ ǀƭœǸƳ ōŜƭƛǊǎƛȊƭƛƐƛ ŘŜƐŜǊƭŜǊƛ 4izelge-28Ωda ǾŜǊƛƭƳƛǒǘƛǊΦ 

 

4ƛȊŜƭƎŜ  29- Beton - Taze beton deneyleri - .ǀƭǸƳ нΥ 4ǀƪƳŜ όǎƭǳƳǇύ ŘŜƴŜȅƛΣ ¢{ 9b мнорл-2 

    

 
bƻǘΥ [оо ǾŜ [рм ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΣ ƪŀǘƤƭƤƳŎƤƭŀǊŀ ǘŀȊŜ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ 

ƛœƛƴ ƴǳƳǳƴŜ ƎǀƴŘŜǊƛƭƳŜƳƛǒ ƻƭŘǳƐǳƴŘŀƴ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 

4ƛȊŜƭƎŜ-фΩŘŀ ǾŜǊƛƭƳƛǒǘƛǊΦ 

2

4451,5

2601,45

58,44

6291

2612

58,44

82,65

1839,50

142,448
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

Ortalama Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer (Lab. Kodu: L53)

En D¿ĸ¿k Deĵer  (Lab. Kodu: L52)

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Sertleĸmiĸ beton numunelerinin klor¿r iyonlarē 

penetrasyonuna direncinin tayini,           ASTM C1202

Katēlēmcē Lab. Sayēsē

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 L9

L10 0,53 0,53 50,0 L10

L11 L11

L12 L12

L13 0,00 0,00 40,0 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 -0,26 0,26 35,0 L21

L22 -0,05 0,05 39,0 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0,53 0,53 50,0 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 2,63 2,63 90,0 L47 L47

L48 -1,58 1,58 10,0 L48

L49 L49

L50 L50

L51 L51

L52 L52

7

5

1,00

1,00

0,00

40,0

24,0

60,0

90,0

10,0

60,0

200,0

9,1

18,98

2S ile 3S Arasēndaki Lab. Sayēsē

¢ºkme (Slump) Deneyi,                                                                                           

TS EN 12350-2

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  30- Beton - Taze beton deneyleri - .ǀƭǸƳ тΥ IŀǾŀ ƛœŜǊƛƐƛƴƛƴ ǘŀȅƛƴƛ - .ŀǎƤƴœ ȅǀƴǘŜƳƛΣ ¢{ 9b мнорл-7 

   

 

bƻǘΥ [оо ǾŜ [рм ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΣ ƪŀǘƤƭƤƳŎƤƭŀǊŀ ǘŀȊŜ ōŜǘƻƴ ŘŜƴŜȅƭŜǊƛ ƛœƛƴ 

ƴǳƳǳƴŜ ƎǀƴŘŜǊƛƭƳŜƳƛǒ ƻƭŘǳƐǳƴŘŀƴ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ-фΩŘŀ 

ǾŜǊƛƭƳƛǒǘƛǊΦ 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 -2,26 2,26 0,6 L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 1,60 1,60 3,5 L8

L9 L9

L10 0,00 0,00 2,3 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 0,13 0,13 2,4 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 -0,67 0,67 1,8 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0,13 0,13 2,4 L39

L40 0,40 0,40 2,6 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 -0,93 0,93 1,6 L47

L48 -1,06 1,06 1,5 L48

L49 L49

L50 L50

L51 L51

L52 L52

9

6

2,00

1,00

0,00

2,30

0,82

35,64

3,5

0,6

35,6

126,1

0,3

0,75

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Hava i­eriĵinin tayini - Basēn­ Yºntemi,                                             

TS EN 12350-7

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  31- Beton - Taze beton deneyleri - .ǀƭǸƳ сΥ ¸ƻƐǳƴƭǳƪΣ ¢{ 9b мнорл-6 

    

 

 
 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 0,37 0,37 2351,0 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 -0,78 0,78 2313,0 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 0,34 0,34 2350,0 L13

L14 L14

L15 0,03 0,03 2340,0 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 -0,63 0,63 2318,2 L21

L22 0,21 0,21 2346,0 L22

L23 L23

L24 -1,18 1,18 2300,0 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 1,27 1,27 2381,0 L33

L34 L34

L35 L35

L36 L36

L37 -1,49 1,49 2289,5 L37

L38 L38

L39 0,64 0,64 2360,0 L39

L40 0,64 0,64 2360,0 L40

L41 L41

L42 -1,45 1,45 2291,0 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 0,64 0,64 2360,0 L47

L48 0,90 0,90 2368,6 L48

L49 L49

L50 L50

L51 0,49 0,49 2355,0 L51

L52 L52

15

11

4,00

0,00

0,00

2338,888

29,17

1,25

2381,00

2289,54

1,25

3,9

7,5326

33,0830
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, s*

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortalanca Deĵer, x*

Deney Sonu­larēna Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Birim k¿tle/Yoĵunluk tayini,                                                                                                     

TS EN 12350-6

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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11.2. ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛni-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 

EN 933-1 ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 
 
4ƛȊŜƭƎŜ  32- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όомΣр 
ƳƳΣ ҈ DŜœŜƴύ 

   

  

 
4ƛȊŜƭƎŜ  33- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όмсΣл 
ƳƳΣ ҈ DŜœŜƴύ 

   

 
 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 0,00 0,00 100,0 L3

L21 -4,43 4,43 98,8 L21 L21

L23 0,00 0,00 100,0 L23

L27 0,00 0,00 100,0 L27

L31 0,00 0,00 100,0 L31

L46 0,00 0,00 100,0 L46

L47 0,00 0,00 100,0 L47

L48 0,00 0,00 100,0 L48

L52 -3,55 3,55 99,0 L52 L52

L53 0,00 0,00 100,0 L53

10

8

0

0

2

100,0

0,48

0,48

100,0

98,8

0,48

1,25

0,15

0,2820

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

15-25 mm

 Agrega Sēnēfē -

 31,5 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 0,84 0,84 76,0 L3

L21 -2,83 2,83 47,7 L21 L21

L23 0,60 0,60 74,1 L23

L27 0,06 0,06 70,0 L27

L31 -0,08 0,08 68,8 L31

L46 1,09 1,09 77,9 L46

L47 0,19 0,19 71,0 L47

L48 -0,32 0,32 67,0 L48

L52 -0,06 0,06 69,0 L52

L53 -1,88 1,88 55,0 L53

10

7

2

1

0

69,50

9,4

13,5

77,9

47,7

13,5

43,5

3,0

7,704

2S ile 3S Arasēndaki Lab. Sayēsē

15-25 mm 

Agrega Sēnēfē -

 16,0 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  34- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όуΣл ƳƳΣ 
҈ DŜœŜƴύ 

  

 
 

 
4ƛȊŜƭƎŜ  35- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όпΣл ƳƳΣ ҈ 
DŜœŜƴύ 

  

 
 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 0,15 0,15 85,0 L3

L21 -4,89 4,89 0,8 L21 L21

L23 0,24 0,24 86,5 L23

L27 -0,15 0,15 80,0 L27

L31 0,53 0,53 91,4 L31

L46 0,28 0,28 87,1 L46

L47 -0,81 0,81 69,0 L47

L48 0,21 0,21 86,0 L48

L52 -0,45 0,45 75,0 L52

L53 -0,27 0,27 78,0 L53

10

9

0

0

1

82,50

26,51

32,14

91,4

0,8

32,1

109,8

8,4

16,69

2S ile 3S Arasēndaki Lab. Sayēsē

5-15 mm 

Agrega Sēnēfē -

 8,0 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortalanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 0,42 0,42 98,0 L3

L21 -0,95 0,95 96,0 L21

L23 0,28 0,28 97,8 L23

L27 -0,28 0,28 97,0 L27

L31 -0,28 0,28 97,0 L31

L46 1,60 1,60 99,7 L46

L47 -2,37 2,37 94,0 L47 L47

L48 1,11 1,11 99,0 L48

L52 -0,28 0,28 97,0 L52

L53 0,42 0,42 98,0 L53

10

7

2

1

0

97

1,6

1,6

99,7

94,0

1,6

5,9

0,5

1,436

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm

 Agrega Sēnēfē -

 4,0 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  36- Tane .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όнΣл ƳƳΣ ҈ 
DŜœŜƴύ 

 

 

 

4ƛȊŜƭƎŜ  37- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όм,0 mm, % 
DŜœŜƴύ 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 -0,94 0,94 63 L3

L21 -0,85 0,85 64 L21

L23 0,94 0,94 73 L23

L27 0,00 0,00 68 L27

L31 0,56 0,56 71 L31

L46 -0,92 0,92 63 L46

L47 0,00 0,00 68 L47

L48 1,69 1,69 77 L48

L52 -0,75 0,75 64 L52

L53 1,32 1,32 75 L53

10

8

2

0

0

68,0

5,2

7,7

77,0

63,0

7,7

20,6

1,7

5,31

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm 

Agrega Sēnēfē -

 2,0 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 -1,27 1,27 45 L3

L21 -0,33 0,33 48 L21

L23 1,21 1,21 53 L23

L27 0,00 0,00 49 L27

L31 0,64 0,64 51 L31

L46 -0,73 0,73 47 L46

L47 0,00 0,00 49 L47

L48 2,54 2,54 57 L48 L48

L52 -1,27 1,27 45 L52

L53 0,00 0,00 49 L53

10

6

3

1

0

49,00

3,7

7,5

57,0

45,0

7,5

24,5

1,2

3,15

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm

 Agrega Sēnēfē - 1,0 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  38- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό0,5 mm, % 
DŜœŜƴύ 

 

 

 

4ƛȊŜƭƎŜ  39- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-EleƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣнрл ƳƳΣ 
҈ DŜœŜƴύ 

 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 -2,18 2,18 24 L3 L3

L21 0,21 0,21 36 L21

L23 0,44 0,44 37 L23

L27 0,20 0,20 36 L27

L31 0,79 0,79 39 L31

L46 -1,21 1,21 29 L46

L47 -0,20 0,20 34 L47

L48 2,18 2,18 46 L48 L48

L52 -0,40 0,40 33 L52

L53 -0,20 0,20 34 L53

10

7

1

2

0

35,0

5,8

16,7

46,0

24,0

16,7

62,9

1,8

5,06

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm

 Agrega Sēnēfē - 0,500 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 L3

L21 0,23 0,23 28,0 L21

L23 -1,08 1,08 22,4 L23

L27 0,00 0,00 27,0 L27

L31 0,47 0,47 29,0 L31

L46 -2,80 2,80 15,1 L46 L46

L47 -0,47 0,47 25,0 L47

L48 1,65 1,65 34,0 L48

L52 -0,47 0,47 25,0 L52

L53 0,00 0,00 27,0 L53

9

6

2

1

0

27,0

5,15

19,1

34,0

15,1

19,1

70,0

1,7

4,24

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortalanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm

 Agrega Sēnēfē - 0,250 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  40- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣмнр ƳƳΣ 
҈ DŜœŜƴύ 

  

 

 

4ƛȊelge  41- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ ¢{ 9b фоо-1 - 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣлсо ƳƳΣ 
҈ DŜœŜƴύ 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 L3

L21 -0,01 0,01 19,9 L21

L23 -2,22 2,22 10,6 L23 L23

L27 0,00 0,00 20,0 L27

L31 0,24 0,24 21,0 L31

L46 -3,05 3,05 7,1 L46 L46

L47 0,00 0,00 20,0 L47

L48 0,71 0,71 23,0 L48

L52 -0,47 0,47 18,0 L52

L53 0,47 0,47 22,0 L53

9

7

0

1

1

20,0

5,42

27,12

23,00

7,10

27,12

79,50

1,81

4,227

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm

 Agrega Sēnēfē - 0,125 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L3 -0,07 0,07 14,0 L3

L21 0,05 0,05 14,6 L21

L23 -2,56 2,56 2,2 L23 L23

L27 -0,05 0,05 14,1 L27

L31 0,37 0,37 16,1 L31

L46 -2,98 2,98 0,2 L46 L46

L47 0,64 0,64 17,4 L47

L48 0,49 0,49 16,7 L48

L52 -0,18 0,18 13,5 L52

L53 0,58 0,58 17,1 L53

10

8

0

2

0

14,35

6,18

43,1

17,4

0,2

43,1

120,0

2,0

4,75

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm

 Agrega Sēnēfē - 0,063 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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11.3. ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-9ƭŜƳŜ aŜǘƻŘǳ ό¸ƤƪŀƳŀƭƤ 9ƭŜƳŜύΣ 

ASTM C136 ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  42- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όнрΣп ƳƳ ƳƳΣ ҈ DŜœŜƴύ 

   
 

 
 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 0,00 0,00 100,0 L5

L6 0,00 0,00 100,0 L6

L7 0,00 0,00 100,0 L7

L8 -0,45 0,45 99,8 L8

L10 -2,26 2,26 99,0 L10 L10

L11 -1,92 1,92 99,2 L11

L13 0,00 0,00 100,0 L13

L14 0,00 0,00 100,0 L14

L15 0,00 0,00 100,0 L15

L16 -1,81 1,81 99,2 L16

L17 0,00 0,00 100,0 L17

L18 -0,81 0,81 99,6 L18

L19 0,00 0,00 100,0 L19

L20 0,00 0,00 100,0 L20

L24 0,00 0,00 100,0 L24

L25 -1,45 1,45 99,4 L25

L26 -0,25 0,25 99,9 L26

L33 0,00 0,00 100,0 L33

L39 0,00 0,00 100,0 L39

L40 0,00 0,00 100,0 L40

L41 0,00 0,00 100,0 L41

L46 0,00 0,00 100,0 L46

L51 0,00 0,00 100,0 L51

L52 0,00 0,00 100,0 L52

24

20

3

1

0

100,0

0,32

0,32

100,0

99,0

0,32

1,00

0,06

0,442

2S ile 3S Arasēndaki Lab. Sayēsē

15-25 mm Agrega Sēnēfē - 25,4 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  43- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όмфΣлм ƳƳΣ ҈ DŜœŜn) 

   

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 0,36 0,36 88,9 L5

L6 2,05 2,05 97,0 L6 L6

L7 0,69 0,69 90,5 L7

L8 0,27 0,27 88,5 L8

L10 -2,76 2,76 74,0 L10 L10

L11 -0,30 0,30 85,8 L11

L13 0,79 0,79 91,0 L13

L14 -1,19 1,19 81,5 L14

L15 0,79 0,79 91,0 L15

L16 0,37 0,37 89,0 L16

L17 -0,25 0,25 86,0 L17

L18 0,28 0,28 88,6 L18

L19 -0,90 0,90 82,9 L19

L20 -1,37 1,37 80,7 L20

L24 -1,09 1,09 82,0 L24

L25 -0,10 0,10 86,7 L25

L26 -0,44 0,44 85,1 L26

L33 -1,23 1,23 81,3 L33

L39 0,46 0,46 89,4 L39

L40 -0,67 0,67 84,0 L40

L41 1,33 1,33 93,6 L41

L46 0,75 0,75 90,8 L46

L51 0,67 0,67 90,4 L51

L52 0,79 0,79 91,0 L52

24

17

5

2

0

87,209

5,0

5,7

97,0

74,0

5,7

26,4

1,0

4,778

2S ile 3S Arasēndaki Lab. Sayēsē

15-25 mm Agrega Sēnēfē - 19,01 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  44- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όмнΣрп ƳƳΣ ҈ DŜœŜƴύ 

   

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 0,72 0,72 41,9 L5

L6 0,40 0,40 39,0 L6

L7 1,13 1,13 45,5 L7

L8 0,52 0,52 40,1 L8

L10 -2,05 2,05 17,0 L10 L10

L11 -0,14 0,14 34,1 L11

L13 1,29 1,29 47,0 L13

L14 -0,82 0,82 28,0 L14

L15 1,29 1,29 47,0 L15

L16 0,55 0,55 40,3 L16

L17 -1,05 1,05 26,0 L17

L18 0,21 0,21 37,3 L18

L19 -1,16 1,16 25,0 L19

L20 -0,99 0,99 26,6 L20

L24 -0,43 0,43 31,5 L24

L25 -0,16 0,16 34,0 L25

L26 -1,36 1,36 23,2 L26

L33 -0,85 0,85 27,8 L33

L39 0,28 0,28 37,9 L39

L40 -0,06 0,06 34,8 L40

L41 -0,03 0,03 35,1 L41

L46 1,57 1,57 49,5 L46

L51 0,70 0,70 41,7 L51

L52 -0,04 0,04 35,0 L52

24

16

7

1

0

35,398

8,37

23,66

49,5

17,0

23,7

91,8

1,7

8,968

2S ile 3S Arasēndaki Lab. Sayēsē

15-25 mm Agrega Sēnēfē - 12,54 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  45- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 5-1р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό9,52 ƳƳΣ ҈ DŜœŜƴύ 

 
 

 
 
[му ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ά¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛΣ !{¢a /мосΣ р-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ 
όфΣрн ƳƳΣ ҈ DŜœŜƴύ- ό҈ олΣтрύΣ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ 
ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

 

 

 

 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 L5

L6 0,79 0,79 95,0 L6

L7 0,42 0,42 94,1 L7

L8 0,17 0,17 93,5 L8

L10 -2,51 2,51 87,0 L10 L10

L11 -0,43 0,43 92,1 L11

L13 0,79 0,79 95,0 L13

L14 -1,28 1,28 90,0 L14

L15 1,21 1,21 96,0 L15

L16 -0,60 0,60 91,6 L16

L17 0,38 0,38 94,0 L17

L18 L18

L19 1,00 1,00 95,5 L19

L20 -0,03 0,03 93,0 L20

L24 -0,14 0,14 92,7 L24

L25 0,74 0,74 94,9 L25

L26 -0,99 0,99 90,7 L26

L33 -1,26 1,26 90,0 L33

L39 0,38 0,38 94,0 L39

L40 -1,04 1,04 90,6 L40

L41 -0,90 0,90 90,9 L41

L46 0,63 0,63 94,6 L46

L51 0,15 0,15 93,4 L51

L52 1,62 1,62 97,0 L52

22

15

6

1

0

93,080

2,4

2,6

97,0

87,0

2,6

10,7

0,5

2,421

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

2S ile 3S Arasēndaki Lab. Sayēsē

5-15 mm Agrega Sēnēfē - 9,52 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  46- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όпΣтс ƳƳΣ ҈ DŜœŜƴύ 

   

 

L5, L6, L7, L8, L10, L11, L13, L14, L15, L18, L19, L20, L24, L25, L26, L33, L41, L46, L51 kodu ile verilen 

ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΤ ǎƻƴǳœƭŀǊƤƴΣ ŘŜƴŜȅ ƳŜǘƻŘǳƴŀ ŀƛǘ ƻƭŀǎƤ ŘŜƴŜȅ ǎƻƴǳœ ŀǊŀƭƤƐƤƴŀ ǳȅƎǳƴ 

ƻƭƳŀƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ !{¢a /мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ Dmaks = 12,5 mm ve 

ŀƭǘƤƴŘŀƪƛ ŀƎǊŜƎŀƭŀǊ ƛœƛƴ ǀƴŎŜ !{¢a /ммт ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŜŘŘŜ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ȅŀǇƤƭƳŀƭƤŘƤǊΦ ASTM 

/мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ŜƭŜƪƭŜǊŘŜƴ ƎŜœŜƴ ό҈ ƎŜœŜƴύ ŘŜƐŜǊƭŜǊƛΣ !{¢a /ммт ǎǘŀƴŘŀǊdƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŀŘŘŜ 

ǘŀȅƛƴƛ ŘŜƴŜȅ ǎƻƴǳŎǳ ƛƭŀǾŜ ŜŘƛƭŜǊŜƪ ƘŜǎŀǇƭŀƴƳŀƭƤŘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ  

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 L5

L6 L6

L7 L7

L8 L8

L10 L10

L11 L11

L13 L13

L14 L14

L15 L15

L16 -0,56 0,56 99,1 L16

L17 1,41 1,41 100,0 L17

L18 L18

L19 L19

L20 L20

L24 L24

L25 L25

L26 L26

L33 L33

L39 -0,66 0,66 99,0 L39

L40 0,00 0,00 99,3 L40

L41 L41

L46 L46

L51 L51

L52 1,41 1,41 100,0 L52

5

3

2

0

0

99,320

0,5

0,5

100,0

99,0

0,5

1,0

0,2

0,481

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm Agrega Sēnēfē - 4,76 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  47- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όнΣос ƳƳΣ ҈ DŜœŜƴύ 

  

 
 
L5, L6, L7, L8, L10, L11, L13, L14, L15, L18, L19, L20, L24, L25, L26, L33, L41, L46, L51 kodu ile verilen 

ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΤ ǎƻƴǳœƭŀǊƤƴΣ ŘŜƴŜȅ ƳŜǘƻŘǳƴŀ ŀƛǘ ƻƭŀǎƤ ŘŜƴŜȅ ǎƻƴǳœ ŀǊŀƭƤƐƤƴŀ ǳȅƎǳƴ 

ƻƭƳŀƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ !{¢a /мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ Dmaks = 12,5 mm ve 

ŀƭǘƤƴŘŀƪƛ ŀƎǊŜƎŀƭŀǊ ƛœƛƴ ǀƴŎŜ !{¢a /ммт ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŜŘŘŜ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ȅŀǇƤƭƳŀƭƤŘƤǊΦ ASTM 

/мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ŜƭŜƪƭŜǊŘŜƴ ƎŜœŜƴ ό҈ ƎŜœŜƴύ ŘŜƐŜǊƭŜǊƛΣ !{¢a /ммт ǎǘŀƴŘŀǊdƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŀŘŘŜ 

ǘŀȅƛƴƛ ŘŜƴŜȅ ǎƻƴǳŎǳ ƛƭŀǾŜ ŜŘƛƭŜǊŜƪ ƘŜǎŀǇƭŀƴƳŀƭƤŘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ  

 
 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 L5

L6 L6

L7 L7

L8 L8

L10 L10

L11 L11

L13 L13

L14 L14

L15

L16 -0,08 0,08 73 L16

L17 2,85 2,85 79 L17 L17

L18 L18

L19 L19

L20 L20

L24 L24

L25 L25

L26 L26

L33 L33

L39 0,00 0,00 73 L39

L40 0,59 0,59 74 L40

L41 L41

L46 L46

L51 L51

L52 -0,48 0,48 72 L52

5

4

0

1

0

73,00

2,8

3,8

79,0

72,0

3,8

9,6

1,2

2,11

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm Agrega Sēnēfē - 2,36 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 
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4ƛȊelge  48- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όмΣму ƳƳΣ ҈ DŜœŜƴύ 

  

 

 L5, L6, L7, L8, L10, L11, L13, L14, L15, L18, L19, L20, L24, L25, L26, L33, L41, L46, L51 kodu ile verilen 

ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΤ ǎƻƴǳœƭŀǊƤƴΣ ŘŜƴŜȅ ƳŜǘƻŘǳƴŀ ŀƛǘ ƻƭŀǎƤ ŘŜƴŜȅ ǎƻƴǳœ ŀǊŀƭƤƐƤƴŀ ǳȅƎǳƴ 

ƻƭƳŀƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ !{¢a /мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ Dmaks = 12,5 mm ve 

ŀƭǘƤƴŘŀƪƛ ŀƎǊŜƎŀƭŀǊ ƛœƛƴ ǀƴŎŜ !{¢a /ммт ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŜŘŘŜ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ȅŀǇƤƭƳŀƭƤŘƤǊΦ ASTM 

/мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ŜƭŜƪƭŜǊŘŜƴ ƎŜœŜƴ ό҈ ƎŜœŜƴύ ŘŜƐŜǊƭŜǊƛΣ !{¢a /ммт ǎǘŀƴŘŀǊdƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŀŘŘŜ 

ǘŀȅƛƴƛ ŘŜƴŜȅ ǎƻƴǳŎǳ ƛƭŀǾŜ ŜŘƛƭŜǊŜƪ ƘŜǎŀǇƭŀƴƳŀƭƤŘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ  

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 L5

L6 L6

L7 L7

L8 L8

L10 L10

L11 L11

L13 L13

L14 L14

L15

L16 -0,40 0,40 50 L16

L17 3,39 3,39 59 L17 L17

L18 L18

L19 L19

L20 L20

L24 L24

L25 L25

L26 L26

L33 L33

L39 0,00 0,00 51 L39

L40 0,20 0,20 51 L40

L41 L41

L46 L46

L51 L51

L52 0,00 0,00 51 L52

5

4

0

0

1

51,0

3,7

7,2

59,0

50,1

7,2

17,5

1,6

2,36

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm Agrega Sēnēfē - 1,18 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 
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4ƛȊŜƭƎŜ  49- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό0,590 ƳƳΣ ҈ DŜœŜƴύ 

  

 

L5, L6, L7, L8, L10, L11, L13, L14, L15, L18, L19, L20, L24, L25, L26, L33, L41, L46, L51 kodu ile verilen 

ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΤ ǎƻƴǳœƭŀǊƤƴΣ ŘŜƴŜȅ ƳŜǘƻŘǳƴŀ ŀƛǘ ƻƭŀǎƤ ŘŜƴŜȅ ǎƻƴǳœ ŀǊŀƭƤƐƤƴŀ ǳȅƎǳƴ 

ƻƭƳŀƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ !{¢a /мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ Dmaks = 12,5 mm ve 

ŀƭǘƤƴŘŀƪƛ ŀƎǊŜƎŀƭŀǊ ƛœƛƴ ǀƴŎŜ !{¢a /ммт ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŜŘŘŜ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ȅŀǇƤƭƳŀƭƤŘƤǊΦ ASTM 

C136 ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ŜƭŜƪƭŜǊŘŜƴ ƎŜœŜƴ ό҈ ƎŜœŜƴύ ŘŜƐŜǊƭŜǊƛΣ !{¢a /ммт ǎǘŀƴŘŀǊdƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŀŘŘŜ 

ǘŀȅƛƴƛ ŘŜƴŜȅ ǎƻƴǳŎǳ ƛƭŀǾŜ ŜŘƛƭŜǊŜƪ ƘŜǎŀǇƭŀƴƳŀƭƤŘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ  

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 L5

L6 L6

L7 L7

L8 L8

L10 L10

L11 L11

L13 L13

L14 L14

L15

L16 -0,39 0,39 36,7 L16

L17 3,18 3,18 45,0 L17 L17

L18 L18

L19 L19

L20 L20

L24 L24

L25 L25

L26 L26

L33 L33

L39 -0,25 0,25 37,0 L39

L40 0,00 0,00 37,6 L40

L41 L41

L46 L46

L51 L51

L52 0,18 0,18 38,0 L52

5

4

0

0

1

37,580

3,48

9,3

45,0

36,7

9,3

22,2

1,6

2,336

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm Agrega Sēnēfē - 0,590 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  50- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣнфр ƳƳΣ ҈ DŜœŜƴύ 

   

 

L5, L6, L7, L8, L10, L11, L13, L14, L15, L18, L19, L20, L24, L25, L26, L33, L41, L46, L51 kodu ile verilen 

ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΤ ǎƻƴǳœƭŀǊƤƴΣ ŘŜƴŜȅ ƳŜǘƻŘǳƴŀ ŀƛǘ ƻƭŀǎƤ ŘŜƴŜȅ ǎƻƴǳœ ŀǊŀƭƤƐƤƴŀ ǳȅƎǳƴ 

ƻƭƳŀƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ !{¢a /мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ Dmaks = 12,5 mm ve 

ŀƭǘƤƴŘŀƪƛ ŀƎǊŜƎŀƭŀǊ ƛœƛƴ ǀƴŎŜ !{¢a /ммт ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŜŘŘŜ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ȅŀǇƤƭƳŀƭƤŘƤǊΦ ASTM 

/мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ eleklerdeƴ ƎŜœŜƴ ό҈ ƎŜœŜƴύ ŘŜƐŜǊƭŜǊƛΣ !{¢a /ммт ǎǘŀƴŘŀǊdƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŀŘŘŜ 

ǘŀȅƛƴƛ ŘŜƴŜȅ ǎƻƴǳŎǳ ƛƭŀǾŜ ŜŘƛƭŜǊŜƪ ƘŜǎŀǇƭŀƴƳŀƭƤŘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ  

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 L5

L6 L6

L7 L7

L8 L8

L10 L10

L11 L11

L13 L13

L14 L14

L15 L15

L16 -0,21 0,21 27,6 L16

L17 2,93 2,93 33,0 L17 L17

L18 L18

L19 L19

L20 L20

L24 L24

L25 L25

L26 L26

L33 L33

L39 0,00 0,00 28,0 L39

L40 -0,22 0,22 27,6 L40

L41 L41

L46 L46

L51 L51

L52 0,59 0,59 29,0 L52

5

4

0

1

0

28,000

2,28

8,13

33,00

27,62

8,13

19,21

1,02

1,704

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm Agrega Sēnēfē - 0,295 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  51- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-5 ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣ149 ƳƳΣ ҈ DŜœŜƴύ 

  

   
 
L5, L6, L7, L8, L10, L11, L13, L14, L15, L18, L19, L20, L24, L25, L26, L33, L41, L46, L51 kodu ile verilen 

ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΤ ǎƻƴǳœƭŀǊƤƴΣ ŘŜƴŜȅ ƳŜǘƻŘǳƴŀ ŀƛǘ ƻƭŀǎƤ ŘŜƴŜȅ ǎƻƴǳœ ŀǊŀƭƤƐƤƴŀ ǳȅƎǳƴ 

olƳŀƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ !{¢a /мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ Dmaks = 12,5 mm ve 

ŀƭǘƤƴŘŀƪƛ ŀƎǊŜƎŀƭŀǊ ƛœƛƴ ǀƴŎŜ !{¢a /ммт ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŜŘŘŜ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ȅŀǇƤƭƳŀƭƤŘƤǊΦ ASTM 

/мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ŜƭŜƪƭŜǊŘŜƴ ƎŜœŜƴ ό҈ ƎŜœŜƴύ ŘŜƐŜǊƭŜǊi, ASTM C117 standardƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŀŘŘŜ 

ǘŀȅƛƴƛ ŘŜƴŜȅ ǎƻƴǳŎǳ ƛƭŀǾŜ ŜŘƛƭŜǊŜƪ ƘŜǎŀǇƭŀƴƳŀƭƤŘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ  

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5 L5

L6 L6

L7 L7

L8 L8

L10 L10

L11 L11

L13 L13

L14 L14

L15 L15

L16 0,00 0,00 21,0 L16

L17 2,50 2,50 24,0 L17 L17

L18

L19

L20

L24

L25

L26 L26

L33 L33

L39 -0,80 0,80 20,0 L39

L40 -0,60 0,60 20,2 L40

L41

L46 L46

L51

L52 0,02 0,02 21,0 L52

5

4

0

1

0

20,970

1,60

7,6

24,0

20,0

7,6

19,1

0,7

1,21

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm Agrega Sēnēfē - 0,149 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  52- ¢ŀƴŜ .ǸȅǸƪƭǸƐǸ 5ŀƐƤƭƤƳƤ ¢ŀȅƛƴƛ-, ASTM C136, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όлΣлтр ƳƳΣ ҈ DŜœŜƴύ 

  

  
 
L5, L6, L7, L8, L10, L11, L13, L14, L15, L18, L19, L20, L24, L25, L26, L33, L41, L46, L51 kodu ile verilen 

ƪŀǘƤƭƤƳŎƤƭŀǊŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤΤ ǎƻƴǳœƭŀǊƤƴΣ ŘŜƴŜȅ ƳŜǘƻŘǳƴŀ ŀƛǘ ƻƭŀǎƤ ŘŜƴŜȅ ǎƻƴǳœ ŀǊŀƭƤƐƤƴŀ ǳȅƎǳƴ 

ƻƭƳŀƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ !{¢a /мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ Dmaks = 12,5 mm ve 

ŀƭǘƤƴŘŀƪƛ ŀƎǊŜƎŀƭŀǊ ƛœƛƴ ǀƴŎŜ !{¢a /ммт ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ƛƴŎŜ ƳŜŘŘŜ ǘŀȅƛƴƛ ŘŜƴŜȅƛ ȅŀǇƤƭƳŀƭƤŘƤǊΦ ASTM 

/мос ǎǘŀƴŘŀǊŘƤƴŀ ƎǀǊŜ ŜƭŜƪƭŜǊŘŜƴ ƎŜœŜƴ ό҈ ƎŜœŜƴύ ŘŜƐŜǊƭŜǊƛΣ !{¢a /ммт ǎǘŀƴŘŀǊdƤƴŀ Ǝǀre ince madde 

ǘŀȅƛƴƛ ŘŜƴŜȅ ǎƻƴǳŎǳ ƛƭŀǾŜ ŜŘƛƭŜǊŜƪ ƘŜǎŀǇƭŀƴƳŀƭƤŘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ 11ΩdŜ ǾŜǊƛƭƳƛǒǘƛǊΦ  

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L5

L6

L7

L8

L10

L11

L13

L14

L15

L16 0,06 0,06 15,7 L16

L17 2,82 2,82 18,0 L17 L17

L18

L19

L20

L24

L25

L26 L26

L33

L39 -0,35 0,35 15,3 L39

L40 -0,70 0,70 15,0 L40

L41

L46 L46

L51

L52 0,00 0,00 15,6 L52

5

4

0

1

0

15,60

1,2

7,7

18,0

15,0

7,7

19,2

0,5

0,852

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

0-5 mm Agrega Sēnēfē - 0,075 mm

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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11.4. !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-1 
 

4ƛȊŜƭƎŜ  53- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ 

   

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 0,79 0,79 2,66 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0,87 0,87 2,62 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 0,87 0,87 2,66 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0,79 0,79 2,66 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 -0,87 0,87 2,62 L32

L33 L33

L34 L34

L35 -0,87 0,87 2,62 L35

L36 L36

L37 L37

L38 0,37 0,37 2,65 L38

L39 -1,29 1,29 2,61 L39

L40 L40

L41 L41

L42 L42

L43 -0,46 0,46 2,63 L43

L44 -0,04 0,04 2,64 L44

L45 L45

L46 -1,29 1,29 2,61 L46

L47 1,62 1,62 2,68 L47

L48 0,79 0,79 2,66 L48

L49 L49

L50 L50

L51 L51

L52 -0,04 0,04 2,64 L52

L53 0,37 0,37 2,65 L53

15

12

3,00

0,00

0,00

2,641

0,02

0,82

2,7

2,6

0,82

2,65

0,01

0,0241

2S ile 3S Arasēndaki Lab. Sayēsē

Tane yoĵunluĵu, (Doygun Kuru Y¿zey)                                                                                  

TS EN 1097-6                                                                                                

(0-5 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  54- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ  

   

 

   

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 1,20 1,20 2,67 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0,60 0,60 2,64 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 0,00 0,00 2,65 L47

L48 1,80 1,80 2,68 L48

L49 L49

L50 L50

L51 L51

L52 0,00 0,00 2,65 L52

L53 1,20 1,20 2,67 L53

6

3

3,00

0,00

0,00

2,650

0,02

0,58

2,7

2,6

0,58

1,51

0,01

0,0167

2S ile 3S Arasēndaki Lab. Sayēsē

Tane yoĵunluĵu, (Doygun Kuru Y¿zey)                                                                                                     

TS EN 1097-6                                                                                                                   

(5-15 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  55- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ  

    
 

 
 
 
 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 0,48 0,48 2,67 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 1,57 1,57 2,69 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 -1,25 1,25 2,64 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 -0,06 0,06 2,66 L27

L28 L28

L29 L29

L30 L30

L31 -0,53 0,53 2,65 L31

L32 1,02 1,02 2,68 L32

L33 L33

L34 L34

L35 -1,15 1,15 2,64 L35

L36 L36

L37 L37

L38 -1,15 1,15 2,64 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 -0,60 0,60 2,65 L43

L44 -0,06 0,06 2,66 L44

L45 0,48 0,48 2,67 L45

L46 -0,60 0,60 2,65 L46

L47 1,02 1,02 2,68 L47

L48 0,48 0,48 2,67 L48

L49 L49

L50 L50

L51 L51

L52 -0,60 0,60 2,65 L52

L53 1,02 1,02 2,68 L53

16

9

7,00

0,00

0,00

2,661

0,02

0,62

2,7

2,6

0,62

1,95

0,00

0,0184
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Tane yoĵunluĵu, (Doygun Kuru Y¿zey)                                                                                                            

TS EN 1097-6                                                                                                          

(15-25 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  56- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ, TS EN 1097-6, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό9ǘǸǾ YǳǊǳǎǳύ 

    

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 0,74 0,74 2,64 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0,81 0,81 2,58 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 0,40 0,40 2,63 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0,74 0,74 2,64 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 -1,07 1,07 2,57 L32

L33 L33

L34 L34

L35 -1,85 1,85 2,54 L35

L36 L36

L37 L37

L38 0,48 0,48 2,63 L38

L39 -0,81 0,81 2,58 L39

L40 L40

L41 L41

L42 L42

L43 -0,55 0,55 2,59 L43

L44 -0,55 0,55 2,59 L44

L45 L45

L46 -0,55 0,55 2,59 L46

L47 1,26 1,26 2,66 L47

L48 0,74 0,74 2,64 L48

L49 L49

L50 L50

L51 L51

L52 1,26 1,26 2,66 L52

L53 0,22 0,22 2,62 L53

15

11

4

0

0

2,611

0,0

1,4

2,7

2,5

1,4

4,6

0,0

0,0387
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Tane yoĵunluĵu, (Et¿v Kurusu)                                                                                                        

TS EN 1097-6                                                                                                                             

(0-5 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  57- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀyini, TS EN 1097-6, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό9ǘǸǾ YǳǊǳǎǳύ 

   

 

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 0,00 0,00 2,65 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -2,05 2,05 2,62 L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 -1,37 1,37 2,63 L47

L48 0,68 0,68 2,66 L48

L49 L49

L50 L50

L51 L51

L52 0,68 0,68 2,66 L52

L53 0,00 0,00 2,65 L53

6

4

1

1

0

2,650

0,0

0,6

2,7

2,6

0,6

1,5

0,0

0,0146

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Tane yoĵunluĵu, (Et¿v Kurusu)                                                                                                       

TS EN 1097-6                                                                                                        

(5-15 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  58- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ, TS EN 1097-6, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό9ǘǸǾ YǳǊǳǎǳύ 

   

 

     

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 0,47 0,47 2,65 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -1,06 1,06 2,62 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 -1,27 1,27 2,62 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 -0,04 0,04 2,64 L27

L28 L28

L29 L29

L30 L30

L31 -0,73 0,73 2,63 L31

L32 0,47 0,47 2,65 L32

L33 L33

L34 L34

L35 -1,06 1,06 2,62 L35

L36 L36

L37 L37

L38 -0,55 0,55 2,63 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 -0,55 0,55 2,63 L43

L44 -0,04 0,04 2,64 L44

L45 0,47 0,47 2,65 L45

L46 -0,55 0,55 2,63 L46

L47 0,98 0,98 2,66 L47

L48 0,47 0,47 2,65 L48

L49 L49

L50 L50

L51 L51

L52 1,50 1,50 2,67 L52

L53 1,50 1,50 2,67 L53

16

11

5

0

0

2,641

0,0

0,7

2,7

2,6

0,7

2,0

0,0

0,0195

2S ile 3S Arasēndaki Lab. Sayēsē

Tane yoĵunluĵu, (Et¿v Kurusu)                                                                                                          

TS EN 1097-6                                                                                                         

(15-25 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  59- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όSu Emme hǊŀƴƤ) 

    
 

 
 
 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 2,63 2,63 2,8 L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 0,80 0,80 1,8 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 -0,12 0,12 1,3 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 -0,86 0,86 0,9 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 0,52 0,52 1,7 L32

L33 L33

L34 L34

L35 3,00 3,00 3,0 L35 L35

L36 L36

L37 L37

L38 -0,65 0,65 1,0 L38

L39 -0,21 0,21 1,3 L39

L40 L40

L41 L41

L42 L42

L43 0,61 0,61 1,7 L43

L44 0,80 0,80 1,8 L44

L45 L45

L46 -0,64 0,64 1,0 L46

L47 -0,67 0,67 1,0 L47

L48 -1,04 1,04 0,8 L48

L49 L49

L50 L50

L51 L51

L52 -1,04 1,04 0,8 L52

L53 -0,49 0,49 1,1 L53

15

11

2

2

0

1,367

0,68

49,80

3,0

0,8

49,8

161,0

0,2

0,545

2S ile 3S Arasēndaki Lab. Sayēsē

Su Emme Oranē,                                                                                                     

TS EN 1097-6                                                                                               

(0-5 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  60- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό{ǳ 9ƳƳŜ hǊŀƴƤύ 

   

 

  

    

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 0,00 0,00 0,9 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 0,00 0,00 0,9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 -1,00 1,00 0,8 L47

L48 0,00 0,00 0,9 L48

L49 L49

L50 L50

L51 L51

L52 -2,99 2,99 0,6 L52 L52

L53 L53

5

4

0

1

0

0,900

0,13

14,49

0,9

0,6

14,5

33,3

0,1

0,100

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Su Emme Oranē,                                                                                TS 

EN 1097-6                                                                            (5-15 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  61- ¢ŀƴŜ ȅƻƐǳƴƭǳƐǳ ¢ŀȅƛƴƛ-, TS EN 1097-6, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό{ǳ 9ƳƳŜ hǊŀƴƤύ 

  

 

   
 
 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 0,20 0,20 0,8 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 0,85 0,85 0,9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 0,52 0,52 0,9 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0,20 0,20 0,8 L27

L28 L28

L29 L29

L30 L30

L31 1,15 1,15 0,9 L31

L32 -0,13 0,13 0,8 L32

L33 L33

L34 L34

L35 0,20 0,20 0,8 L35

L36 L36

L37 L37

L38 -0,78 0,78 0,7 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 0,20 0,20 0,8 L43

L44 0,85 0,85 0,9 L44

L45 -0,84 0,84 0,6 L45

L46 1,63 1,63 1,0 L46

L47 -1,75 1,75 0,5 L47

L48 -0,45 0,45 0,7 L48

L49 L49

L50 L50

L51 L51

L52 -0,45 0,45 0,7 L52

L53 -2,40 2,40 0,4 L53 L53

16

12

3

1

0

0,770

0,16

20,87

1,0

0,4

20,9

80,6

0,0

0,154

2S ile 3S Arasēndaki Lab. Sayēsē

Su Emme Oranē,                                                                                            

TS EN 1097-6                                                                                                

(15-25 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  62- DŜǾǒŜƪ ȅƤƐƤƴ ȅƻƐǳƴƭǳƐǳƴǳƴ ǾŜ ōƻǒƭǳƪ ƘŀŎƳƛ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ ¢{ 9b млфт-3, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όDŜǾǒŜƪ ¸ƤƐƤƴ 
¸ƻƐǳƴƭǳƐǳ) 

   

 

   

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 0,68 0,68 1,68 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 -1,50 1,50 1,44 L21

L22 L22

L23 1,04 1,04 1,72 L23

L24 L24

L25 L25

L26 L26

L27 0,14 0,14 1,62 L27

L28 L28

L29 L29

L30 L30

L31 1,28 1,28 1,75 L31

L32 -0,41 0,41 1,56 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 -0,32 0,32 1,57 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 -1,04 1,04 1,49 L44

L45 L45

L46 0,41 0,41 1,65 L46

L47 -0,41 0,41 1,56 L47

L48 -1,13 1,13 1,48 L48

L49 L49

L50 L50

L51 L51

L52 0,86 0,86 1,70 L52

L53 0,41 0,41 1,65 L53

13

8

5

0

0

1,605

0,097

6,1

1,7

1,4

6,1

19,1

0,0

0,110

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

Gevĸek Yēĵēn Yoĵunluĵu,                                                                                               

TS EN 1097-3                                                                                                   

(0-5 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)
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4ƛȊŜƭƎŜ  63- DŜǾǒŜƪ ȅƤƐƤƴ ȅƻƐǳƴƭǳƐǳƴǳƴ ǾŜ ōƻǒƭǳƪ ƘŀŎƳƛ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ ¢{ 9b млфт-3, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όDŜǾǒŜƪ ¸ƤƐƤƴ 
¸ƻƐǳƴƭǳƐǳύ 

   

 

   

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0,34 0,34 1,49 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 0,68 0,68 1,52 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 0,00 0,00 1,50 L47

L48 0,00 0,00 1,50 L48

L49 L49

L50 L50

L51 L51

L52 0,68 0,68 1,52 L52

L53 3,08 3,08 1,59 L53 L53

6

5

0

0

1

1,500

0,0

2,4

1,6

1,5

2,4

6,7

0,0

0,029

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

Gevĸek Yēĵēn Yoĵunluĵu,                                                                                           

TS EN 1097-3                                                                                       

(5-15 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 
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4ƛȊŜƭƎŜ  64- DŜǾǒŜƪ ȅƤƐƤƴ ȅƻƐǳƴƭǳƐǳƴǳƴ ǾŜ ōƻǒƭǳƪ ƘŀŎƳƛ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ ¢{ 9b млфт-3, 15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ όDŜǾǒŜƪ ̧ ƤƐƤƴ 
¸ƻƐǳƴƭǳƐǳύ 

  

 

  
 
 
 
 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0,69 0,69 1,48 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 3,09 3,09 1,64 L21 L21

L22 L22

L23 0,25 0,25 1,52 L23

L24 L24

L25 L25

L26 L26

L27 -0,46 0,46 1,49 L27

L28 L28

L29 L29

L30 L30

L31 -0,29 0,29 1,50 L31

L32 -0,46 0,46 1,49 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 -0,93 0,93 1,47 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 0,49 0,49 1,53 L43

L44 -0,22 0,22 1,50 L44

L45 L45

L46 -1,40 1,40 1,45 L46

L47 0,96 0,96 1,55 L47

L48 -0,69 0,69 1,48 L48

L49 L49

L50 L50

L51 L51

L52 0,49 0,49 1,53 L52

L53 1,44 1,44 1,57 L53

14

11

2

0

1

1,509

0,0

3,2

1,6

1,5

3,2

12,6

0,0

0,042

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

2S ile 3S Arasēndaki Lab. Sayēsē

Gevĸek Yēĵēn Yoĵunluĵu,                                                                                              

TS EN 1097-3                                                                                                          

(15-25 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer



01605/20-213 

1.04.2021 

 

Sayfa 66 / 129 

4ƛȊŜƭƎŜ  65- DŜǾǒŜƪ ȅƤƐƤƴ ȅƻƐǳƴƭǳƐǳƴǳƴ ǾŜ ōƻǒƭǳƪ ƘŀŎƳƛ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ ¢{ 9b млфт-3, 0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό.ƻǒƭǳƪ ƘŀŎƳƛ 
ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛύ 

   

 

    

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -1,70 1,70 29,0 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 -1,89 1,89 28,0 L23

L24 L24

L25 L25

L26 L26

L27 0,20 0,20 39,0 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 0,18 0,18 38,9 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 0,86 0,86 42,5 L44

L45 L45

L46 -0,73 0,73 34,1 L46

L47 0,58 0,58 41,0 L47

L48 1,10 1,10 43,7 L48

L49 L49

L50 L50

L51 L51

L52 -0,56 0,56 35,0 L52

L53 -0,18 0,18 37,0 L53

10

7

3

0

0

37,955

5,3

14,1

43,7

28,0

14,1

41,5

1,7

5,269

2S ile 3S Arasēndaki Lab. Sayēsē

Agrega Boĸluk Oranē,                                                                                                                              

TS EN 1097-3                                                                                                                              

(0-5 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  66- DŜǾǒŜƪ ȅƤƐƤƴ ȅƻƐǳƴƭǳƐǳƴǳƴ ǾŜ ōƻǒƭǳƪ ƘŀŎƳƛ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ ¢{ 9b млфт-3, 5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό.ƻǒƭǳƪ ƘŀŎƳƛ 
ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛύ 

   

 

     
 
 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 0,20 0,20 43,0 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 -2,99 2,99 35,0 L23 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 0,20 0,20 43,0 L47

L48 0,20 0,20 43,0 L48

L49 L49

L50 L50

L51 L51

L52 -0,20 0,20 42,0 L52

L53 -1,00 1,00 40,0 L53

6

5

0

1

0

42,500

3,2

7,4

43,0

35,0

7,4

18,8

1,3

2,506

2S ile 3S Arasēndaki Lab. Sayēsē

Agrega Boĸluk Oranē,                                                                                                             

TS EN 1097-3                                                                                                           

(5-15 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  67- DŜǾǒŜƪ ȅƤƐƤƴ ȅƻƐǳƴƭǳƐǳƴǳƴ ǾŜ ōƻǒƭǳƪ ƘŀŎƳƛ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ ¢{ 9b млфт-3, 15-25 ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤ ό.ƻǒƭǳƪ ƘŀŎƳƛ 
ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛύ 

   

 

  
 
 
 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0,97 0,97 41,0 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 -1,62 1,62 40,0 L23

L24 L24

L25 L25

L26 L26

L27 0,32 0,32 43,0 L27

L28 L28

L29 L29

L30 L30

L31 0,32 0,32 43,0 L31

L32 0,82 0,82 43,8 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 -0,32 0,32 42,0 L43

L44 0,32 0,32 43,0 L44

L45 L45

L46 2,14 2,14 45,8 L46 L46

L47 -0,45 0,45 41,8 L47

L48 0,98 0,98 44,0 L48

L49 L49

L50 L50

L51 L51

L52 -0,32 0,32 42,0 L52

L53 -0,97 0,97 41,0 L53

12

10

1

1

0

42,500

1,6

3,7

45,8

40,0

3,7

13,6

0,5

1,542

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Agrega Boĸluk Oranē,                                                                                                                    

TS EN 1097-3                                                                                                       

(15-25 mm)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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11.5. !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-2 
 

4ƛȊŜƭƎŜ  68- TƴŎŜ !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛΣ !{¢a /мну όл-5 mm ς 5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ 

    
 

 
 
L1м ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ άTƴŎŜ !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ 
Tayini, ASTM C128 (0-5 mm ς 5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ ŘŜƴŜȅ ǎƻƴǳŎǳ- όнΣпфύΣ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ 
ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 
4ƛȊŜƭƎŜ мо ǾŜ 4ƛȊŜƭƎŜ мпΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 
 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 0.50 0.50 2.60 L2

L3 L3

L4 -0.75 0.75 2.57 L4

L5 0.08 0.08 2.59 L5

L6 0.92 0.92 2.61 L6

L7 -1.17 1.17 2.56 L7

L8 0.92 0.92 2.61 L8

L9 L9

L10 0.08 0.08 2.59 L10

L11

L12 L12

L13 -0.33 0.33 2.58 L13

L14 -2.42 2.42 2.53 L14 L14

L15 -0.75 0.75 2.57 L15

L16 0.92 0.92 2.61 L16

L17 -1.58 1.58 2.55 L17

L18 0.92 0.92 2.61 L18

L19 -1.17 1.17 2.56 L19

L20 0.50 0.50 2.60 L20

L21 L21

L22 L22

L23 L23

L24 -0.33 0.33 2.58 L24

L25 0.08 0.08 2.59 L25

L26 -0.33 0.33 2.58 L26

L27 3.00 3.00 2.66 L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -0.33 0.33 2.58 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 1.75 1.75 2.63 L39

L40 -0.33 0.33 2.58 L40

L41 1.33 1.33 2.62 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0.08 0.08 2.59 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0.75 0.75 2.57 L51

L52 -0.33 0.33 2.58 L52

26

19

5,00

1,00

1,00

2,588

0,03

1,04

2,7

2,5

1,04

5,02

0,01

0,0240
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵēl yoĵunluk, (Doygun Kuru Y¿zey)                                                                     

ASTM C128

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  69- TƴŎŜ !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛΣ !{¢a /мну όл-5 mm ς 9ǘǸǾ YǳǊǳǎǳύ 

   

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 0.31 0.31 2.54 L2

L3 L3

L4 -0.25 0.25 2.52 L4

L5 0.31 0.31 2.54 L5

L6 1.42 1.42 2.58 L6

L7 -1.36 1.36 2.48 L7

L8 0.86 0.86 2.56 L8

L9 L9

L10 0.31 0.31 2.54 L10

L11 0.03 0.03 2.53 L11

L12 L12

L13 -0.25 0.25 2.52 L13

L14 -1.92 1.92 2.46 L14

L15 -1.08 1.08 2.49 L15

L16 0.86 0.86 2.56 L16

L17 -1.36 1.36 2.48 L17

L18 0.58 0.58 2.55 L18

L19 -1.92 1.92 2.46 L19

L20 0.31 0.31 2.54 L20

L21 L21

L22 L22

L23 L23

L24 -0.25 0.25 2.52 L24

L25 0.03 0.03 2.53 L25

L26 -0.25 0.25 2.52 L26

L27 2.81 2.81 2.63 L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -0.53 0.53 2.51 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 1.14 1.14 2.57 L39

L40 L40

L41 1.14 1.14 2.57 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0.03 0.03 2.53 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0.53 0.53 2.51 L51

L52 0.03 0.03 2.53 L52

26

17

8

1

0

2.529

0.0

1.5

2.6

2.5

1.5

6.7

0.0

0.036
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵēl yoĵunluk, (Et¿v Kurusu)                              ASTM C128

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  70- TƴŎŜ !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛΣ !{¢a /мну όл-5 mm ς {ǳ 9ƳƳŜ hǊŀƴƤύ 

      

 

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -0.26 0.26 2.3 L2

L3 L3

L4 -1.48 1.48 1.8 L4

L5 -0.99 0.99 2.0 L5

L6 0.40 0.40 2.6 L6

L7 0.72 0.72 2.7 L7

L8 -0.99 0.99 2.0 L8

L9 L9

L10 -0.99 0.99 2.0 L10

L11 -1.72 1.72 1.7 L11

L12 L12

L13 0.23 0.23 2.5 L13

L14 1.21 1.21 2.9 L14

L15 1.94 1.94 3.2 L15

L16 -0.50 0.50 2.2 L16

L17 0.96 0.96 2.8 L17

L18 0.23 0.23 2.5 L18

L19 3.40 3.40 3.8 L19 L19

L20 0.23 0.23 2.5 L20

L21 L21

L22 L22

L23 L23

L24 0.23 0.23 2.5 L24

L25 -0.01 0.01 2.4 L25

L26 0.48 0.48 2.6 L26

L27 -3.57 3.57 0.9 L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0.72 0.72 2.7 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.33 0.33 2.5 L39

L40 0.48 0.48 2.6 L40

L41 -0.99 0.99 2.0 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.01 0.01 2.4 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.48 0.48 2.6 L51

L52 -0.50 0.50 2.2 L52

27

21

4

0

2

2.405

0.52

21.74

3.8

0.9

21.7

118.9

0.1

0.410
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Su Emme Oranē,                ASTM C128

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  71- Tri !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛΣ !{¢a /мнт όр-15 mm ς 5ƻȅƎǳƴ YǳǊǳ ¸ǸȊŜȅύ 

   

 

[с ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳŎǳ όнΣснлύ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ 

ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 4ƛȊŜƭƎŜ мо ǾŜ 4ƛȊŜƭƎŜ 

мпΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 0.10 0.10 2.66 L2

L3 L3

L4 -1.90 1.90 2.64 L4

L5 1.10 1.10 2.67 L5

L6

L7 0.10 0.10 2.66 L7

L8 0.10 0.10 2.66 L8

L9 L9

L10 1.10 1.10 2.67 L10

L11 -1.90 1.90 2.64 L11

L12 L12

L13 0.10 0.10 2.66 L13

L14 -0.90 0.90 2.65 L14

L15 0.10 0.10 2.66 L15

L16 -0.90 0.90 2.65 L16

L17 -1.90 1.90 2.64 L17

L18 L18

L19 0.10 0.10 2.66 L19

L20 2.10 2.10 2.68 L20 L20

L21 L21

L22 L22

L23 L23

L24 -0.90 0.90 2.65 L24

L25 0.10 0.10 2.66 L25

L26 0.10 0.10 2.66 L26

L27 0.10 0.10 2.66 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0.10 0.10 2.66 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 1.10 1.10 2.67 L39

L40 0.10 0.10 2.66 L40

L41 0.10 0.10 2.66 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.90 0.90 2.65 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.10 0.10 2.66 L51

L52 1.10 1.10 2.67 L52

25

17

7.00

1.00

0.00

2.659

0.01

0.37

2.7

2.6

0.37

1.50

0.00

0.0100
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵēl yoĵunluk, (Doygun Kuru Y¿zey)                                                                                                                        

ASTM C127

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  72- Tri !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛΣ !{¢a /мнт όр-15 mm ς 9ǘǸǾ YǳǊǳǎǳύ 

   
 

 
 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -0.54 0.54 2.63 L2

L3 L3

L4 -1.31 1.31 2.62 L4

L5 1.00 1.00 2.65 L5

L6 -2.85 2.85 2.60 L6 L6

L7 0.23 0.23 2.64 L7

L8 0.23 0.23 2.64 L8

L9 L9

L10 1.00 1.00 2.65 L10

L11 1.77 1.77 2.66 L11

L12 L12

L13 -0.54 0.54 2.63 L13

L14 -0.54 0.54 2.63 L14

L15 -0.54 0.54 2.63 L15

L16 -0.54 0.54 2.63 L16

L17 -1.31 1.31 2.62 L17

L18 L18

L19 -1.31 1.31 2.62 L19

L20 2.54 2.54 2.67 L20 L20

L21 L21

L22 L22

L23 L23

L24 -0.54 0.54 2.63 L24

L25 0.23 0.23 2.64 L25

L26 0.23 0.23 2.64 L26

L27 0.23 0.23 2.64 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 1.00 1.00 2.65 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 1.00 1.00 2.65 L39

L40 L40

L41 0.23 0.23 2.64 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.54 0.54 2.63 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.23 0.23 2.64 L51

L52 1.00 1.00 2.65 L52

25

19

4

2

0

2.637

0.0

0.6

2.7

2.6

0.6

2.7

0.0

0.013

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵēl yoĵunluk, (Et¿v Kurusu)                                                                                                                                  

ASTM C127

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  73- TǊƛ !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛ, ASTM C127 (5-15 mm ς {ǳ 9ƳƳŜ hǊŀƴƤύ 

   
 

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 2.60 2.60 1.2 L2 L2

L3 L3

L4 0.40 0.40 0.9 L4

L5 -1.07 1.07 0.7 L5

L6 1.87 1.87 1.1 L6

L7 0.40 0.40 0.9 L7

L8 0.40 0.40 0.9 L8

L9 L9

L10 -1.07 1.07 0.7 L10

L11 0.40 0.40 0.9 L11

L12 L12

L13 0.40 0.40 0.9 L13

L14 -0.34 0.34 0.8 L14

L15 1.13 1.13 1.0 L15

L16 0.40 0.40 0.9 L16

L17 1.13 1.13 1.0 L17

L18 L18

L19 0.40 0.40 0.9 L19

L20 -1.81 1.81 0.6 L20

L21 L21

L22 L22

L23 L23

L24 0.40 0.40 0.9 L24

L25 -1.07 1.07 0.7 L25

L26 -1.07 1.07 0.7 L26

L27 0.10 0.10 0.9 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -1.07 1.07 0.7 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -1.07 1.07 0.7 L39

L40 0.40 0.40 0.9 L40

L41 -1.07 1.07 0.7 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.34 0.34 0.8 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.40 0.40 0.9 L51

L52 0.40 0.40 0.9 L52

26

14

11

1

0

0.846

0.14

16.42

1.2

0.6

16.4

70.9

0.0

0.136

2S ile 3S Arasēndaki Lab. Sayēsē

Su Emme Oranē,                                                                                                               

ASTM C127

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  74- TǊƛ !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛΣ !{¢a /мнт όмр-25 mm ς Doygun Kuru 
¸ǸȊŜȅύ 

      
 

 
 
 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 0,57 0,57 2,67 L2

L3 L3

L4 L4

L5 L5

L6 0,57 0,57 2,67 L6

L7 0,57 0,57 2,67 L7

L8 -0,30 0,30 2,66 L8

L9 L9

L10 1,43 1,43 2,68 L10

L11 -2,03 2,03 2,64 L11 L11

L12 L12

L13 0,57 0,57 2,67 L13

L14 -1,16 1,16 2,65 L14

L15 -0,30 0,30 2,66 L15

L16 -0,30 0,30 2,66 L16

L17 -1,16 1,16 2,65 L17

L18 -1,16 1,16 2,65 L18

L19 -0,30 0,30 2,66 L19

L20 -0,30 0,30 2,66 L20

L21 L21

L22 L22

L23 L23

L24 -1,16 1,16 2,65 L24

L25 0,57 0,57 2,67 L25

L26 -1,16 1,16 2,65 L26

L27 -0,30 0,30 2,66 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0,57 0,57 2,67 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0,30 0,30 2,66 L39

L40 0,57 0,57 2,67 L40

L41 1,43 1,43 2,68 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 1,43 1,43 2,68 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0,57 0,57 2,67 L51

L52 0,57 0,57 2,67 L52

25

16

8,00

1,00

0,00

2,663

0,01

0,40

2,7

2,6

0,40

1,50

0,00

0,0116

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵēl yoĵunluk, (Doygun Kuru Y¿zey)                                                                            

ASTM C127

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  75- TǊƛ !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛΣ !{¢a /мнт όмр-25 mm ς 9ǘǸǾ YǳǊǳǎǳύ 

  

 

 
 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -0,38 0,38 2,64 L2

L3 L3

L4 L4

L5 L5

L6 0,53 0,53 2,65 L6

L7 0,53 0,53 2,65 L7

L8 -0,38 0,38 2,64 L8

L9 L9

L10 1,43 1,43 2,66 L10

L11 1,43 1,43 2,66 L11

L12 L12

L13 0,53 0,53 2,65 L13

L14 -1,28 1,28 2,63 L14

L15 -0,38 0,38 2,64 L15

L16 -0,38 0,38 2,64 L16

L17 -1,28 1,28 2,63 L17

L18 -1,28 1,28 2,63 L18

L19 -0,38 0,38 2,64

L20 -0,38 0,38 2,64 L20

L21 L21

L22 L22

L23 L23

L24 -0,38 0,38 2,64 L24

L25 0,53 0,53 2,65 L25

L26 -1,28 1,28 2,63 L26

L27 -0,38 0,38 2,64 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0,53 0,53 2,65 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0,38 0,38 2,64 L39

L40 L40

L41 1,43 1,43 2,66 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 1,43 1,43 2,66 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0,38 0,38 2,64 L51

L52 0,53 0,53 2,65 L52

24

16

8

0

0

2,644

0,0

0,4

2,7

2,6

0,4

1,1

0,0

0,011
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵēl yoĵunluk, (Et¿v Kurusu)                                                                                     

ASTM C127

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  76- TǊƛ !ƎǊŜƎŀƭŀǊŘŀ ¸ƻƐǳƴƭǳƪΣ .ŀƐƤƭ ¸ƻƐǳƴƭǳƪ ǾŜ {ǳ 9ƳƳŜ hǊŀƴƤ ¢ŀȅƛƴƛΣ !{¢a /мнт όмр-25 mm ς {ǳ 9ƳƳŜ hǊŀƴƤύ 

   

 

 
 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 2,53 2,53 1,0 L2 L2

L3 L3

L4 L4

L5 L5

L6 -1,13 1,13 0,7 L6

L7 0,09 0,09 0,8 L7

L8 -1,13 1,13 0,7 L8

L9 L9

L10 -1,13 1,13 0,7 L10

L11 0,09 0,09 0,8 L11

L12 L12

L13 1,31 1,31 0,9 L13

L14 0,09 0,09 0,8 L14

L15 0,09 0,09 0,8 L15

L16 0,09 0,09 0,8 L16

L17 0,09 0,09 0,8 L17

L18 2,53 2,53 1,0 L18 L18

L19 1,31 1,31 0,9

L20 -1,13 1,13 0,7 L20

L21 L21

L22 L22

L23 L23

L24 -1,13 1,13 0,7 L24

L25 -1,13 1,13 0,7 L25

L26 0,09 0,09 0,8 L26

L27 -0,03 0,03 0,8 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -1,13 1,13 0,7 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0,09 0,09 0,8 L39

L40 0,09 0,09 0,8 L40

L41 0,09 0,09 0,8 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0,09 0,09 0,8 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 1,31 1,31 0,9 L51

L52 0,09 0,09 0,8 L52

25

13

10

2

0

0,793

0,09

10,93

1,0

0,7

10,9

37,8

0,0

0,082
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Su Emme Oranē,                                                                                                                                       

ASTM C127

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  77- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όл-5 mm ς {ƤƪƤǒƤƪ .ƛǊƛƳ !ƐƤǊƭƤƪύ 

   
 

 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 0.69 0.69 1910.0 L6

L7 L7

L8 0.61 0.61 1900.0 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 1.25 1.25 1980.0 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -0.69 0.69 1740.0 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0.69 0.69 1740.0 L39

L40 L40

L41 -0.85 0.85 1720.0 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0.61 0.61 1750.0 L51

L52 1.01 1.01 1950.0 L52

8

6

2

0

0

1825.0

108.6

6.0

1980.0

1720.0

6.0

14.2

38.4

123.750

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

Sēkēĸēk Yēĵēn Yoĵunluĵu,                                                                                                                      

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma
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4ƛȊŜƭƎŜ  78- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όл-5 mm ς {ƤƪƤǒƤƪ .ƻǒƭǳƪ hǊŀƴƤύ 

    
 

 
 
 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 -0.50 0.50 26.0 L6

L7 L7

L8 -0.70 0.70 25.0 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 -1.50 1.50 21.0 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0.50 0.50 31.0 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.70 0.70 32.0 L39

L40 L40

L41 0.90 0.90 33.0 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.50 0.50 31.0 L51

L52 -1.10 1.10 23.0 L52

8

6

2

0

0

28.500

4.6

16.0

33.0

21.0

16.0

42.1

1.6

5.010

2S ile 3S Arasēndaki Lab. Sayēsē

Agrega Boĸluk Oranē (Sēkēĸēk),                                                                                                                               

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  79- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όл-5 mm ς DŜǾǒŜƪ .ƛǊƛƳ !ƐƤǊƭƤƪύ 

   
 

 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 0.00 0.00 1540 L2

L3 L3

L4 L4

L5 L5

L6 2.07 2.07 1770 L6 L6

L7 -0.45 0.45 1490 L7

L8 1.71 1.71 1730 L8

L9 L9

L10 -0.45 0.45 1490 L10

L11 -1.26 1.26 1400 L11

L12 L12

L13 -0.45 0.45 1490 L13

L14 -0.18 0.18 1520 L14

L15 -0.72 0.72 1460 L15

L16 L16

L17 L17

L18 0.09 0.09 1550 L18

L19 -0.99 0.99 1430 L19

L20 -1.26 1.26 1400 L20

L21 L21

L22 L22

L23 L23

L24 -0.27 0.27 1510 L24

L25 L25

L26 1.26 1.26 1680 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -0.36 0.36 1500 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.00 0.00 1540 L39

L40 L40

L41 -0.09 0.09 1530 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0.99 0.99 1650 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0.36 0.36 1500 L51

L52 1.44 1.44 1700 L52

20

14

5

1

0

1539.63

106.6

6.9

1770.0

1400.0

6.9

24.0

23.8

111.15

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

Gevĸek Yēĵēn Yoĵunluĵu,                                                                                                        

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)
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4ƛȊŜƭƎŜ  80- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όл-5 mm ς DŜǾǒŜƪ .ƻǒƭǳƪ hǊŀƴƤύ 

   
 

 
 
[мп ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ά¸ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ 
tayini, ASTM C29 (0-5 mm ς DŜǾǒŜƪ .ƻǒƭǳƪ hǊŀƴƤύ ŘŜƴŜȅ ǎƻƴǳŎǳ- όнмΣнпύΣ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ 
ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 
4ƛȊŜƭƎŜ мо ǾŜ 4ƛȊŜƭƎŜ мпΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 0.41 0.41 41 L2

L3 L3

L4 L4

L5 L5

L6 -1.67 1.67 31 L6

L7 0.20 0.20 40 L7

L8 -1.46 1.46 32 L8

L9 L9

L10 0.41 0.41 41 L10

L11 1.03 1.03 44 L11

L12 L12

L13 0.41 0.41 41 L13

L14

L15 0.62 0.62 42 L15

L16 L16

L17 L17

L18 -0.01 0.01 39 L18

L19 1.03 1.03 44 L19

L20 1.20 1.20 45 L20

L21 L21

L22 L22

L23 L23

L24 0.19 0.19 40 L24

L25 L25

L26 -1.25 1.25 33 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0.41 0.41 41 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.20 0.20 40 L39

L40 L40

L41 0.20 0.20 40 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -1.25 1.25 33 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.41 0.41 41 L51

L52 -1.25 1.25 33 L52

17

11

8

0

0

39.0

4.1

10.4

44.8

31.0

10.4

35.4

1.0

4.822

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵēl yoĵunluk, (Et¿v Kurusu)                              ASTM C127

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)
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4ƛȊŜƭƎŜ  81- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όр-15 mm ς {ƤƪƤǒƤƪ .ƛǊƛƳ !ƐƤǊƭƤƪύ 

   
 

 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 -1.60 1.60 1630.0 L6

L7 L7

L8 0.00 0.00 1650.0 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 1.60 1.60 1670.0 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0.00 0.00 1650.0 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 1.60 1.60 1670.0 L39

L40 L40

L41 0.00 0.00 1650.0 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.00 0.00 1650.0 L51

L52 1.60 1.60 1670.0 L52

8

4

4

0

0

1650.0

14.1

0.9

1670.0

1630.0

0.9

2.4

5.0

12.531

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma

2S ile 3S Arasēndaki Lab. Sayēsē

Sēkēĸēk Yēĵēn Yoĵunluĵu,                                                                                                                   

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  82- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛ, ASTM C29 (5-15 mm ς {ƤƪƤǒƤƪ .ƻǒƭǳƪ 
hǊŀƴƤύ 

   
 

 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 0.00 0.00 37.0 L6

L7 L7

L8 0.00 0.00 37.0 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 0.00 0.00 37.0 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 3.23 3.23 38.0 L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.00 0.00 37.0 L39

L40 L40

L41 3.23 3.23 38.0 L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.00 0.00 37.0 L51

L52 0.00 0.00 37.0 L52

8

6

0

0

2

37.000

0.5

1.3

38.0

37.0

1.3

2.7

0.2

0.310

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Agrega Boĸluk Oranē (Sēkēĸēk),                                                                                                                

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  83- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όр-15 mm ς DŜǾǒŜƪ .ƛǊƛƳ 
!ƐƤǊƭƤƪύ 

    
 

 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -0.99 0.99 1460 L2

L3 L3

L4 L4

L5 L5

L6 0.03 0.03 1500 L6

L7 0.53 0.53 1520 L7

L8 0.03 0.03 1500 L8

L9 L9

L10 -0.48 0.48 1480 L10

L11 -0.99 0.99 1460 L11

L12 L12

L13 1.04 1.04 1540 L13

L14 -0.99 0.99 1460 L14

L15 -0.23 0.23 1490 L15

L16 L16

L17 L17

L18 L18

L19 -1.49 1.49 1440 L19

L20 0.03 0.03 1500 L20

L21 L21

L22 L22

L23 L23

L24 1.04 1.04 1540 L24

L25 L25

L26 1.04 1.04 1540 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 1.29 1.29 1550 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.03 0.03 1500 L39

L40 L40

L41 -0.23 0.23 1490 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -1.24 1.24 1450 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 1.29 1.29 1550 L51

L52 0.28 0.28 1510 L52

19

12

7

0

0

1498.95

34.8

2.3

1550.0

1440.0

2.3

7.3

8.0

39.45

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

2S ile 3S Arasēndaki Lab. Sayēsē

Gevĸek Yēĵēn Yoĵunluĵu,                                                                                                                               

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  84- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όр-15 mm ς DŜǾǒŜƪ .ƻǒƭǳƪ 
hǊŀƴƤύ 

   
 

 
 
[мп ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳŎǳ όмнΣртύ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ 

ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 4ƛȊŜƭƎŜм3 ǾŜ 4ƛȊŜƭƎŜ 

14ΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 1.05 1.05 44 L2

L3 L3

L4 L4

L5 L5

L6 -0.32 0.32 42 L6

L7 -0.32 0.32 42 L7

L8 0.37 0.37 43 L8

L9 L9

L10 -1.01 1.01 41 L10

L11 1.05 1.05 44 L11

L12 L12

L13 -1.01 1.01 41 L13

L14

L15 0.37 0.37 43 L15

L16 L16

L17 L17

L18 L18

L19 2.43 2.43 46 L19 L19

L20 0.85 0.85 44 L20

L21 L21

L22 L22

L23 L23

L24 -1.01 1.01 41 L24

L25 L25

L26 -0.32 0.32 42 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -1.01 1.01 41 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.37 0.37 43 L39

L40 L40

L41 1.05 1.05 44 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -1.01 1.01 41 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -1.01 1.01 41 L51

L52 0.37 0.37 43 L52

17

8

9

1

0

42.5

1.5

3.5

46.0

41.0

3.5

11.8

0.4

1.456

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

2S ile 3S Arasēndaki Lab. Sayēsē

Agrega Boĸluk Oranē (Gevĸek),                                                                                                                            

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  85- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όмр-25 mm ς {ƤƪƤǒƤƪ .ƛǊƛƳ 
!ƐƤǊƭƤƪύ 

   
 

 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 -1.20 1.20 1600.0 L6

L7 L7

L8 -0.13 0.13 1640.0 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 0.93 0.93 1680.0 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -0.40 0.40 1630.0 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 1.73 1.73 1710.0 L39

L40 L40

L41 -0.93 0.93 1610.0 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.13 0.13 1650.0 L51

L52 0.93 0.93 1680.0 L52

8

6

2

0

0

1645.0

37.8

2.3

1710.0

1600.0

2.3

6.7

13.4

37.594

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma

2S ile 3S Arasēndaki Lab. Sayēsē

Sēkēĸēk Yēĵēn Yoĵunluĵu,                                                                                                        

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  86- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όмр-25 mm ς {ƤƪƤǒƤƪ .ƻǒƭǳƪ 
hǊŀƴƤύ 

   
 

 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 0.29 0.29 39.0 L6

L7 L7

L8 -0.29 0.29 38.0 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 -1.45 1.45 36.0 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0.29 0.29 39.0 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -2.03 2.03 35.0 L39 L39

L40 L40

L41 0.29 0.29 39.0 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.29 0.29 39.0 L51

L52 -1.45 1.45 36.0 L52

8

5

2

1

0

38.500

1.7

4.4

39.0

35.0

4.4

10.4

0.6

1.723

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Agrega Boĸluk Oranē (Sēkēĸēk),                                                                                          

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  87- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όмр-25 mm ς DŜǾǒŜƪ .ƛǊƛƳ 
!ƐƤǊƭƤƪύ 

    
 

 
 
  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -1.26 1.26 1450 L2

L3 L3

L4 L4

L5 L5

L6 -0.53 0.53 1480 L6

L7 1.40 1.40 1560 L7

L8 -0.29 0.29 1490 L8

L9 L9

L10 -0.78 0.78 1470 L10

L11 0.43 0.43 1520 L11

L12 L12

L13 0.67 0.67 1530 L13

L14 -1.26 1.26 1450 L14

L15 -0.29 0.29 1490 L15

L16 L16

L17 L17

L18 -0.05 0.05 1500 L18

L19 L19

L20 -0.05 0.05 1500 L20

L21 L21

L22 L22

L23 L23

L24 0.19 0.19 1510 L24

L25 L25

L26 0.92 0.92 1540 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0.67 0.67 1530 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.67 0.67 1530 L39

L40 L40

L41 -1.26 1.26 1450 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -1.26 1.26 1450 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 1.16 1.16 1550 L51

L52 0.92 0.92 1540 L52

19

13

6

0

0

1502.11

36.5

2.4

1560.0

1450.0

2.4

7.3

8.4

41.34

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

2S ile 3S Arasēndaki Lab. Sayēsē

Gevĸek Yēĵēn Yoĵunluĵu,                                                                                           

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  88- ̧ ƤƐƤƴ ¸ƻƐǳƴƭǳƐǳƴǳƴ όƎŜǾǒŜƪ ǾŜκǾŜȅŀ ǎƤƪƤǒƤƪύ ǾŜ ōƻǒƭǳƪ ƻǊŀƴƤƴƤƴ ǘŀȅƛƴƛΣ !{¢a /нф όмр-25 mm ς DŜǾǒŜƪ .ƻǒƭǳƪ 
hǊŀƴƤύ 

   
 

 
 
L14 kodu ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳŎǳ όмоΦлύ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ 

ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 4ƛȊŜƭƎŜмо ǾŜ 4ƛȊŜƭƎŜ 

мпΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 1.33 1.33 44 L6

L7 -1.26 1.26 41 L7

L8 0.47 0.47 43 L8

L9 L9

L10 1.33 1.33 44 L10

L11 -0.39 0.39 42 L11

L12 L12

L13 -0.39 0.39 42 L13

L14

L15 0.47 0.47 43 L15

L16 L16

L17 L17

L18 0.47 0.47 43 L18

L19 L19

L20 0.55 0.55 43 L20

L21 L21

L22 L22

L23 L23

L24 0.01 0.01 42 L24

L25 L25

L26 -1.26 1.26 41 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -0.39 0.39 42 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0.39 0.39 42 L39

L40 L40

L41 2.19 2.19 45 L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -1.26 1.26 41 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0.39 0.39 42 L51

L52 -0.39 0.39 42 L52

16

11

5

1

0

42.5

1.2

2.7

45.0

41.0

2.7

9.4

0.3

1.159

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

2S ile 3S Arasēndaki Lab. Sayēsē

Agrega Boĸluk Oranē (Gevĸek),                                                                                             

ASTM C29

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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11.6. !ƎǊŜƎŀ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ-3 
 

4ƛȊŜƭƎŜ  89- !ƎǊŜƎŀƭŀǊƤƴ ƳŜƪŀƴƛƪ ǾŜ ŦƛȊƛƪǎŜƭ ǀȊŜƭƭƛƪƭŜǊƛ ƛœƛƴ ŘŜƴŜȅƭŜǊ ōǀƭǸƳ н Υ tŀǊœŀƭŀƴƳŀ ŘƛǊŜƴŎƛƴƛƴ ǘŀȅƛƴƛ ƛœƛƴ ƳŜǘƻǘƭŀǊΣ ¢{ 
EN 1097-2  

      

 

 

      

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 1.89 1.89 19.00 L3

L4 L4

L5 L5

L6 L6

L7 0.14 0.14 16.00 L7

L8 L8

L9 0.14 0.14 16.00 L9

L10 L10

L11 L11

L12 0.14 0.14 16.00 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 0.14 0.14 16.00 L21

L22 L22

L23 -0.44 0.44 15.00 L23

L24 L24

L25 L25

L26 L26

L27 -1.02 1.02 14.00 L27

L28 L28

L29 -0.44 0.44 15.00 L29

L30 0.73 0.73 17.00 L30

L31 -1.60 1.60 13.00 L31

L32 2.13 2.13 19.41 L32 L32

L33 L33

L34 -1.25 1.25 13.60 L34

L35 L35

L36 0.02 0.02 15.78 L36

L37 -0.50 0.50 14.90 L37

L38 0.14 0.14 16.00 L38

L39 -0.26 0.26 15.30 L39

L40 L40

L41 L41

L42 L42

L43 -1.02 1.02 14.00 L43

L44 -1.02 1.02 14.00 L44

L45 0.37 0.37 16.38 L45

L46 0.73 0.73 17.00 L46

L47 1.31 1.31 18.00 L47

L48 0.73 0.73 17.00 L48

L49 1.31 1.31 18.00 L49

L50 L50

L51 L51

L52 -1.02 1.02 14.00 L52

L53 -0.44 0.44 15.00 L53

25

15

9.00

1.00

0.00

15.751

1.66

10.56

19.4

13.0

10.56

40.69

0.33

1.7144

2S ile 3S Arasēndaki Lab. Sayēsē

Los Angeles                                                                                         

TS EN 1097-2

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  90- !ƎǊŜƎŀƭŀǊƤƴ ƳŜƪŀƴƛƪ ǾŜ ŦƛȊƛƪǎŜƭ ǀȊŜƭƭƛƪƭŜǊƛ ƛœƛƴ ŘŜƴŜȅƭŜǊ ōǀƭǸƳ н Υ tŀǊœŀƭŀƴƳŀ ŘƛǊŜƴŎƛƴƛƴ ǘŀȅƛƴƛ ƛœƛƴ ƳŜǘƻǘƭŀǊΣ ¢{ 
EN 1097-2/EK-A 5ŜƳƛǊȅƻƭǳ ōŀƭŀǎǘƤ ŀƎǊŜƎŀƭŀǊƤƴƤƴ ǇŀǊœŀƭŀƴƳŀ ŘƛǊŜƴŎƛƴƛƴ ǘŀȅƛƴƛ 

  
 

 
 

   

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 1.00 1.00 30.00 L27

L28 L28

L29 0.00 0.00 29.00 L29

L30 L30

L31 -1.99 1.99 27.00 L31

L32 L32

L33 L33

L34 -1.00 1.00 28.00 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 0.00 0.00 29.00 L52

5

4

1

0

0

29.000

1.1

3.9

30.0

27.0

3.9

10.3

0.5

1.003

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Los Angeles                                                                                                    

TS EN 1097-2/EK-A Balast

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  91- YǸœǸƪ .ƻȅǳǘƭǳ TǊƛ !ƎǊŜƎŀƭŀǊƤƴ [ƻǎ !ƴƎŜƭŜǎ aŀƪƛƴŜǎƛƴŘŜ !ǒƤƴƳŀ ǾŜ 5ŀǊōŜ etkilerine YŀǊǒƤ 5ƛǊŜƴcinin Tayini, ASTM 
C131, (100 Devir) 

    

 

 [мл ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳŎǳ όнΦлύ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ ŀȅƪƤǊƤ ŘŜƐŜǊ 

ƻƭŀǊŀƪ ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 4ƛȊŜƭƎŜмо ǾŜ 

4ƛȊŜƭƎŜ мпΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -0.47 0.47 3.0 L2

L3 L3

L4 L4

L5 -0.47 0.47 3.0 L5

L6 -0.47 0.47 3.0 L6

L7 -0.47 0.47 3.0 L7

L8 -0.47 0.47 3.0 L8

L9 L9

L10

L11 5.93 5.93 4.0 L11 L11

L12 L12

L13 0.17 0.17 3.1 L13

L14 0.81 0.81 3.2 L14

L15 -0.47 0.47 3.0 L15

L16 -0.47 0.47 3.0 L16

L17 0.17 0.17 3.1 L17

L18 -0.47 0.47 3.0 L18

L19 1.45 1.45 3.3 L19

L20 -0.47 0.47 3.0 L20

L21 L21

L22 L22

L23 L23

L24 2.09 2.09 3.4 L24 L24

L25 0.17 0.17 3.1 L25

L26 -0.47 0.47 3.0 L26

L27 5.93 5.93 4.0 L27 L27

L28 L28

L29 4.01 4.01 3.7 L29 L29

L30 L30

L31 -3.59 3.59 2.5 L31 L31

L32 L32

L33 -0.47 0.47 3.0 L33

L34 L34

L35 -0.47 0.47 3.0 L35

L36 L36

L37 L37

L38 L38

L39 1.45 1.45 3.3 L39

L40 -0.47 0.47 3.0 L40

L41 -1.11 1.11 2.9 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.47 0.47 3.0 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0.47 0.47 3.0 L51

L52 -0.47 0.47 3.0 L52

28

20

3

1

4

3.074

0.32

10.25

4.0

2.5

10.2

48.4

0.1

0.156
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Los Angeles-100 devir                                                                                                                       

(ASTM C131)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  92- YǸœǸƪ .ƻȅǳǘƭǳ TǊƛ !ƎǊŜƎŀƭŀǊƤƴ [ƻǎ !ƴƎŜƭŜǎ aŀƪƛƴŜǎƛƴŘŜ !ǒƤƴƳŀ ǾŜ 5ŀǊōŜ ŜǘƪƛƭŜǊƛƴŜ YŀǊǒƤ 5ƛǊŜƴŎƛƴƛƴ ¢ŀȅƛƴƛΣ !{¢a 
C131, (500 Devir) 

    

 

  

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 -0.48 0.48 16.0 L2

L3 L3

L4 L4

L5 -0.48 0.48 16.0 L5

L6 0.52 0.52 17.0 L6

L7 -0.48 0.48 16.0 L7

L8 0.52 0.52 17.0 L8

L9 L9

L10 -2.47 2.47 14.0 L10 L10

L11 1.52 1.52 18.0 L11

L12 L12

L13 -0.18 0.18 16.3 L13

L14 0.32 0.32 16.8 L14

L15 -0.48 0.48 16.0 L15

L16 -0.48 0.48 16.0 L16

L17 0.72 0.72 17.2 L17

L18 0.52 0.52 17.0 L18

L19 -0.68 0.68 15.8 L19

L20 0.52 0.52 17.0 L20

L21 L21

L22 L22

L23 L23

L24 0.52 0.52 17.0 L24

L25 -0.58 0.58 15.9 L25

L26 -0.48 0.48 16.0 L26

L27 1.52 1.52 18.0 L27

L28 L28

L29 -0.48 0.48 16.0 L29

L30 L30

L31 -2.43 2.43 14.0 L31 L31

L32 L32

L33 -1.47 1.47 15.0 L33

L34 L34

L35 1.52 1.52 18.0 L35

L36 L36

L37 L37

L38 L38

L39 0.72 0.72 17.2 L39

L40 -0.48 0.48 16.0 L40

L41 -0.68 0.68 15.8 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.48 0.48 16.0 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.52 0.52 17.0 L51

L52 1.52 1.52 18.0 L52

29

22

5

2

0

16.479

1.0

6.2

18.0

14.0

6.2

24.3

0.2

1.003

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

Los Angeles-500 devir                                                                                                                       

(ASTM C131)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)
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4ƛȊŜƭƎŜ  93- .ǸȅǸƪ .ƻȅǳǘƭǳ TǊƛ !ƎǊŜƎŀƭŀǊƤƴ [ƻǎ !ƴƎŜƭŜǎ aŀƪƛƴŜǎƛƴŘŜ !ǒƤƴƳŀ ǾŜ 5ŀǊōŜ ŜǘƪƛƭŜǊƛƴŜ YŀǊǒƤ 5ƛǊŜƴŎƛƴƛƴ ¢ŀȅƛƴƛΣ !{¢a 
C535 

   

 

 

   

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 -3.01 3.01 16.0 L25 L25

L26 L26

L27 0.31 0.31 31.0 L27

L28 L28

L29 0.00 0.00 29.6 L29

L30 L30

L31 -0.58 0.58 27.0 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 0.09 0.09 30.0 L52

5

4

0

0

1

29.600

6.2

20.9

31.0

16.0

20.9

50.7

2.8

4.511

2S ile 3S Arasēndaki Lab. Sayēsē

Los Angeles                                                                                                                       

(ASTM C535)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  94- !ƎǊŜƎŀƭŀǊƤƴ 5ƻƴƳŀ ǾŜ 4ǀȊǸƭƳŜƳŜȅŜ YŀǊǒƤ 5ƛǊŜƴŎƛƴƛƴ YƛƳȅŀǎŀƭ ¸ǀƴǘŜƳ TƭŜ ¢ŀȅƛƴƛό{ƻŘȅǳƳ {ǸƭŦŀǘύΣ !{¢a /ууΣ όл-
р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤύ 

     

 

[у ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳŎǳ όуΦлύ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ 

ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 4ƛȊŜƭƎŜмо ǾŜ 4ƛȊŜƭƎŜ 

мпΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 1.10 1.10 3 L2

L3 L3

L4 L4

L5 L5

L6 0.07 0.07 2 L6

L7 -0.96 0.96 1 L7

L8

L9 L9

L10 0.07 0.07 2 L10

L11 -0.96 0.96 1 L11

L12 L12

L13 1.10 1.10 3 L13

L14 L14

L15 L15

L16 L16

L17 0.07 0.07 2 L17

L18 -0.19 0.19 2 L18

L19 L19

L20 -0.75 0.75 1 L20

L21 L21

L22 L22

L23 L23

L24 0.07 0.07 2 L24

L25 L25

L26 L26

L27 2.12 2.12 4 L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -0.96 0.96 1 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0.44 0.44 2 L39

L40 L40

L41 -0.96 0.96 1 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 1.10 1.10 3 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0.96 0.96 1 L51

L52 1.10 1.10 3 L52

17

12

4

1

0

1.932

0.9

48.3

4.0

1.0

48.3

155.3

0.2

0.975

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

Dona Dayanēklēlēĵēn Kimyasal Yºntemle Tayini,                                                                                                                   

(Sodyum S¿lfat Ķle)                                                                              

(0-5 mm Agrega Sēnēfē)                                                                        

ASTM C88

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)



01605/20-213 

1.04.2021 

 

Sayfa 96 / 129 

4ƛȊŜƭƎŜ  95- !ƎǊŜƎŀƭŀǊƤƴ 5ƻƴƳŀ ǾŜ 4ǀȊǸƭƳŜƳŜȅŜ YŀǊǒƤ 5ƛǊŜƴŎƛƴƛƴ YƛƳȅŀǎŀƭ ¸ǀƴǘŜƳ TƭŜ ¢ŀȅƛƴƛό{ƻŘȅǳƳ {ǸƭŦŀǘύΣ !{¢a /ууΣ ό5-
1р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤύ 

   

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 2.21 2.21 3 L2 L2

L3 L3

L4 L4

L5 L5

L6 -0.53 0.53 1 L6

L7 -0.53 0.53 1 L7

L8 3.58 3.58 4 L8 L8

L9 L9

L10 -0.53 0.53 1 L10

L11 0.84 0.84 2 L11

L12 L12

L13 0.84 0.84 2 L13

L14 L14

L15 L15

L16 L16

L17 -0.53 0.53 1 L17

L18 -1.00 1.00 1 L18

L19 L19

L20 0.29 0.29 2 L20

L21 L21

L22 L22

L23 L23

L24 -0.53 0.53 1 L24

L25 L25

L26 -0.12 0.12 1 L26

L27 2.21 2.21 3 L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 0.15 0.15 2 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0.53 0.53 1 L39

L40 -0.53 0.53 1 L40

L41 -1.63 1.63 0 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.53 0.53 1 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -0.53 0.53 1 L51

L52 0.84 0.84 2 L52

20

15

2

2

1

1.390

0.9

66.4

4.0

0.2

66.4

273.4

0.2

0.730

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

2S ile 3S Arasēndaki Lab. Sayēsē

Dona Dayanēklēlēĵēn Kimyasal Yºntemle Tayini,                                                                                                                                    

(Sodyum S¿lfat Ķle)                                                                             

(5-15 mm Agrega Sēnēfē)                                                                        

ASTM C88

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)
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4ƛȊŜƭƎŜ  96- !ƎǊŜƎŀƭŀǊƤƴ ƎŜƻƳŜǘǊƛƪ ǀȊŜƭƭƛƪƭŜǊƛ ƛœƛƴ ŘŜƴŜȅƭŜǊ - .ǀƭǸƳ фΥ TƴŎŜ ǘŀƴŜƭŜǊƛƴ ǘŀȅƛƴƛ - Metilen mavisi deneyi, TS EN 933-
9 

     

 

[у ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳŎǳ όлΦрύ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ 

ōŜƭƛǊƭŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 4ƛȊŜƭƎŜмо ǾŜ 4ƛȊŜƭƎŜ 

мпΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 0.59 0.59 2.20 L2

L3 1.81 1.81 2.50 L3

L4 L4

L5 L5

L6 -0.22 0.22 2.00 L6

L7 -0.22 0.22 2.00 L7

L8

L9 -1.03 1.03 1.80 L9

L10 L10

L11 -0.22 0.22 2.00 L11

L12 4.64 4.64 3.20 L12 L12

L13 0.59 0.59 2.20 L13

L14 1.00 1.00 2.30 L14

L15 -0.62 0.62 1.90 L15

L16 -0.22 0.22 2.00 L16

L17 -0.22 0.22 2.00 L17

L18 -0.42 0.42 1.95 L18

L19 -0.22 0.22 2.00 L19

L20 -0.22 0.22 2.00 L20

L21 L21

L22 L22

L23 L23

L24 -0.22 0.22 2.00 L24

L25 -1.03 1.03 1.80 L25

L26 -0.22 0.22 2.00 L26

L27 3.71 3.71 2.97 L27 L27

L28 L28

L29 L29

L30 L30

L31 1.00 1.00 2.30 L31

L32 -0.22 0.22 2.00 L32

L33 0.19 0.19 2.10 L33

L34 L34

L35 L35

L36 3.75 3.75 2.98 L36 L36

L37 L37

L38 -2.24 2.24 1.50 L38 L38

L39 0.19 0.19 2.10 L39

L40 -0.22 0.22 2.00 L40

L41 -1.64 1.64 1.65 L41

L42 L42

L43 L43

L44 L44

L45 1.81 1.81 2.50 L45

L46 -0.22 0.22 2.00 L46

L47 -0.22 0.22 2.00 L47

L48 -1.23 1.23 1.75 L48

L49 -0.22 0.22 2.00 L49

L50 L50

L51 -0.22 0.22 2.00 L51

L52 1.00 1.00 2.30 L52

L53 -1.43 1.43 1.70 L53

35

24

7.00

1.00

3.00

2.054

0.36

17.59

3.2

1.5

17.59

82.77

0.06

0.2470
Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Metilen Mavisi Deneyi,                                                                                                          

TS EN 933-9

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē



01605/20-213 

1.04.2021 

 

Sayfa 98 / 129 

4ƛȊŜƭƎŜ  97- Mineral Agregada 75mƳ όІнллύ 9ƭŜƪǘŜƴ DŜœŜƴ TƴŎŜ aŀŘŘŜ Tœƛƴ {ǘŀƴŘŀǊŘ 5ŜƴŜȅ ¸ǀƴǘŜƳƛ ό¸ƤƪŀƳŀ ¸ƻƭǳ TƭŜύΣ !{¢a 
C117 (0-р ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤύ 

   

 

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 1.24 1.24 16.00 L2

L3 L3

L4 L4

L5 -0.37 0.37 14.90 L5

L6 -0.22 0.22 15.00 L6

L7 -0.22 0.22 15.00 L7

L8 1.24 1.24 16.00 L8

L9 L9

L10 -1.68 1.68 14.00 L10

L11 -0.22 0.22 15.00 L11

L12 L12

L13 -0.22 0.22 15.00 L13

L14 L14

L15 -0.22 0.22 15.00 L15

L16 0.66 0.66 15.60 L16

L17 -0.22 0.22 15.00 L17

L18 2.85 2.85 17.10 L18 L18

L19 0.51 0.51 15.50 L19

L20 -0.80 0.80 14.60 L20

L21 L21

L22 L22

L23 L23

L24 -0.22 0.22 15.00 L24

L25 -0.95 0.95 14.50 L25

L26 2.85 2.85 17.10 L26 L26

L27 -0.22 0.22 15.00 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 -1.24 1.24 14.30 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 0.07 0.07 15.20 L39

L40 0.07 0.07 15.20 L40

L41 -0.22 0.22 15.00 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 2.12 2.12 16.60 L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 -1.68 1.68 14.00 L51

L52 0.07 0.07 15.20 L52

25

17

5

3

0

15.151

0.8

5.3

17.1

14.0

5.3

20.5

0.2

0.685

2S ile 3S Arasēndaki Lab. Sayēsē

Ķnce Madde Oranē, 200#,                                                                                                    

(0-5 mm Agrega Sēnēfē)                                                                                 

(ASTM C117)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  98- Mineral Agregada 75mƳ όІнллύ 9ƭŜƪǘŜƴ DŜœŜƴ TƴŎŜ aŀŘŘŜ Tœƛƴ {ǘŀƴŘŀǊŘ 5ŜƴŜȅ ¸ǀƴǘŜƳƛ ό¸ƤƪŀƳŀ ¸ƻƭǳ TƭŜύΣ !{¢a 
C117 (5-мр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤύ 

   

 

   

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 -0.80 0.80 0.3 L5

L6 -0.05 0.05 0.4 L6

L7 -0.05 0.05 0.4 L7

L8 0.71 0.71 0.5 L8

L9 L9

L10

L11 1.47 1.47 0.6 L11

L12 L12

L13 0.71 0.71 0.5 L13

L14 L14

L15 -0.05 0.05 0.4 L15

L16 -0.80 0.80 0.3 L16

L17 L17

L18 -0.05 0.05 0.4 L18

L19 -0.80 0.80 0.3 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 1.47 1.47 0.6 L24

L25 L25

L26 -0.80 0.80 0.3 L26

L27 -0.80 0.80 0.3 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 1.47 1.47 0.6 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -0.80 0.80 0.3 L39

L40 L40

L41 -0.80 0.80 0.3 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.80 0.80 0.3 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 0.71 0.71 0.5 L51

L52 L52

18

15

3

0

0

0.406

0.12

28.61

0.6

0.3

28.6

73.9

0.0

0.132

2S ile 3S Arasēndaki Lab. Sayēsē

Ķnce Madde Oranē, 200#,                                                                                                     

(5-15 mm Agrega Sēnēfē)                                                                                        

(ASTM C117)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  99- Mineral Agregada 75mƳ όІнллύ 9ƭŜƪǘŜƴ DŜœŜƴ TƴŎŜ aŀŘŘŜ Tœƛƴ {ǘŀƴŘŀǊŘ 5ŜƴŜȅ ¸ǀƴǘŜƳƛ ό¸ƤƪŀƳŀ ¸ƻƭǳ TƭŜύΣ !{¢a 
C117 (15-нр ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤύ 

   

 

[т ƪƻŘǳ ƛƭŜ ǾŜǊƛƭŜƴ ƪŀǘƤƭƤƳŎƤȅŀ ŀƛǘ ŘŜƴŜȅ ǎƻƴǳŎǳ όлΦуύ ȅŀǇƤƭŀƴ DǊǳōōǎ ¢Ŝǎǘƛ ǎƻƴǳŎǳ ŀȅƪƤǊƤ ŘŜƐŜǊ ƻƭŀǊŀƪ 

belirlŜƴƳƛǒ ƻƭǳǇ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ŘƤǒƤ ōƤǊŀƪƤƭƳƤǒǘƤǊΦ ¢ǸƳ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мнΣ 4ƛȊŜƭƎŜмо ǾŜ 4ƛȊŜƭƎŜ 

мпΩǘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 -0.42 0.42 0.3 L6

L7

L8 0.47 0.47 0.4 L8

L9 L9

L10 L10

L11 0.47 0.47 0.4 L11

L12 L12

L13 0.47 0.47 0.4 L13

L14 L14

L15 0.47 0.47 0.4 L15

L16 -1.31 1.31 0.2 L16

L17 L17

L18 -0.42 0.42 0.3 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 0.47 0.47 0.4 L24

L25 L25

L26 -0.42 0.42 0.3 L26

L27 0.47 0.47 0.4 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 1.37 1.37 0.5 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 -1.31 1.31 0.2 L39

L40 L40

L41 -1.31 1.31 0.2 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.42 0.42 0.3 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 1.37 1.37 0.5 L51

L52 L52

15

10

5

0

0

0.347

0.1

28.5

0.5

0.2

28.5

86.5

0.0

0.112

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

2S ile 3S Arasēndaki Lab. Sayēsē

Ķnce Madde Oranē, 200#,                                                                                                                  

(15-25 mm Agrega Sēnēfē)                                                                                        

(ASTM C117)

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  100- !ƎǊŜƎŀƭŀǊƤƴ ǇƻǘŀƴǎƛȅŜƭ ŀƭƪŀƭƛ ǊŜŀƪǘƛǾƛǘŜǎƛƴƛƴ ǘŀȅƛƴƛ όƘŀǊœ œǳōǳƐǳ ȅǀƴǘŜƳƛΣ ¢{ мормсΤ !{¢a /мнсл όмп DǸƴƭǸƪ 
Deney Sonucu)  

     

 

 

    

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 0.86 0.86 0.39 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 -0.34 0.34 0.32 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0.68 0.68 0.38 L27

L28 L28

L29 -2.57 2.57 0.19 L29 L29

L30 L30

L31 L31

L32 0.00 0.00 0.34 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 -0.17 0.17 0.33 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0.34 0.34 0.36 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 0.68 0.68 0.38 L52

L53 -1.54 1.54 0.25 L53

9

7

1

1

0

0.340

0.1

19.6

0.4

0.2

19.6

58.8

0.0

0.0585

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Agregalarēn potansiyel alkali reaktivitesinin tayini                                                                                                                     

(har­ ­ubuĵu yºntemi-14 G¿nl¿k Deney Sonucu),                                                                                                                   

TS 13516; ASTM C1260

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  101- !ƎǊŜƎŀƭŀǊƤƴ ǇƻǘŀƴǎƛȅŜƭ ŀƭƪŀƭƛ ǊŜŀƪǘƛǾƛǘŜǎƛƴƛƴ ǘŀȅƛƴƛ όƘŀǊœ œǳōǳƐǳ ȅǀƴǘŜƳƛΣ ¢{ мормсΤ !{¢a /мнсл όну DǸƴƭǸƪ 
Deney Sonucu) 

      

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 1.06 1.06 0.57 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0.75 0.75 0.55 L27

L28 L28

L29 -3.32 3.32 0.28 L29 L29

L30 L30

L31 L31

L32 0.00 0.00 0.50 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 0.00 0.00 0.50 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0.00 0.00 0.50 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 0.45 0.45 0.53 L52

L53 L53

7

5

1

0

1

0.500

0.1

19.3

0.6

0.3

19.3

58.0

0.0

0.066

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

2S ile 3S Arasēndaki Lab. Sayēsē

Agregalarēn potansiyel alkali reaktivitesinin tayini                                                                                                                     

(har­ ­ubuĵu yºntemi-28 G¿nl¿k Deney Sonucu),                                                                               

TS 13516; ASTM C1260

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer



01605/20-213 

1.04.2021 

 

Sayfa 103 / 129 

4ƛȊŜƭƎŜ  102- BŀƐƭŀȅƤŎƤ ƳŀƭȊŜƳŜƭŜǊ ǾŜ ŀƎǊŜƎŀ ƪŀǊƤǒƤƳƭŀǊƤƴƤƴ ǇƻǘŀƴǎƛȅŜƭ ŀƭƪŀƭƛ ǎƛƭƛƪŀ ǊŜŀƪǘƛǾƛǘŜǎƛƴƛƴ ǘŀȅƛƴƛ όƘƤȊƭŀƴŘƤǊƤƭƳƤǒ ƘŀǊœ 
œǳōǳƐǳ ȅǀƴǘŜƳƛύΣ¢{ мормтΤ !{¢a / мрст  όмп DǸƴƭǸƪ 5ŜƴŜȅ {ƻƴǳŎǳύ 

         

 

 

        

                                                                                                                                                                                                                                                                                                                                                                               

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 -1.29 1.29 0.15 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 -1.10 1.10 0.16 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0.74 0.74 0.26 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 0.00 0.00 0.22 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 0.18 0.18 0.23 L52

L53 -1.47 1.47 0.14 L53

6

3

3

0

0

0.220

0.0

22.6

0.3

0.1

22.6

54.5

0.0

0.054

0.40293

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

Deney Standardēnda Bu Deney Ķ­in Belirlenmiĸ 

Maksimum Uyarlēk Standard Sapma Deĵeri, %

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵlayēcē malzemeler ve agrega karēĸēmlarēnēn potansiyel 

alkali silika reaktivitesinin tayini                                                                                                                                 

(hēzlandērēlmēĸ har­ ­ubuĵu yºntemi-14 G¿nl¿k Deney 

Sonucu),                                                                                                                                                                            

TS 13517; ASTM C 1567

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  103- .ŀƐƭŀȅƤŎƤ ƳŀƭȊŜƳŜƭŜǊ ǾŜ ŀƎǊŜƎŀ ƪŀǊƤǒƤƳƭŀǊƤƴƤƴ ǇƻǘŀƴǎƛȅŜƭ ŀƭƪŀƭƛ ǎƛƭƛƪŀ ǊŜŀƪǘƛǾƛǘŜǎƛƴƛƴ ǘŀȅƛƴƛ όƘƤȊƭŀƴŘƤǊƤƭƳƤǒ ƘŀǊœ 
œǳōǳƐǳ ȅǀƴǘŜƳƛύΣ¢{ мормтΤ !{¢a / мрст  όну DǸƴƭǸƪ 5ŜƴŜȅ {ƻƴǳŎǳύ    

  

 

 

  

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 -1.44 1.44 0.28 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 1.44 1.44 0.37 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 -0.16 0.16 0.32 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 0.16 0.16 0.33 L52

4

2

2.00

0.00

0.00

0.325

0.04

11.37

0.4

0.3

11.37

27.69

0.02

0.0313

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Baĵlayēcē malzemeler ve agrega karēĸēmlarēnēn potansiyel 

alkali silika reaktivitesinin tayini                                                                                                             

(hēzlandērēlmēĸ har­ ­ubuĵu yºntemi-28 G¿nl¿k Deney 

Sonucu),                                                                                                                                                                                    

TS 13517; ASTM C 1567

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  104- !ƎǊŜƎŀƭŀǊƤƴ ǘŜǊƳŀƭ ǾŜ ōƻȊǳƴƳŀ ǀȊŜƭƭƛƪƭŜǊƛ ƛœƛƴ ŘŜƴŜȅƭŜǊ - .ǀƭǸƳ нΥ aŀƎƴŜȊȅǳƳ ǎǸƭŦŀǘ ŘŜƴŜȅƛΣ ¢{ 9b мост-2 (10 
mm < D < 14 mm)                                                                    

      

 

                                                                                

                                                                                                                                                                                                                                                                                                                         

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 -1.13 1.13 2.50 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -1.34 1.34 2.0 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 -0.51 0.51 4.00 L27

L28 L28

L29 L29

L30 L30

L31 1.13 1.13 8.00 L31

L32 1.19 1.19 8.15 L32

L33 L33

L34 -0.51 0.51 4.00 L34

L35 1.95 1.95 10.00 L35

L36 L36

L37 -0.79 0.79 3.32 L37

L38 0.72 0.72 7.00 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 -0.10 0.10 5.00 L43

L44 -0.10 0.10 5.00 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 -0.10 0.10 5.00 L49

L50 L50

L51 L51

L52 -0.10 0.10 5.00 L52

L53 -1.17 1.17 2.40 L53

13

8

6

0

0

5.251

2.3

44.1

10.0

2.4

44.1

144.7

0.6

2.430

2S ile 3S Arasēndaki Lab. Sayēsē

Agregalarēn termal ve bozunma ºzellikleri i­in deneyler - 

Bºl¿m 2:                                                                                          

Magnezyum s¿lfat deneyi,                                                                                              

10 mm < D < 14 mm                                                                                                                                                   

TS EN 1367-2

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, (s*)

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer (x*)

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  105- !ƎǊŜƎŀƭŀǊƤƴ ƎŜƻƳŜǘǊƛƪ ǀȊŜƭƭƛƪƭŜǊƛ ƛœƛƴ ŘŜƴŜȅƭŜǊ - .ǀƭǸƳ пΥ ¢ŀƴŜ ǒŜƪƭƛƴƛƴ ǘŀȅƛƴƛ -  Ŝƪƛƭ ŜƴŘŜƪǎƛΣ ¢{ 9b фоо-4 (5-15 
ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤύ 

     

 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0.77 0.77 2.0 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 -0.26 0.26 3.0 L27

L28 L28

L29 L29

L30 L30

L31 0.77 0.77 5.0 L31

L32 0.00 0.00 3.5 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 0.82 0.82 5.1 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 1.18 1.18 5.8 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 -1.79 1.79 0.0 L52

L53 L53
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4ƛȊŜƭƎŜ  106- !ƎǊŜƎŀƭŀǊƤƴ ƎŜƻƳŜǘǊƛƪ ǀȊŜƭƭƛƪƭŜǊƛ ƛœƛƴ ŘŜƴŜȅƭŜǊ - .ǀƭǸƳ пΥ ¢ŀƴŜ ǒŜƪƭƛƴƛƴ ǘŀȅƛƴƛ -  Ŝƪƛƭ ŜƴŘŜƪǎƛΣ ¢{ 9b фоо-4 (15-25 
mm Agrega {ƤƴƤŦƤύ 

    

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0.44 0.44 2.00 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0.44 0.44 4.0 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 0.97 0.97 5.2 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 -1.33 1.33 0.0 L52

L53 L53

4

3

1

0

0

3.000

2.3

76.0

5.2

0.0

76.0

172.7

1.1

2.249

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

2S ile 3S Arasēndaki Lab. Sayēsē

ķekil indisi SI,                                                                                                            

15-25 Agrega Sēnēfē                                                                                                                                                 

TS EN 933-4

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  107- !ƎǊŜƎŀƭŀǊƤƴ ƎŜƻƳŜǘǊƛƪ ǀȊŜƭƭƛƪƭŜǊƛ ƛœƛƴ ŘŜƴŜȅƭŜǊ - .ǀƭǸƳ оΥ ¢ŀƴŜ ǒŜƪƭƛ ǘŀȅƛƴƛ - ̧ ŀǎǎƤƭƤƪ ŜƴŘŜƪǎƛΣ ¢{ 9b фоо-3 (5-15 
ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤύ 

   

 

 

    

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 0.00 0.00 4.00 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 1.19 1.19 5.00 L27

L28 L28

L29 L29

L30 L30

L31 0.00 0.00 4.00 L31

L32 0.71 0.71 4.60 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 3.57 3.57 7.00 L38 L38

L39 -0.48 0.48 3.60 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 -0.12 0.12 3.90 L47

L48 -1.91 1.91 2.40 L48

L49 L49

L50 L50

L51 L51

L52 0.00 0.00 4.00 L52

L53 0.00 0.00 4.00 L53

10

7

2

0

1

4.000

1.2

29.4

7.0

2.4

29.4

115.0

0.4

0.8396

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve Ķzin 

Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

Yassēlēk indisi FI,                                                                                                         

5-15 Agrega Sēnēfē                                                                                                                               

TS EN 933-3

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē
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4ƛȊŜƭƎŜ  108- AgregalarƤƴ ƎŜƻƳŜǘǊƛƪ ǀȊŜƭƭƛƪƭŜǊƛ ƛœƛƴ ŘŜƴŜȅƭŜǊ - .ǀƭǸƳ оΥ ¢ŀƴŜ ǒŜƪƭƛ ǘŀȅƛƴƛ - ̧ ŀǎǎƤƭƤƪ ŜƴŘŜƪǎƛΣ ¢{ 9b фоо-3 (15-25 
ƳƳ !ƎǊŜƎŀ {ƤƴƤŦƤύ 

    

 

  

 

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 -0.37 0.37 4.60 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0.00 0.00 5.00 L27

L28 L28

L0

L30 L30

L31 -0.93 0.93 4.00 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 1.02 1.02 6.10 L47

L48 -1.40 1.40 3.50 L48

L49 L49

L50 L50

L51 L51

L52 0.00 0.00 5.00 L52

L53 1.86 1.86 7.00 L53

7

4

3

0

0

5.000

1.2

24.0

7.0

3.5

24.0

70.0

0.5

1.074

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

2S ile 3S Arasēndaki Lab. Sayēsē

Yassēlēk indisi FI,                                                                                                   

15-25 Agrega Sēnēfē                                                                                                                                                          

TS EN 933-3

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

En D¿ĸ¿k Deĵer

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer
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4ƛȊŜƭƎŜ  109- hǊƎŀƴƛƪ aŀŘŘŜ ¢ŀȅƛƴƛ όtƻǘŀƴǎƛȅŜƭ IǳƳǳǎ ±ŀǊƭƤƐƤƴƤƴ ¢ŀȅƛƴƛύΣ ¢{ 9b мтпп-1 

 

Bu ǇŀǊŀƳŜǘǊŜŘŜ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ǎŀȅƤǎŀƭ ŘŜƐŜǊƭŜǊ ƛƭŜ ƛŦŀŘŜ ŜŘƛƭƳŜŘƛƐƛƴŘŜƴ ŘŜƐŜǊƭŜƴŘƛǊƳŜ 

ȅŀǇƤƭŀƳŀƳƤǒǘƤǊΦ 5ŜƴŜȅ ǎƻƴǳœƭŀǊƤ 4ƛȊŜƭƎŜ мл9ΩŘŀ ǾŜǊƛƭƳƛǒǘƛǊΦ 

 

4ƛȊŜƭƎŜ  110- .Ŝǘƻƴ !ƎǊŜƎŀƭŀǊƤƴŘŀ IŀŦƛŦ YƛǊƭŜǘƛŎƛƭŜǊƛƴ ¢ŀȅƛƴƛΣ ¢{ 9b мтпп-1 

   

Bu ǇŀǊŀƳŜǘǊŜŘŜ ƪŀǘƤƭƤƳŎƤ ǎŀȅƤǎƤƴƤƴ 3 olƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ ŀǘŀƴƳƤǒ ŘŜƐŜǊ ƻƭŀǊŀƪ άƻǊǘŀƴŎŀ aŜŘόȄύέ ǾŜ 

ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ŘŜƐŜǊƛ ƻƭŀǊŀƪ ƛǎŜ άmƭœŜƪƭƛ ƻǊǘŀƭŀƳŀ Ƴǳǘƭŀƪ ǎŀǇƳŀ a!5Ŝέ ŘŜƐŜǊƭŜǊƛƴƛƴ ƪǳƭƭŀƴƤƭƳŀǎƤ 

gerekmektedir. 5ŜƴŜȅ ǎƻƴǳœƭŀǊƤƴƤƴ ҈ рл ǎƛƴŘŜƴ ŦŀȊƭŀǎƤƴƤƴ ŀȅƴƤ ƻƭƳŀǎƤ ƴŜŘŜƴƛ ƛƭŜ a!5Ŝ ŘŜƐŜǊƛ 

ƘŜǎŀǇƭŀƴŀƳŀƳƤǒǘƤǊΦ .ǳ ƴŜŘŜƴƭŜ ȅŀƭƴƤȊŎŀ ŘŜƴŜȅ ǎƻƴǳœƭŀǊƤ ǾŜ ǎƻƴǳœƭŀǊŀ ŀƛǘ ǾŜǊƛƭŜǊ ŘŜƐŜǊƭŜƴŘƛǊƳŜ 

ȅŀǇƤƭƳŀŘŀƴ ǾŜǊƛƭƳƛǒǘƛǊΦ 

  

Laboratuvar Kodu, L Deney Sonu­larē

L1 -

L9  (-)

L47 A­ēk

L48 A­ēk

L52 A­ēk

L53 (-)

Laboratuvar Kodu, L Deney Sonu­larē

L1 0,50

L9 0,10

L53 0,10

3

0,100

0,2309

230,94

0,5

0,1

230,94

400,00

0,13

Beton Agregalarēnda Hafif Kirleticilerin Tayini,                                                                                                                                                                

TS EN 1744-1

Katēlēmcē Lab. Sayēsē

Ortalanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer 

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  111- .Ŝǘƻƴ !ƎǊŜƎŀƭŀǊƤƴŘŀ {ǳŘŀ 4ǀȊǸƴŜōƛƭƛǊ YƭƻǊǸǊ aǳƘǘŜǾŀǎƤΣ aƻƘǊ ¸ǀƴǘŜƳƛ YǳƭƭŀƴƤƭŀǊŀƪ {ǳŘŀ 4ǀȊǸƴŜōƛƭŜƴ YƭƻǊǸǊ 
¢ǳȊƭŀǊƤƴƤƴ ¢ŀȅƛƴƛ ό!ƭǘŜǊƴŀǘƛŦ ¸ǀƴǘŜƳύΣ ¢{ 9b мтпп-1 

   

 

 

   

  

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 3.19 3.19 0.1100 L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 0.00 0.00 0.0010 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 0.00 0.00 0.0010 L52

L53 0.00 0.00 0.0010 L53

4

3

0

0

1

0.0010

0.055

5450.0

0.1

0.0

5450.0

10900.0

0.0

0.034

2S ile 3S Arasēndaki Lab. Sayēsē

Suda ¢ºz¿nebilir Klor¿r Muhtevasē,                                                                                                 

Mohr Yºntemi Kullanēlarak Suda ¢ºz¿nebilen Klor¿r 

Tuzlarēnēn Tayini                                                                     

(Alternatif Yºntem)                                                                      

TS EN 1744-1

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr
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4ƛȊŜƭƎŜ  112- .Ŝǘƻƴ !ƎǊŜƎŀƭŀǊƤƴŘŀ !ǎƛǘǘŜ 4ǀȊǸƴŜōƛƭƛǊ {ǸƭŦŀǘ aǳƘǘŜǾŀǎƤΣ ¢{ 9b мтпп-1 

     

 

 

4ƛȊŜƭƎŜ  113- .Ŝǘƻƴ !ƎǊŜƎŀƭŀǊƤƴŘŀ ¢ƻǇƭŀƳ YǸƪǸǊǘ ¢ŀȅƛƴƛΣ ¢{ 9b мтпп-1 

 

.ǳ ǇŀǊŀƳŜǘǊŜŘŜ ƪŀǘƤƭƤƳŎƤ ǎŀȅƤǎƤ <3 olduƐǳƴŘŀƴ ŘŜƐŜǊƭŜƴŘƛǊƳŜ ȅŀǇƤƭŀƳŀƳƤǒǘƤǊΦ 5ŜƴŜȅ ǎƻƴǳœƭŀǊƤ ǾŜ ōǳ 

ǎƻƴǳœƭŀǊŀ ŀƛǘ ǎǘŀƴŘŀǊǘ ǎŀǇƳŀ ƛƭŜ ǎǘŀƴŘŀǊǘ ǀƭœǸƳ ōŜƭƛǊǎƛȊƭƛƐƛ ŘŜƐŜǊƭŜǊƛ œƛȊŜƭƎŜŘŜ ǾŜǊƛƭƳƛǒǘƛǊΦ 

 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 2.68 2.68 0.160 L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 -0.10 0.10 0.020 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 L47

L48 L48

L49 L49

L50 L50

L51 L51

L52 -0.32 0.32 0.009 L52

L53 0.10 0.10 0.030 L53

4

3

0

1

0

0.025

0.07

282.76

0.160

0.0

282.8

604.0

0.0

0.050

2S ile 3S Arasēndaki Lab. Sayēsē

Asitte ¢ºz¿nebilir S¿lfat Muhtevasē

TS EN 1744-1

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer 

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2

0,040

0,0141

35,4

0,05

0,03

35,4

50,0

0,010

En D¿ĸ¿k Deĵer (Lab No: L52)

Ortalama Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer (Lab No: L1)

Toplam K¿k¿rt Tayini

TS EN 1744-1

Katēlēmcē Lab. Sayēsē

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr



01605/20-213 

1.04.2021 

 

Sayfa 113 / 129 

11.7. 4ƛƳŜƴǘƻ CƛȊƛƪǎŜƭ 5ŜƴŜȅ {ƻƴǳœƭŀǊƤ 
 

4ƛȊŜƭƎŜ  114- 4ƛƳŜƴǘƻ ŘŜƴŜȅ ƳŜǘƻǘƭŀǊƤ - .ǀƭǸƳ мΥ 5ŀȅŀƴƤƳ ǘŀȅƛƴƛ, TS EN 196-м όн DǸƴύ 

    

 

 

 

 

 

 

Laboratuvar 

Kodu, L

Baĵēl Standard 

Sapma                          

(z-skoru)

Mutlak                    

z-Skoru

Deney 

Sonu­larē

Katēlēmcē 

Lab. Kodu

Katēlmayan 

Lab. Kodu

Uygunsuz 

Sonu­ Lab. 

Kodu

L1 L1

L2 L2

L3 L3

L4 L4

L5 L5

L6 L6

L7 L7

L8 L8

L9 L9

L10 L10

L11 L11

L12 L12

L13 L13

L14 L14

L15 L15

L16 L16

L17 L17

L18 L18

L19 L19

L20 0,38 0,38 28,80 L20

L21 L21

L22 L22

L23 L23

L24 L24

L25 L25

L26 L26

L27 L27

L28 L28

L29 L29

L30 L30

L31 L31

L32 L32

L33 L33

L34 L34

L35 L35

L36 L36

L37 L37

L38 L38

L39 L39

L40 L40

L41 L41

L42 L42

L43 L43

L44 L44

L45 L45

L46 L46

L47 1,18 1,18 30,31 L47

L48 -1,67 1,67 24,98 L48

L49 L49

L50 -0,38 0,38 27,40 L50

L51 L51

L52 0,70 0,70 29,40 L52

L53 -0,48 0,48 27,20 L53

6

4

2,00

0,00

0,00

28,100

1,90

6,76

30,3

25,0

6,76

18,97

0,78

1,8651

Laboratuvarlar Arasē Uyrlēk i­in Belirlenen ve 

Ķzin Verilen En B¿y¿k Standard sapma, 

3S Dēĸēnda Kalan Hatalē Lab. Sayēsē

Ortanca Deĵer

Deney Sonu­larēa Ait Standard Sapma

Varyasyon Katsayēsē, %

En Y¿ksek Deĵer

En D¿ĸ¿k Deĵer

Standard Sapma Y¿zdesi, %s

Ķki Sonu­ Arasēndaki Maksimum Sapma, %

Standard ¥l­¿m Belirsizliĵi, sr

2S ile 3S Arasēndaki Lab. Sayēsē

¢imento Basēn­ Dayanēmē, (2 G¿n)                                                

TS EN 196-1 

Katēlēmcē Lab. Sayēsē

1S ve daha k¿­¿k uygun Lab. Sayēsē

1S ile 2S Arasēndaki Lab. Sayēsē


































